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Abstract 
With  non-invasive  properties  and  high  sensitivities,  portable  optical  biosensors  are 
extremely desirable for point-of-care (POC) applications. Lab-on-a-chip technology such 
as  microfluidics  has  been  treated  as  an  ideal  approach  to  integrate  complex  sample 
processing and analysis units with optical detection elements. Spectroscopic sensing (such 
as fluorescence, Raman and absorption spectroscopy) remains the most highly developed, 
widely applied, optical technique. However, conventional spectroscopic sensing systems 
still rely on bulky and expensive dispersive components such as spectrophotometers in a 
well established laboratory. The work in this thesis is to develop an integrated dispersive 
component in combination with a microfluidic chip, providing a portable and inexpensive 
platform for on-chip spectroscopic sensing. 
 
In  this  study,  an  arrayed  waveguide  grating  (AWG)  design  developed  for 
telecommunication is re-engineered and utilized to realise a compact, dispersive optical 
component operating in the visible spectral region. The AWG devices operating in the 
visible region (  =680 nm) are designed and fabricated with flame hydrolysis deposited 
(FHD) silica waveguide material. The micro-spectrometer in this proof of concept study 
has a small (1 cm x 1 cm) footprint and 8 output channels centred on different wavelengths. 
A series of fabrication issues and challenges are investigated and discussed for the specific 
AWG device. Subsequently, a sample cuvette is formed by using lithographic technique 
and  dry  etching  process.  Following  this,  a  PDMS  chip  with  microfluidic  channels  is 
bonded with the AWG device, leading to an integrated AWG-microfluidic platform. To the 
best of the author‟s knowledge, this is the first work to integrate a visible AWG device and 
a microfluidic chip towards spectroscopic sensing.  4 
 
 The  monolithic  integrated  AWG  microspectrometer–microfluidic  platform  is 
demonstrated for fluorescence spectroscopic analysis. Signals from the output channels 
detected on a camera chip can be used to re-create the complete fluorescence spectrum of 
an analyte. By making fluorescence measurements of (i) mixed quantum dot solutions, (ii) 
an organic fluorophore (Cy5) and (iii) the propidium iodide (PI)-DNA assay, the results 
obtained  illustrate  the  unique  advantages  of  the  AWG  platform  for  simultaneous, 
quantitative  multiplex  detection  and  its  capability  to  detect  small  spectroscopic  shifts. 
Although  the  current  system  is  designed  for  fluorescence  spectroscopic  analysis,  in 
principle, it can be implemented for other types of analysis, such as Raman spectroscopy. 
Fabricated using established semiconductor industry methods, this miniturised platform 
holds  great  potential  to  create  a  handheld,  low  cost  biosensor  with  versatile  detection 
capability. 
 
Also, the AWG device design is modified with focusing properties that enable localised 
spectroscopic  measurements.  Micro-beads  based,  multiplexed  fluorescence  detection  is 
performed with the AWG + CCD system and the results have demonstrated capabilities of 
using the adapted AWG device for localised, multiplexed fluorescence detections, opening 
up potential applications in the field of cell sorting and single cell analysis. Furthermore, 
the AWG-microfluidic device is investigated for absorption spectroscopy measurement. As 
a  test  system,  the  pH  dependence  of  the  absorption  spectra  of  bromophenol  blue  is 
measured to illustrate how an AWG device could be used as a colorimetric pH sensor. 
Overall, it is believed that the AWG technology holds great potential to realise a compact, 
integrated spectroscopic biosensor for point-of-care applications. 
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1.  Chapter 1   Introduction                                           
1.1 Portable optical biosensor 
A  biosensor  is  an  analytical  device  for  the  detection  of  an analyte  that  combines  a 
biological  component  with  a  physicochemical  detector.  There  are  many  potential 
applications of biosensors of various types, including chemical analysis, bio-analysis, and 
clinical diagnostics and so on. The best known, representative and successful commercial 
biosensor is the blood glucose sensor which was first introduced by Clark and Lyons in 
1962 [1]. 
 
Apart from electrochemical detections that work well for certain applications, there are a 
variety of transducer methods available to realize biosensors of different types and better 
suited for various applications. Among these methods, optical detection is preferred where it 
is necessary for the sensing probe to avoid physical contact, have high sensitivity, isolation 
from  electromagnetic  interference,  and  a  high-throughput  capability.  The  most  common 
optical  sensing  methods  are  based  on  absorption  spectrometry,  emission  detection 
(luminescence, fluorescence and Raman signals), or refractive index related measurement 
(surface Plasmon resonance, interferometer, grating, and photonic crystal etc) [2-5]. 
 
However, conventional optical detection systems are usually bulky and expensive because 
they  need  various  light  sources,  lenses,  mirrors,  filters,  detectors  and  spectroscopic 
components. Thus, although they can be well established in laboratory environment, these 
large  systems  are  not  suitable  for  point-of-care  (POC)  applications  which  include 
personalized healthcare, environmental monitoring, forensic analysis, global health, and so 
on [6-12]. In developments aimed at miniaturisation of systems, although fibre optics allow 
convenient light delivery and collection [13, 14], planar waveguide technology is often 
preferable  due  to  the  compatibility  of  its  planar  geometry  with  a  range  of  advanced 
microfabrication techniques. Additionally, integrated planar configurations are much more 
robust in the context of optical alignment compared to optical fibre-based sensors when 
employed outside the laboratory environment [10, 15-20]. 
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1.2 Approaches of integrated optical components 
An  integrated  optical  biosensor  normally  consists  of  four  components  as  shown  in 
Figure1.1. 
 
Figure 1.1 General structure of an integrated optical biosensor 
The light source provides basic illumination or excitation of sample target while a detector 
is used to collect optical signal from the analyte and convert it to electronic format. The 
optical transducer is employed to identify specific chemical or biological interaction which 
is correlated with changes of light properties. It is worth noting that most optical signals 
need  to  be  processed  before  reaching  final  photon  detectors.  However,  unlike 
comprehensive and complicated signal processing in opto-telecommunication field, most 
on-chip optical biosensors require additional fundamental components such as mirrors [21-
23], lenses [24-29], filters [30-32], gratings [33-36] and other diffractive elements [37-41].   
 
Thanks to advances of micro-engineering and optoelectronics, efficient and inexpensive 
laser diodes (LD) and light emitting diodes (LED) are available to be integrated into a 
portable optical biosensor [42-44]. Miniaturization of optical components such as CCD and 
CMOS  detectors  has  also  made  the  „on-chip  approach‟  very  promising  [45-49]. 
Furthermore, planar integrated waveguides have not only been used to deliver or collect 
light but also employed as a range of transduction components including interferometers 
[50-52], surface plasmon resonance (SPR) elements [53-55], gratings[56-58], microring 
resonators[59-61] and photonic crystals [62-65]. 
 
To establish an entire on-chip optical platform, 2D and 3D microlenses were designed and 
integrated not only for focusing and collimating light but also for illumination and imaging 
purposes [24-27, 29]. Micromirrors were also incorporated into planar systems where the 
light path needs to be altered or lengthened [21-23]. No matter whether emission detection 
is employed or a refractive index related measurement is involved, most optical methods of 
transduction still require a filtering or spectroscopic component to process or detect optical 23 
 
signal in frequency (wavelength) domain.  Developing such a component using arrayed 
waveguide grating (AWG) technology is the principle subject of this thesis. 
 
Different approaches have been used to integrate optical filters with a compact sensing 
platform [30]. Thin-film interference filters with brilliant tailorable spectral profiles were 
combined  with  portable  biosensors  to  detect  fluorescence  [46,  66,  67].  However,  the 
applications employing these interference based filters suffer from requiring complicated 
fabrication of multi-layer deposition and a remarkable degradation of performance when 
the fluorescence light is incident at oblique angles. For absorption methods, absorptive 
filters prepared by various methods have also been tested on-chip by several groups [68-
71]. Although absorptive filters are cheap and easy to fabricate in an on-chip system, the 
magnitude of the sample‟s optical density is restricted by optical path  length which is 
normally  very  small.  Finally,  some  other  integrated  technologies  such  as  spectrally 
selective detectors [72-75] and polarization filtering [49, 76] have been implemented to 
address  specific  sensing  requirements.  Considering  each  technology  has  its  own 
advantages and limitations, combination of different methods have also been tried to offset 
the disadvantages of single filter [31, 32, 77]. 
 
Miniaturized  spectroscopic  components  play  an  important  role  in  portable  detection 
systems  that  employ  spectroscopy.  With  advances  of  optical  microelectromechanical 
system (MEMS), integrated spectroscopic systems have been realized with grating [78, 79] 
or  interferometer  [80-85]  based  components.  However,  the  trend  is  ultimately  towards 
fully integrated optical microsystem such as single-chip spectrometer. Various approaches 
have been demonstrated to implement an on-chip microspectrometer [86-91]. Recently, on-
chip  spectrometers  based  on  micro-ring  resonator  [92,  93],  superprism-based  photonic 
crystal (PC) [94-97], digital planar hologram (DPH) [98-101] and porous silicon [102] 
were proposed. However, these devices are still in their infancy and need to be further 
refined beyond the proof-of-concept. A planar waveguide grating is commonly employed 
to disperse the light into different wavelengths. A first attempt presented by Goldman et al. 
in 1990 used two buried gratings for both light coupling and dispersion [103]. Optical fibre 
technology can be integrated through fibre coupling methods with planar waveguides made 
of different materials on a microfabricated substrate to yield robust integrated systems with 
better performance as a consequence of efficient transfer of optical signals (light) to/from 24 
 
off-chip light sources and detectors [104, 105]. An alternative approach is to use an arrayed 
waveguide grating (AWG) [106, 107] which is similar in functionality to a transmission 
grating. The use of an AWG circumvents restrictions on reflecting efficiency associated 
with planar grating facets and the resolution of an AWG system can be easily enhanced by 
increasing number of arrayed waveguides and output channels. Furthermore, the size of 
AWG device can be made very compact while keeping a high performance and the means 
of light input and output is compatible with fibre technology.  
 
1.3 Lab-on-chip with microfluidic technology 
Microfluidics which was developed with micro-manufacturing techniques has become a 
„hot spot‟ research area during last 20 years [108-110]. Researches into miniaturization are 
primarily driven by the need to cut down costs by reducing the consumption of expensive 
reagents and by increasing throughput and automation. By means of microfluidics, it not 
only makes analysis faster and less expensive but also creates some completely new types 
of measurements that are impossible with large-scale instruments. In recent years, both 
active  and  passive  microfluidic  components  such  as  pumps,  mixers,  and  values  have 
allowed the development from simple platforms to systems of lab-on-a-chip [111-113]. 
There are a wide range of materials, including silicon, glass, and different polymers, which 
can be used to make microfluidic chips. Combination of microfluidic channels with planar 
optical waveguides provides highly compact and integrated devices which could target at 
point-of-care biosensing [10, 15-17, 19]. 
 
1.4 Aims of the work 
The purpose of this work was to develop a spectroscopic element suitable for an integrated 
optical  biosensor  used  in  point-of-care  diagnoses.  Specifically,  the  main  research  was 
focused on using arrayed waveguide grating (AWG) as the core component. An arrayed 
waveguide grating (AWG) is a type of planar waveguide technology used for wavelength 
de/multiplexing in opto-telecommunication field. Due to an AWG using light dispersion as 
the means of signal processing, the research carried out here investigated the feasibility of 
using an AWG in a portable optical biosensor. 25 
 
 
For this investigation, the optical biosensor system was targeted at working in UV and 
visible light range i.e. that which is most commonly used for optical detections, especially 
in  aqueous  environments.  Hence,  the  AWG  technology  needed  to  be  transferred  and 
adjusted from the base designs established for conventional infrared (IR) AWG devices.  
 
Monolithic integration of sample manipulation and photonic devices is a highly potential 
and advantageous solution to a point-of-care optical biosensor. This work brings together 
strengths  from  clean  room  fabrication  facilities  and  emerging  microfluidic  technology. 
Combination with compact light source and CCD sensor were also demonstrated. Based on 
this platform, a series of measurements including absorption, fluorescence emission and 
multi-color detection were performed and evaluated.  
 
1.5 Fluorescence measurement 
1.5.1 Basic physics of fluorescence 
Since the majority of bio-sensing targeted analytes are present in minute quantities and 
often with a complex matrix, high selectivity, sensitivity and accuracy are of paramount 
importance  for  a  detection  method.  In  this  context,  fluorescence  based  approaches  are 
amongst  the  most  highly  developed,  widely  applied  optical  techniques  due  to  their 
selectivity,  excellent  sensitivity  and  versatility  [114-116].  With  advances  of  modern 
instruments,  the  fluorescence  techniques  have  been  proven  to  offer  nanometer-scale 
resolution and sensitivity down to single-molecule level [117]. 
 
Fluorescence is emission of light by a molecule which absorbs light photons of higher 
energy  (i.e.  shorter  wavelength),  known  as  the  excitation  light  source.  The  process 
responsible  for  the  fluorescence  is  illustrated  by  the  modified  Jablonski  diagram 
(electronic-state diagram) shown in Figure 1.2. In a molecular system, there are different 
electronic states for the electrons. The state with lowest energy is called ground state (G) 
while  states  with  higher  energy  are  excited  states  (e.g.  S1,  S2,  S3).  In  the  process  of 
fluorescence, a molecule needs firstly to be excited into a higher energy state (e.g. S2) by 26 
 
absorbing an excitation light. Since the excited states are very unstable, the electrons will 
relax back into lower levels which are non-radiative processes including heat dissipation 
and other ways of energy loss. The fluorescence occurs when electrons finally transit into 
the  energetically  favourable  ground  state.  Clearly,  the  fluorescence  light  emitted  has 
photons with a lower energy than those in the excitation light (i.e. the emission wavelength 
is longer than that from excitation). The energy difference (or wavelength shift) between 
the higher excited state S2 and the lower excited state S1 (i.e. absorption and emission 
light) is termed as „Stokes shift‟. It is worth noting that fluorescence is not the only one 
possible  relaxation  mechanism  during  the  electronic  transition  processes.  There  are 
possible non-radiative transitions of the electrons into triplet states (T), which will then 
give rise to a phenomenon called phosphorescence.  
 
 
Figure 1.2 Modified Jablonski (electronic transitions) diagram. Adapted from Jablonski. A (1935) [118]. The 
diagram  illustrates  the  electronic  levels  of  common  organic  fluorescent  molecules  and  the  process  of 
absorption, fluorescence and phosphorescence. 
 
Organic fluorophore molecules are well established as fluorescent labels for in vitro and in 
vivo bio-sensing. There are a wide range of functionalized dyes which are commercially 
available  for  various  specific  applications.  Fundamentally,  fluorescent  molecules  have 
characteristic absorption and emission spectra. The Stokes shifts are normally below 50 nm 
and the emission spectra are asymmetric, often tailing to long-wavelength side [119]. It is a 
remarkable fact that the absorption and emission spectra are unique to each fluorescent 
molecule, which can be easily seen in Figure 1.3. 27 
 
 
Intensity  detection  is  one  of  the  most  commonly  used  methodologies  for  fluorescence 
based measurements. A typical instrumental set up comprises an excitation light source, an 
optical  filter  and  a  photodetector.  Often,  laser  induced  fluorescence  (LIF)  detection  is 
preferred because of its more intense illumination for enhanced fluorescence signal and 
extremely narrow bandwidth of the excitation source (the laser) which simplifies the use of 
optical  filters.  However,  in  practice,  the  limited  number  of  laser  lines  available  in 
commercial sources and their expense restrict the fluorophores that are used in LIF based 
studies. 
 
 
Figure  1.3  Normalized  theoretical  absorption  and  emission  spectra  for  Cy2
TM,  Cy3
TM  and  Cy5
TM  dyes 
(Amersham Biosciences). Adapted from M.Lopez. (2003). Proteomics, 3, 1109-1116 [120]. 
 
Fluorescence resonance energy transfer (FRET) is a mechanism describing energy transfer 
between two fluorescent molecules which are located very close (1 to 10 nm) [121, 122]. 
In  a  FRET  process,  the  emission  spectrum  of  one  fluorophore  (donor)  is  partially 
overlapped  with  the  absorption  spectrum  of  another  fluorophore  (acceptor).  When  the 
donor dye molecule is excited, its emission light will be absorbed by the acceptor dye 
molecule which will emit fluorescence light. The energy transfer efficiency is influenced 
by distance between the two molecules and investigation of the ratiometric FRET can be 
used to sense conformational changes or other molecular processes involving a change in 28 
 
distance. Importantly, configuration with more than two-color single-molecule FRET has 
been performed as a powerful biophysical tool [123, 124]. 
 
For  parallel  analysis  of  different  analytes,  high-throughput  detections  with  multiple 
fluorescent  dyes  could  be  employed  [120].  However,  multiplexing  applications  with 
organic dyes are quite limited, which is attributed to their discrete absorption spectra, small 
Stokes shifts and broad emission spectra. Although the problem can be overcome by multi-
wavelength  excitation  using  different  lasers  [125],  this  approach  needed  to  rely  on 
relatively complicated instrumentation. 
 
In  the  sub-sections  below,  the  specific  properties  and  opportunities  of  the  three 
fluorophores (Cy5, Propidium iodide and Quantum dots) used in this thesis are reviewed. 
 
1.5.2 Cy5 fluorophore 
Cyanine dyes have found widespread use as fluorescent labels for bio-molecules since 
early  1990s  [126,  127].  This  class  of  fluorophores  have  high  extinction  coefficients, 
moderate  quantum  yields  and  photostability.  Cyanine  dyes  have  the  general  structure 
shown  in  Figure  1.4,  with  two  nitrogen-containing  heteroaromatic  rings  linked  by  a 
polymethine  bridge  comprising  an  odd  number  of  carbons.  Cyanine  dyes  are  ideal 
candidate probes for multi-color fluorescence detections since they can be synthesized with 
a wide range of absorption and emission spectra that span the whole visible region through 
controlling the length of the polymethine bridge and the identity of the heteroaromatic 
rings. Cyanine dyes are usually synthesized with reactive groups on either one or both of 
the nitrogen side chains so that it can be chemically linked to either nucleic acids or protein 
molecules.  By  using  cyanine  dyes  as  fluorescence  probes,  a  series  of  biological 
applications are readily accessible, including proteomics [128, 129], DNA/RNA labelling 
[130-132] and live cell imaging [133, 134].   
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Figure 1.4 Chemical structure of generic Cyanine dye and Cy5. 
 
Cy5 is a water-soluble fluorescent dye of the cyanine dye family and was firstly proposed 
by Ernst et al in 1989 [135, 136]. As shown in Figure 4.16, the chemical structure of Cy5 is 
symmetrical with 5 methine groups in the bridge. Generally, Cy5 conjugates are excited 
maximally  at  650  nm  and  fluoresce  maximally  at  670  nm.  For  laser  induced  Cy5 
fluorescence detection, a narrow bandwidth excitation light source such as 632.8 nm He-
Ne laser can be used and the consequent emission spectrum is given in Figure 1.5.  
 
Figure 1.5 Spectrum of Cy5 emission and 632.8 nm excitation line. 
 
1.5.3 Propidium iodide 
Propidium iodide (PI) is a fluorescence dye and intercalating agent, commonly used for 
quantitative analysis of DNA [137-139]. As shown in Figure 1.6, propidium iodide is a 30 
 
type of classical intercalator in which fused-ring aromatic molecules with positive charges 
are attached to a side chain or another ring system. The planar ring system stacks well with 
base pairs in the intercalation complex. There is little or no sequence preference for the 
binding of propidium iodide and DNA and it is best described by the nearest neighbour 
exclusion principle which means when DNA is saturated with intercalators, every second 
potential intercalation site on the helix remains empty. It should be noted that propidium 
iodide also binds to RNA and the intercalation does not interfere with hydrogen bonding of 
the base pairs. 
 
 
Figure 1.6 Chemical structure of propidium iodide (PI). 
 
Once a PI molecule binds to DNA by intercalating the bases, its fluorescence intensity is 
enhanced  significantly  and  its  peak  emission  exhibits  a  blue-shift.  The  variation  in 
equilibrium concentrations of bound and unbound PI with increasing DNA concentration is 
complex. However, when using a PI solution  of a  given  concentration, the amount of 
bound PI increases smoothly as the concentration of DNA increases until either all of the 
PI is bound, or the DNA is maximally loaded.  
 
1.5.4 Inorganic fluorophore – Quantum dots 
Quantum dots are semiconductor nanocrystals which have unique electronic and optical 
properties  differing  from  either  discrete  atoms  or  bulky  solids  owing  to  the  effect  of 
quantum confinement [140].  These quantum dots are often made from II/VI and III/V 
semiconductors in which CdSe and CdTe are the most prominent materials. Compared 
with conventional organic fluorophores, quantum dots are the ideal candidates for spectral 
multiplexing fluorescence measurements  due to  a series  of attractive optical  properties 31 
 
[119]. As shown in Figure 1.7, the excitation spectra (i.e. absorption spectra) are very 
broad and the molar extinction coefficients gradually increase towards shorter wavelengths, 
making it possible for uncompromised simultaneous excitation with a single light source. 
Furthermore, the emission spectra of quantum dots are symmetric and can be very narrow, 
thereby reducing spectral crosstalk in complex labelling assays where multiple types of 
quantum dots are present. Additionally, the relatively high fluorescence quantum yield and 
photostability  of  quantum  dots  are  advantages  when  really  sensitive  or  long  term 
monitoring is required. Above all, these nanometer-sized quantum dots are of great interest 
to  bio-sensing  not  only  because  of  their  dimensional  similarities  with  biological 
macromolecules (e.g. nucleic acids and proteins) but also due to their unique size-tunable 
optical properties [141].     
 
Figure 1.7 Absorption and emission spectra of different Quantum dots. Adapted from Quantum dots brochure 
of Invitrogen Inc. 
 
However, the full potential of quantum dots (QDs) in biosensing was not realized until 
methods  of  synthesizing  biocompatible  QDs  were  introduced  [142,  143].  Inherently, 
„naked‟ quantum dots are not suitable for biological applications like immunoassays and 
cell related measurements because toxic elements such as cadmium (Cd) are generally 
involved during synthesis of quantum dots. Therefore, a reliable protecting layer outside 
the semiconductor nano-crystals is necessary to prevent leakage of the toxic elements into 
biological environment. Moreover, biological applications normally require water-soluble 32 
 
fluorescence probes. Hence, quantum dots also need to be made water-dispersible through 
surface modification.    
 
As  shown  in  Figure  1.8,  typical  biocompatible  quantum  dots  are  core-shell  structures 
functionalized with specific coatings. Commercial available quantum dots often consist of 
CdSe  (from  Sigma-Aldrich,  Invitrogen,  Evident  and  Plasmachem),  CdTe  (from 
Plasmachem) and InP or InGaP (from Evident) as the core material. The enclosing shell 
can  be  made  of  ZnS  or  ZnS/SiO2,  protecting  and  stabilising  the  inner  core.  An  outer 
surrounding  layer  such  as  a  polymer  coating  is  used  to  modify  the  surface  chemistry. 
Consequently,  the  quantum  dots  become  water  soluble  and  can  be  attached  to  target 
biomolecules through specific bonding.  
 
Figure 1.8 Schematic of the overall structure of a functionalized quantum dot. Adapted from Quantum dots 
brochure of Invitrogen Inc. 
 
1.5.5 Instrumentation for fluorescence measurements 
Generally, laser induced fluorescence (LIF) detections can be performed by using a laser 
light source, a lens, a dichroic filter, a band-pass or long-pass filter, and a photodetector. 
The target sample is excited by focused laser light passing through a lens. To reduce the 
laser background noise, an episcopic configuration is normally applied for excitation and 
emission light paths. The dichroic filter can reflect the laser light onto the sample but let 
the emission light collected from the sample go through to the photodetector. A band-pass 
or long-pass filter can be used to further reduce spectral crosstalk from the excitation light. 
When simultaneous, high throughput detections are required, multiple fluorophores, either 
organic  dyes  or  inorganic  quantum  dots,  are  necessary  to  label  various  targets  in  the 
sample. To separate signals arising from different fluorophores, a combination of optimal 33 
 
dichroic mirrors and band-pass filters is crucial for the whole experimental configuration. 
Figure 1.9 shows the schematic setup of a three-color fluorescence measurement which 
involves three organic dyes including Cy3, Cy5 and Cy5.5. A solid-state laser excites a 
sample at 532 nm through a × 100 oil-immersion objective. Emission from the multiple 
dyes is collected by the same objective and separated by dichroic mirrors and filtered out 
by bandpass filters. It is worth noting that 1 mirror, 3 dichroic filters, 3 band-pass filters, 3 
photodetectors (APD) and more than 4 lenses were employed in this experiment setup. 
Besides considerable components and the relatively complicated configuration, the whole 
system  needs  to  be  extremely  well-aligned  to  perform  the  required  multiplexing 
fluorescence detection.  
 
Figure 1.9 Schematic setup of multiplexing fluorescence measurement. Adapted from S. Hohng et al. (2004) 
Biophysical, 87, 1328-1337 [123]. The confocal setup was made on an inverted microscope (Olympus, IX50). 
A solid-state laser excites a sample at 532 nm through a × 100 oil-immersion objective. Emission from the 
multiple  dyes  is  collected  by  the  same  objective  and  separated  by  dichroic  mirrors  and  filtered  out  by 
bandpass filters. D1, D2, D3: dichroic filters; F1, F2, F3: bandpass filters; M: mirror; L: lens; P: pinhole; 
PBS: polarizing beam splitter;  /2: half-wave plate; and APD: avalanche photo diode. 
 
In  the  field  of  bio-sensing,  spectroscopic  analysis  (e.g.  fluorescence,  Raman,  IR 
spectroscopy)  has  been  well  established  for  a  vast  range  of  applications.  Under  this 
condition, good spectral discrimination of different wavelengths using a grating or prism 
type of spectrometer is required. At the macroscopic scale, these spectroscopic instruments 
are generally bulky and hence mounted on lab benches. Figure 1.10 provides a real picture 
and an optical diagram of a typical spectrometer used in many laboratories. 34 
 
 
Figure 1.10 A typical spectrometer and its inside optical configuration. Adapted from Brochure of TRIAX 
Series spectrometer form Jobin Yvon Inc. Left: TRIAX series spectrometer equipped with array detectors. 
Right: optical diagram of TRIAX series spectrometer. 
 
1.5.6 Fluorescence spectroscopy measurement 
Most  current  fluorescence  sensing  methods,  in  which  labelling  is  employed,  detect 
intensity variations at fixed wavelengths corresponding to the emission of the fluorophore 
of interest. However, a wide range of targets, such as explosives and toxins, can’t easily be 
measured in this way due to issues associated with sample labelling. In addition, there are 
many  substances  and  environmental  conditions  that  can  affect  the  photo-physical 
properties of a fluorophore, leading to subtle changes in both intensity and the shape of its 
spectrum [144, 145].  
 
Enhancing fluorescence assays by incorporating spectroscopic measurements easily would 
significantly  enlarge  the  application  areas  for  a  portable  biosensor,  especially  in  those 
situations  that  favour  minimal  human  interactions.  The  suitability  of  the  AWG-
microfluidic platform for performing an accurate, quantitative, spectroscopic fluorescence 
measurement  was  evaluated  in  this  thesis  by  collecting  the  emission  spectrum  of  Cy5 
fluorophore which is a conventional organic fluorophore in biomedical sensing.  
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1.6 Flow cytometry 
Briefly, cytometry is a process which can measure the properties of single component of a 
sample,  such  as  cells  or  other  biological  particles.  Since  1940s,  flow  cytometers  have 
become commonly used research and clinical tools in a wide range of fields including 
biomedical,  immunology  and  environmental  microbiology  [146-148].  The  current 
commercial state-of-the art instruments use sample drops of ~1µL, and as will be shown, 
the assay volume in the AWG-microfluidic system described here is <<1 µL. Although no 
cytometry measurements using the integrated AWG-microfluidic system have been made 
during  the  course  of  this  thesis,  a  short  review  is  given  below  so  that  the  reader  can 
appreciate how the AWG-microfluidic system could be used in this format in the future. 
 
As shown in Figure 1.11, a typical flow cytometer consists of four units: (a) flow cell; (b) 
detection system; (c) electronic module and (d) sorting mechanism. First of all, the sample 
needs to be broken down to obtain a suspension of dissociated components floating free in 
suitable  medium.  Most  ﬂow  cytometers  use  sheath  ﬂow  to  constrain  the  sample  core 
stream  to  a  well  deﬁned  region  in  the  centre  of  ﬂow,  which  is  called  hydrodynamic 
focusing. Subsequently, each separate cell can be measured of its physical or chemical 
properties with different sensing methods involving impedance or optical systems.  The 
flow cytometer entered a rapid development era after the introduction of laser light sources 
into systems [149]. A laser (or lasers) focused on the the interrogation point of the ﬂuid 
stream is used for ﬂuorescence and light scattering measurements. The excitation by a laser 
instead of a lamp allows optimal beam focusing on cells and simplifies the fluorescence 
signal filtering due to the extremely narrow laser line. Unsurprisingly, a new system named 
fluorescence  activated  cell  sorting  (FACS)  was  firstly  developed  at  Stanford  by 
Herzenberg‟s  group  [150,  151].  The  optical  signals  acquired  are  sent  to  an  electronic 
module for rapid processing and analysis. After the optical detection and cell measurement, 
targeted cells are separated into different collecting tubes by a specific sorting mechanism 
which is driven by feedback signals from the electronic module. The cell sorter typically 
operates  under  continuous  flow  separation  and  sorting  mechanisms  involving  electric, 
magnetic or hydrodynamic forces cause deflections of target cells which will be collected 
by corresponding chambers. 36 
 
 
Figure 1.11 Schematic diagram of a typical fluorescence-activated flow cytometer. It consists of four units: (a) 
flow cell; (b) detection system; (c) electronic module and (d) sorting mechanism. The flow cell utilises the 
surrounding  sheath  fluid  to  obtain  hydrodynamic  focusing  of  the  sample  solution,  thereby  the  cells  or 
particles  could  pass  the  interrogation  point  one  by  one.  A  laser  excitation  beam  is  focused  on  the 
interrogation point and produces scattered and fluorescent light from the illuminated cell or particle. With the 
aid of collecting lens, beam splitters and various optical filters, both the scattering light and fluorescence 
signals  are  measured  with  proper photodetectors  such  as  photo  multiplier  tube  (PMT).  For  each  cell or 
particle detected, output pulses from the scattering and fluorescence detectors are amplified and processed 
with a specified electronic module which will then send a feedback signal to the sorting mechanism. After 
receiving  the  feedback  signal,  the  sorting  mechanism  will  perform  corresponding  operation  to  ensure 
different types of cells or particles travel forward to specific collectors through deflecting their trajectories. 
 
1.6.1 Microfabricated fluorescence activated flow 
cytometer 
Although conventional fluorescence-activated flow cytometers have exceptional analytical 
capabilities  and  provide  impressively  efficient  sorting,  they  are  costly,  bulky,  and 
mechanically  complex.  For  applications  requiring  low-cost,  portable  and  easy-handling 
instruments, microfabricated fluorescence-activated flow cytometers need to be developed 
[152, 153]. According to the fundamental parts of a flow cytometer, the approaches of 
miniaturisation  mainly  focus  on  four  areas:  (1)  using  microfluidic  channel  for  fluid 
handling and cell flowing, (2) employment of integrated optics, (3) miniaturization of the 
electronic  module,  and  (4)  integration  of  compact  sorting  mechanism.  Considering 
relatively mature development of electronics, the microfluidics that can be used for both 37 
 
the flow cell and sorting mechanism, and the integrated optics required to realize a micro-
fabricated cell sorter will be discussed below.  
 
1.6.2 Microfluidics for micro-fabricated cell sorter 
Based on interrogation of a small fluidic sample volume, the flow cytometer is inherently 
microfluidic in nature. Thanks to advanced micromachining technology and emerging „soft 
lithography‟, the flow cytometer can be transferred to a planar microfluidic platform which 
provides  high  compactness  as  well  as  flexibility  [154].  It  is  worth  noting  that  most 
microfluidic flow cytometers concentrate on simplifying construction of the flow cell by 
utilising the characteristics of laminar flow in microfluidic devices [155, 156]. In addition 
to the flow cell, other fluid handling components such as valves and pumps were also 
demonstrated with microfluidics. With regard to the sorting mechanism, sorting methods 
based  on  electroosmotic  force,  dielctrophoresis  (DEP),  magnetic  beads  labelling  and 
hydrodynamic force were successfully implemented on a microfluidic chip [153]. It should 
be admitted that microfluidic devices have offered a promising small and simple platform 
for flow cytometry. However, most microfluidic-based flow cytometers still need to rely 
on bulky external optics, hence, an integrated optical detection system is in great demand. 
 
1.6.3 Integrated optical detection system 
To achieve the ultimate goal of a portable fluorescence flow cytometer, miniaturisation of 
optical detection system is an important consideration [153]. Conventional flow cytometers 
still use bulk optics and are generally established in a lab-bench environment. To scale 
down the size of optical detection system, compact components such as optical fibre and 
integrated waveguides need to be employed. 
 
Insertion of optical fibres into pre-fabricated aligned grooves is considered to be the most 
simple  and  direct  method  to  realize  a  compact  optical  system  [157].  Although  the 
commercially available optical fibres offer little light attenuation, there is a big challenge 
for applications requiring multiple excitation and collection units. Moreover, optical fibre 
embedded system is not an ideal on-chip system because one end of the fibre is connected 38 
 
to a off-chip light source or detector while the other end is inserted into the devices with 
concomitant variabilities associated with alignment variations. 
 
An alternative method is to fabricate integrated optical waveguides directly on the on-chip 
device by choosing appropriate materials. Patterned by precise photo or electron beam 
lithographic process, these integrated waveguides can deliver excitation light and collect 
fluorescent signal without any alignment  [158]. Furthermore, light processing elements 
such as lenses, prisms and gratings could be realized in an on-chip format [159]. Apart 
from light guiding and processing components, a compact comprehensive optical detection 
system should also be in conjunction with small-size solid-state lasers and photodetectors. 
 
 Above all, microfabricated flow cytometers can be miniaturized by utilizing technologies 
like microfluidics and integrated optics and it is anticipated they will find a wide range of 
applications for point-of-care and on-site analysis. 
 
1.6.4 Important trends of flow cytometry 
1.6.4.1 Multicolor flow cytometry 
For  precise  identification  of  cellular  subsets  and  investigation  of  complex  molecular 
functionalities, multiple parameters need to be acquired simultaneously and this purpose 
can be realized by multicolour flow cytometry which employs multiple fluorescent probes 
for labelling [160-162]. There are a wide range of organic chromophores which can be 
utilised as fluorescent probes for multicolour flow cytometry [114, 163]. These versatile 
fluorophores could conjugate with various molecules such as antibodies, DNA and lipids, 
and provide high sensitivity. Many of them are already commercially available while some 
remain to be synthesized in the laboratories. By contrast, a new type of fluorophore called 
quantum dot has attracted numerous attention due to its unique optical properties [164, 
165]. Broad absorption spectra and narrow emission spectra enable the quantum dots to be 
ideal  probes  for  multiplexing  analysis  in  which  a  single  laser  could  provide  all  the 
excitation and all the emission spectra are easily distinguishable. 
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1.6.4.2 Spectral analysis and Raman flow cytometry 
Traditional  fluorescence-activated  flow  cytometers  always  need  to  conjugate  the  target 
cells  or  molecules  to  specific  fluorescent  probes  such  as  organic  fluorophores  or 
biofunctionalised  quantum  dots.  However,  it  should  be  noted  that  not  all  biological 
molecules could be labelled with proper probes. Moreover, the extra labelling step would 
increase complexity of the measurement and under some circumstances affect the intrinsic 
biological events. By contrast, Raman spectroscopy could provide a label-free detection 
since  Raman  spectrum  of  a  sample  can  be  utilised  as  a  „molecular  fingerprint‟  for 
identification. If basic spectroscopic capabilities can be incorporated into an on-chip micro 
flow cytometer, spectral analysis, not just limited to Raman detection, of target molecules, 
cells  or  particles  may  enable  a  range  of  new  applications  in  biological  and  chemical 
analyses [166, 167].  
 
1.7 Absorption spectroscopic measurement 
UV-visible  absorption  spectroscopy  is  widely  used  in  chemical  analysis  due  to  its 
specificity and its quantitative nature. Compared to fluorescence detection, the occurrence 
of  colour  in  many  natural,  as  well  as  labelled,  materials  makes  the  simple  and  direct 
absorbance method suitable for a wide range of possible applications including analytical 
chemistry, clinical diagnostic, and environmental monitoring. 
 
For a target material, the absorption spectrum is the fraction of incident light absorbed by 
the material over a range of wavelengths.  In a classical measurement of absorption as 
shown in  Figure 1.12, a tunable monochromatic light source passes through the target 
analyte in  a sample cuvette.  The transmitted light  signal  is  then  received by  a photon 
sensitive  detector.  Generally,  a  double  beam  system  is  implemented,  which  has  two 
dedicated positions for the sample and the reference respectively, hence it can eliminate the 
errors induced by the cuvette material, variations in white light power levels and other 
environmental factors. The absorption spectrum is immediately acquired after tuning the 
monochromatic light source over the wavelength range of interest. 
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Figure 1.12 Schematic of double beam absorption measurement. The combination of white light source and 
monochromator provides a tunable monochromatic light which are divided into two beams by a splitter. The 
two  separate  light  beams  pass  through  the  sample  cuvette  and  reference  cuvette  respectively  and  the 
transmitted light signals are received by the detectors. 
 
1.7.1 On-chip approaches for absorption spectroscopy 
Absorbance  based  measurements  rely  on  the  Beer-Lambert  law  through  the  following 
relationship: 
   cl
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Where  0 I andI are the intensity of the incident light and the transmitted light, repectively; 
  is the molar absorptivity of the sample; cis the molar concentration; l  is the effective 
absorption light path;  cl A   , is the absorbance of the sample material. 
 
The Beer-Lambert law states that the absorbance is light path dependent and this poses a 
severe problem for performing a sensitive and reliable absorbance measurement with a 
microchip where the fluidic channels are usually  of small dimensions.  However, many 
researchers  have  investigated  different  methods  to  address  this  on-chip  problem.  For 
example,  embedded  „air  mirrors‟  have  been  designed  and  fabricated  to  increase  the 
absorption light path by reflecting the light while micro lenses were utilized to collimate 
the divergent light beam from the light source [23]. In other work, liquid core waveguides, 
based on total internal reflection, have been utilized to increase the sampling pathlength 
while maintaining a small detection volume [168]. Despite the relatively low sensitivity of 
absorbance measurements with microchips compared to fluorescence, the instrumentation 41 
 
simplicity  offers  an  advantage  in  certain  applications.  Therefore,  miniaturization  of  an 
absorbance measuring system is desirable.  
  
Microfluidics has been proved to be able to provide a miniature platform for fluidic sample 
handling.  Incorporating  optical  ﬁbres  into  the  microfludic  chip  is  a  simple  approach 
minimizing  the  number  of  required  on-chip  optical  components  for  absorbance 
measurements [28, 169]. However, most of the microchip based absorbance measurements 
still rely on external optical components such as light source and photon detectors, which 
are usually bulky and complicated. 
 
 The integration of optical components in a microﬂuidic platform is considered an effective 
way to tackle the miniaturisation problem. Thanks to the advancement of micro-machining 
technology, various optical functions including light sources, lenses, gratings, and photon 
detectors have improved the capabilities of monolithically integrated microfluidic chips 
[10,  15-17,  19].  Possibly  the  simplest  format  for  absorption  detection  at  a  specific 
wavelength without bulky optics can be easily realized by positioning a laser diode (LD) 
on one side of the channel in the chip and placing a photodiode in the other side. However, 
an on-chip spectrometer is necessary if the absorption spectrum needs to be obtained. It 
should  be  noted  that  existing  developments  of  devices  with  miniature  spectroscopic 
elements are generally still in their infancy. 
 
1.7.2 Absorbance measurement with an on-chip 
spectrometer 
As  discussed  in  Section  1.2,  various  techniques  can  be  used  for  micro-spectroscopic 
components. However, there are only a very limited number of examples that have been 
demonstrated for absorbance measurements using these techniques. Waveguide gratings 
are the most popular candidates to perform an on-chip spectroscopic analysis and they 
have been used in the investigation of absorption measurements for over 20 years [103]. In 
early studies, buried diffraction gratings were employed for both the light coupling and 
simultaneous  multi-wavelength  detection.  The  absorption  measurements  were  made  by 
dispensing a small volume of Congo Red dye onto a thin film waveguide, over the region 42 
 
where the light beam propagates between the in-coupling and out-coupling gratings. The 
Fabry-Perot  optical  interference  filter  allows  the  use  of  a  white  light  source  for 
illumination and can be designed to yield a narrow passband around the wavelength at 
which  the  absorbance  measurement  is  conducted  [46].  In  another  configurations,  by 
directly depositing the dielectric filters onto detector arrays such as a CMOS imager, a 
polymer microfluidic chip can be placed straightaway on top of a detector to form an 
extremely compact and highly integrated sensor. Moreover, the dielectric filters can be 
deposited with a deliberate thickness variation, resulting in a specific wavelength response 
for each element in an imaging array [170, 171]. An array of dielectric filters therefore 
provides multiple optical channels each of which is sensitive to a unique, narrowband of 
wavelengths.  These  systems  have  been  shown  to  work  for  the  measurement  of  the 
concentration  of  different  biomolecules  simultaneously  with  the  same  device  and  the 
sensors were also able to acquire the absorption spectrum of a specific analyte. Despite the 
high degree of integration and parallel analysis capabilities, a disadvantage of this system 
is that dielectric filters require relatively complicated fabrication process with high quality 
of accuracy.   
 
Compact and planar arrayed waveguide grating (AWG) devices have also been explored 
for  absorption  measurements  by  making  use  of  their  wavelength  dispersion  properties 
[172].  By  using  a  parabola-shaped  waveguide  for  sample  injection,  an  absorbance 
measurement was made in which chlorophylls a and b were discriminated for applications 
in the field of environmental sensing. This work conceptually proved that a compact planar 
spectroscopic  sensor  using  an  arrayed  waveguide  grating  (AWG)  could  meet  the 
conditions for both miniaturization and high wavelength resolution. In the work described 
in Chapter 6, this concept is extended to the field of microfluidic sensing. 
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1.7 Thesis outline 
The work in this thesis deals with the design, fabrication, characterization and application 
of the visible range AWG devices that integrate with microfluidic chips as shown in Figure 
1.13.  Spectroscopic measurements including fluorescence and absorption spectral analysis 
can be performed with the aid of a CCD detector. Details of the integrated system will be 
elaborated in the following chapters. 
 
Figure 1.13 Schematic of the AWG-microfluidic platform with CCD detection 
The following chapters are organized as below: 
Chapter  2  introduces  the  fundamental  theory  of  arrayed  waveguide  grating  (AWG) 
devices. A specific design strategy based on Rowland circle configuration is provided and 
the simulation of an 8-channel visible AWG device is given.   
 
Chapter 3 provides an overview of the fabrication process flow for both the AWG devices 
and microfluidic chips. Both photolithography and electron beam lithography are discussed. 
The developed and optimised lithographic, metal lift-off and dry etching techniques are 
described and analyzed. A moulding fabrication process for polymer microfluidic chips 
and an oxygen plasma bonding method is used to obtain an integrated AWG-microfluidic 
system. 
 
Chapter 4 presents the experimental scheme and instrumentation that were employed for 
optical  characterization  of  the  AWG-microfluidic  system.  Following  this,  fluorescence 44 
 
measurements  based  on  quantum  dots,  Cy5  and  propidium  iodide  are  described  and 
analyzed. 
 
Chapter  5  describes  a  localised  spectroscopic  detection  that  based  on  lens-aided 
waveguides with focusing properties. Localised quantum dots fluorescence detection was 
performed and analysed. In addition, micro-beads based multi-color fluorescence assay 
was conducted. 
 
Chapter  6  demonstrates  absorption  spectroscopy  measurements  with  the  AWG-
microfluidic  system.  Using  the  AWG  device  as  a  colorimetric  pH  sensor,  the  pH 
dependence of the absorption spectra of bromophenol blue were measured and the results 
were compared to that obtained from a conventional spectrophotometer and a pH meter.  
 
Chapter 7 summarizes the thesis and proposes future work for this research.     
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2.  Chapter 2                                                   
AWG theory, design and simulation 
Abstract 
This  chapter  introduces  the  fundamental  theory  of  arrayed  waveguide  grating  (AWG) 
devices. Waveguide material considerations focus on using AWG devices for biological 
measurements in aqueous environment. A Rowland circle based AWG configuration is 
described and two critical parameters, namely, dispersion and free spectral range (FSR) are 
deduced from the basic AWG equations. Subsequently, a design strategy for the visible 
AWG device is described and important parameters are presented. Single mode condition 
and minimum bending radius of the waveguide were simulated to obtain a specific, optimal 
AWG design. Finally, the simulation result of a 8-channel AWG device operating at 680 
nm with 10 nm wavelength spacing is given.  
 
2.1 Introduction 
Arrayed  waveguide  gratings  (AWG)  were  first  reported  by  M.Smit  in  1988  as  novel 
focusing  and  dispersive  components  which  can  be  used  as  (de)multiplexers  and 
wavelength filters [106, 173]. Since then, AWG devices have found many applications in 
systems that involve wavelength division multiplexing (WDM) links and networks [107, 
174]. Most of the current AWG devices operate in the near-infrared wavelength region 
because  the  low–loss  windows  at  1310nm  or  at  1550nm  are  used  for  fibre  optical 
communication.  However,  near-infrared  light  is  not  recommended  for  biosensing  in 
aqueous environment because of the strong absorption of light by water, which may cause 
detrimental heat or unwanted optical signal absorption. According to the water absorption 
spectrum shown in Figure 2.1 [175], the absorption coefficient in 1540nm is about 11.83 
1  cm  which means 70% of the incident intensity will be absorbed over the path length of 
1mm; this absorption will easily heat and even kill the biological cells. Therefore, the work 
in this thesis was aimed at designing an AWG biosensor working in the range of ultraviolet 
(UV), visible and the near infrared (NIR) region below 900 nm.  46 
 
 
Figure 2.1 The spectrum of water absorption. Adapted from [175]. 
 
2.2 Material consideration for visible AWG 
Different kinds of waveguide materials have been used to fabricate AWG devices, namely, 
silicon-on-insulator [176-178], semiconductors (InP, GaAs and InGaAsP) [179-181], silica 
[182-184], silicon-oxynitride (SiON) [185], and polymers [186]. According to the optical 
data in Table 2.1, silicon and semiconductor materials are not suitable to work in the target 
visible  wavelength  range.  Although  polymer  material  is  flexible  and  can  be  easy  to 
fabricate, it is to some extent too fragile and not resistant enough to corrosion by some 
chemical  or  biological  reagents.  Additionally,  many  polymer  materials  have  poor  UV 
transmission and their autofluorescence under UV radiation is a potential barrier for optical 
detection [187, 188]. Hence, silica (SiO2) and silicon-oxynitride (SiON) were decided upon 
as being the most suitable materials to fabricate AWG devices working in visible range. 
(Note: as shown in subsequent chapters, the fabrication of well defined thick film polymer 
structures with the small, precise features required for the AWG design, is not trivial.) 
Table 2.1 Properties of different waveguide materials [189, 190] 
  Si        SiON  InP  GaAs  InGaAsP 
Refractive 
index 
@632.8nm  ---  1.457  1.481-1.881  ---  ---  --- 
@1550nm  3.518  1.444  1.46-1.9 [191]  3.165  3.339  3.16-3.4 
Transparent regions
* (µm)  1.1-6.5  0.16-3.8  NUV-IR  0.93-20  1.4-11  1.4-11 
*Region with absorption coefficient < 1 cm
-1. 47 
 
Silicon-oxynitride  (SiON)  is  a  flexible  waveguide  material  in  the  respect  of  both 
composition and refractive index. The refractive index of SiON thin films can be easily 
tuned over a large range, i.e., between 1.45 (SiO2) and 2.0 (Si3N4); a range that allows it to 
be  considered  for  different  elements  in  the  overall  chip  design.  The  most  extensively 
applied technologies to deposit silicon oxynitride thin films are [191] plasma-enhanced 
chemical  vapor  deposition  (PECVD)  and  low-pressure  chemical  vapor  deposition 
(LPCVD). Typically, the source gases used in SiONx deposition are silane (SiH4), oxygen 
(O2)  and  ammonia  (NH3).  Different  refractive  indices  of  the  deposited  layer  can  be 
obtained by changing the gas flow ratios. The deposition rate is typically from 30 to 50 
nm/min, and the thickness ranges from 0.5 to 10 µm. While  PECVD is suitable for layers 
with lower refractive index (1.46<n<1.7) [192], optical waveguides with high refractive 
indexes (1.7-2.0) are reliably grown using LPCVD [193]. LPCVD is more suitable to form 
thin layers (10-500 nm), because its deposition rates range from 1 to 10 nm/min.  
 
A  small-size  silicon-oxynitride  AWG  designed  to  operate  at  around  725  nm  has  been 
fabricated by Schauwecker, B., et al [194]. They presented experimental results of very 
compact (5mm  2mm),  high  n   ( n  =  4.1%), five-channel  AWG  with  5  nm channel 
spacing in the silicon-oxynitride material system. 
 
Due to the ease of index-matching with single-mode silica fibres, silica-based waveguides 
have been the most extensive and important choice for the fabrication of AWG devices 
[183]. Silica-based optical waveguides are fabricated on silicon substrates using a process 
that involves the combination of flame hydrolysis deposition (FHD) [195] and reactive ion 
etching (RIE). For the FHD step, a mixture of SiCl4-TiCl4 or SiCl4-GeCl4 vapour is burnt 
in a torch using a hydrogen/oxygen gas stream. The fine glass particles synthesized by the 
flame hydrolysis are deposited onto the surface of Si wafers. The deposited soot is then 
sintered at 1200-1300 ° C to form a thin glassy film. The width and height of the waveguide 
core  are  then  defined  by  successive  photolithography  and  RIE.  A  waveguide  core  of 
relatively high refractive index is realized as a consequence of the presence of oxides such 
as TiO2 or GeO2 in the SiO2 matrix, and the lower index cladding layer is created using a 
pure SiO2 layer. Thus, for silica-based waveguides, the refractive index contrast ( n  ) is 
controlled  by  the  ratio  of  other  oxides  to  SiO2  in  the  mixed  glass.  The  conventional 48 
 
refractive index contrast being used is 0.25%, and it can also be obtained with medium 
(0.45%), high (0.75%) or super-high (1.5-2%) values for  n   [107]. 
 
Silica based AWG devices for visible light have been designed and fabricated by several 
researchers. G.Przyrembel and B.Kuhlow evaluated the suitability of silica based AWG for 
shorter wavelengths into the visible range [196]. However, in that work only the simulation 
was shown without fabrication and experimental results. Kodate et al. proposed a compact 
spectroscopic  sensor  through  using  a  visible  AWG  device  supplied  by  Japanese  NTT 
Photonics Laboratories [172, 197]. They scribed grooves across the AWG input waveguide 
to  contain  a  sample  and  performed  absorption  spectrum  measurements  of  different 
concentrated  chlorophyll  solutions.  However,  a  major  limitation  with  absorbance 
measurement in microfluidics is that the optical path length is generally very short and 
consequently the optical absorbance is very small, as determined by the Beer-Lambert law.  
 
Table  2.2  compares  the  experimental  properties  of  visible  AWG  devices  made  i n 
previously mentioned researchers‟ work. 
Table 2.2 Experimental properties of visible AWG devices 
  SiON AWG [194]  Silica AWG [172, 197] 
Index contrast ( n  )  4.1%  0.75% 
Waveguide dimension (µ m)  0.3 (Height) ×  4 (Width)  3.0 (H) ×  4.2 (W) 
  Type 1  Type 2   
Central wavelength (nm)  726.5  725.8  800 
Diffraction order  30  28  7 
Number of output channels  5  5  8 
Wavelength spacing (nm)  4.6  5.2  12.5 
Insertion loss (dB)  4.5-7  4.5-6  ~4 
Crosstalk (dB)  < -30  < -30  < -15 
Device dimension (mm ×  mm)  5 ×  2  < 5 ×  2  26 ×  5 
Applications conducted  None  None  Absorption spectroscopy 
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In this work, flame hydrolysis deposited (FHD) silica was used to fabricate a compact 
AWG that operated in the visible range. The choice of FHD silica over SiON (or polymers), 
each of which have their own merits, was in part a pragmatic selection guided by the 
availability of good quality material and local expertise. The FHD silica wafer, comprising 
2  µm  FHD  germanium  (Ge)  doped      as  waveguide  core  and  8  µm  BPSG  (Boron-
Phospho-Silica-Glass) underlayer, was purchased from Gemfire Europe Ltd (Livingston, 
U.K.).  The  custom  specification  for  these  wafers  included  a  refractive  index  contrast 
between layers of 1.5% with 1.478 for the core and 1.456 for the under-cladding. 
 
In the section below, the AWG configuration and working principles will be introduced 
briefly. Then, design considerations for a visible AWG will be provided. 
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2.3 AWG configuration and working principle 
2.3.1 AWG structure 
Arrayed  waveguide  grating  (AWG)  is  a  planar  device  that  is  based  on  an  array  of 
waveguides  with  both  imaging  and  dispersive  properties  [107].  The  AWG  splits  the 
wavelengths of the input light, and focuses them onto spatially different output waveguides. 
 
 
Figure 2.2 AWG configuration 
 
The configuration of an AWG comprises 5 essential parts as shown in Figure 2.2: the input 
waveguide;  1
st  slab  waveguide;  arrayed  waveguides;  2
nd  slab  waveguide  and  output 
waveguides. Light coupled into the input waveguide traverses 1
st slab waveguide (also 
called 1
st star coupler)  and then enters  arrayed waveguides (channel  waveguides). The 
optical path length in each arrayed waveguide is slightly different because of the particular 
geometrical  design  and  consequent  physical  increment  in  length  between  adjacent 
waveguides. The design is such that this increment in length is a constant. Thus, a constant 
phase shift is induced when the light exits from arrayed waveguides into the 2
nd slab region. 
This phase difference leads to constructive interference across the 2
nd slab region and the 
entrances of output waveguides are located at positions where interference maxima occur. 
Consequently, light of different wavelengths is collected by different output waveguides. 
Although the light is transmitted rather than reflected, the working principle of AWG is 
still quite similar to that of a conventional diffraction grating as displayed in Figure 2.3.  51 
 
 
Figure 2.3 Equivalent optical system of AWG 
 
The working principle of an AWG is based on light interference induced by a constant 
optical  path  length  difference.  So  a  critical  part  of  AWG  is  the  region  of  arrayed 
waveguides, where  the optical  length  difference can be tailored for different  purposes. 
Apart  from  arrayed  waveguide  design,  that  of  the  two  slab  regions  needs  careful 
consideration.  Here,  a  Rowland  circle  configuration  is  used,  as  shown  in  Figure  4,  to 
provide the advantage of reducing aberrations [198-200]. The input waveguide and output 
channels are placed along the Rowland circle while arrayed waveguides are distributed 
along the grating circle with a constant angular spacing. The Rowland circle has a radius of 
R/2 and is tangent to the grating circle on the edge. 
 
 
Figure 2.4 Rowland circle configuration of AWG 
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2.3.2 AWG equation 
The important variables used in AWG structure are listed in Table 2.3. 
Table 2.3 Variables used in AWG structure 
Symbol  Description 
    Center wavelength 
m  Diffraction order AWG operates 
    Optical path length difference between adjacent arrayed waveguides 
         Focal length of slab waveguide (Radius of grating circle) 
d  Pitch of adjacent arrayed waveguides 
    Pitch of output waveguides 
    Wavelength spacing between adjacent output waveguides 
    Centre frequency spacing between adjacent output waveguides 
FSR  Free spectral range of AWG 
    Diffraction angle in input slab waveguide 
    Diffraction angle in output slab waveguide 
   Number of  th input waveguide away from centre 
   Number of  th output waveguide away from centre 
    Effective refractive index of slab waveguide 
    Effective refractive index of arrayed waveguides 
    Group index of waveguide mode,              
   
    
       Number of wavelength channels 
      Number  of output ports 
   Number of arrayed waveguides 
 
For the centre wavelength    , the AWG equation is 
                                                                                          2.1 
Because the two slab waveguides are symmetrical, at the centre wavelength, light coming 
out  from  the centre input  waveguide  will be received in  the  centre output  waveguide. 
However, at other wavelengths ( c    ), the circular wave front generated at the output of 53 
 
arrayed waveguides is tilted with respect to the one for  c  , and the focal point is located at 
a different spatial position. 
 
For all wavelengths, the AWG equation can be rewritten: 
                                                                                       2.2 
Where: 
               ,                . Considering only the centre input waveguide is used, so 
      . The equation can be written as:  
                                                                                    2.3 
 
2.3.3 Dispersion  
To get the angular dispersion of the AWG, both sides of the above equation are 
differentiated with respect to  . Thus, 
    
   
                     
   
                                                    2.4 
Because    is very small compared to other valuables,          . According to equation 
2.1,    can be substituted with  
   
  
, then 
   
    
 
    
    
  
  
 
   
                                                            2.5 
So the angular dispersion of the AWG is 
   
    
    
       
                                                                       2.6 
              
   
                                                               2.7 
Accordingly, the linear dispersion of the AWG can be obtained by using            , so 
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2.3.4 Free Spectral Range (FSR)  
Another important parameter of an AWG system is the Free Spectral Range (FSR), which 
is also known as the demultiplexer periodicity. This periodicity is due to the fact that 
constructive interference at 2nd slab waveguide region can happen for all wavelengths in 
the light (c.f. the observation of different orders or periods in a diffraction grating system). 
The free spectral range is the largest wavelength range for a given order that does not 
overlap with spectrum of adjacent order.  
 
The FSR for the wavelength   under diffraction order   can be defined by the wavelength 
spacing    (or frequency spacing    ) when        order diffraction of the wavelength 
           (or frequency          ) happens at the same angle   .  
                              
                                                  
 
       
                               
2.9 
Where: 
     
   
               
 
    
   
                                                     2.10                                                  
     
   
               
 
    
   
                                                     2.11                                                         
By using the approximation:                             ,  
   
    
   
   , FSR can be 
obtained: 
        
 
                                                                       2.12 
       
 
   
  
  
                                                                    2.13 
Where                 
   
    
As with a conventional diffraction grating, an order-sorting filter is necessary when the 
wavelength range to be investigated is larger than the FSR of an AWG. 
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2.4 AWG design strategy and simulation 
After understanding the operation principle of AWG devices, a general design procedure 
can be summarized as shown in Figure 2.5. 
 
Figure 2.5 General design procedure of AWG 
 
As shown in Figure 2.6, The FHD silica wafer consists of 2 µm FHD germanium (Ge) 
doped      as waveguide core and 8 µm thermal oxidize BPSG (Boron-Phospho-Silica-
Glass) underneath. The refractive index contrast is 1.5% with 1.478 for core and 1.456 for 
under-cladding  at  wavelength  of  632.8  nm.  As  discussed  in  later  chapters,  Hydrogen 
Silsesquioxane (HSQ) was used as an over cladding material due to its excellent gap-ﬁlling 
and  self-planarization  properties  [201].    The  HSQ  (Fox  16)  from  Dow  Corning  has  a 
refractive index of ~1.37 (at 632.8 nm). It is worth noting that 200 nm PECVD SiO2 can 
also  be  used as  an additional protecting layer on which other fabrication steps can be 
performed.   56 
 
 
Figure  2.6 Schematic illustration of the cross section profile of the  waveguide. The values of refractive 
indexes given correspond to those at a wavelength of 632.8 nm. BPSG: Boron-Phosphor-Silica-Glass. 
 
The required functionality of the AWG device optimized to detect Cy5 fluorescence is: 
 
The above values are arrived at firstly by estimating the centre of mass of the Cy5 emission 
peak as being 680 nm (the peak is at 670 nm). Thus, if the AWG device is designed to 
operate  at  a  centre  wavelength  of  680  nm,  the  whole  Cy5  emission  spectrum  can  be 
covered with an acceptable resolution by using 8 outputs with „centre wavelengths‟ spaced 
10 nm apart. Following exploratory simulations and fabrication, both this number of output 
channels and the geometrical constraints imposed by the required bandwidth were found to 
be quite feasible. In our work,      is smaller than       , which although it creates a 
„blank‟ frequency gap between adjacent periodicities, also reduces the crosstalk from other 
grating orders. 
 
By use of 3D BeamPROP simulation (Rsoft Ltd) with the above structure, the waveguide 
profile of single mode condition at   =680 nm can be obtained.  As shown in Figure 2.7, 
the simulation indicated that the width of the waveguide should be below 2.6 µm, provided 
the thickness of the FHD waveguide layer (i.e. height) is 2 µm. (Note: Mode 0 represents 57 
 
the  fundamental  mode.  When  the  dimension  of  the  waveguide  increases,  higher  order 
modes such as mode 1 will start to occur.) 
 
Figure 2.7 Single mode condition of waveguide at   =680 nm. 
 
Bending  waveguides  are  unavoidable  to  realize  the  particular  geometry  of  arrayed 
waveguides adapted to meet the requirement of constant optical path increment. To reduce 
the loss caused by bending curvatures, minimum bending radius needs to be investigated. 
The minimum bending radius (      ) of waveguide is defined by the value with which 
the loss of 90 degree bending arc is 0.1 dB (i.e. the power after the bending arc is more 
than  97.724%). With the waveguide parameters (2 µm for both the height and the width),  
       is about 400 µm as seen in Figure 2.8. 
 
Figure 2.8 Minimum bending radius (      ) of waveguide 
 
From  the  standpoint  of  reducing  AWG  loss  and  crosstalk,  the  number  of  arrayed 
waveguides ( ) should be infinite and the gap between adjacent arrayed waveguides in the 58 
 
junction  should  be  zero  to  ensure  all  the  light  is  coupled  into  and  out  of  the  device. 
However,  if  layout  design  and  device  fabrication  processes  are  taken  into  account,  a 
balance is necessary between theory and real fact. As a general rule, the number of arrayed 
waveguides should be bigger than four times the number of wavelength channels. The 
value of arrayed waveguide pitch is dependent on which fabrication tool will be employed. 
Generally,  electron  beam  lithography  (EBL)  can  provide  higher  resolution  than 
photolithography.  Likewise,  output  waveguides  pitch  (  )  can  be  determined  under  a 
compromise between device performance and its physical size.   
 
After  the  independent  parameters  such  as  c  ,    ,  and chan N  having  been  determined, 
other factors can be calculated. The diffraction order is fixed by  ) (


 

chan
c
N
round m  
which is 7 in our case [ ) (y round q  :q  is the integer that is closest to y ]. Compared to a 
conventional AWG, the use of low diffraction order results from a design requirement of a 
short  operating  wavelength  and  large  free  spectral  range  ( nm N FSR chan 100      ). 
Considering the large number of arrayed waveguides used, this imposes a challenge to both 
layout design and fabrication process of the AWG device because a small length difference 
( m
n
m
L
a
c 

2 . 3 

  ) is required.   
 
As shown in Figure 2.9, with assistance of the AWG Utility from Rsoft Design Group, 
layout of the AWG can be created provided all the waveguide parameters have been given. 
 
Figure 2.9 AWG design layout 
 
The AWG was designed to work at centre wavelength of 680 nm and there are 8 output 
ports with 10 nm wavelength spacing. The size of AWG device was 12.1mm× 1.5mm. The 59 
 
simulation  result  using  the  Beam  Propagation  Methods  (BPM)  software  for  the  AWG 
device is given in Figure 2.10.  
 
Figure 2.10 Simulation result of AWG device 
 
Based on fundamental design of the visible AWG device, different adjustments could be 
employed for various applications such as absorption and emission measurements, each of 
which will be presented in the following chapters. 
 
2.5 Summary 
In this chapter, the AWG technique was introduced and described. Considering ultimate 
target applications of biological measurements in aqueous environment, FHD silica was 
chosen to fabricate the AWG devices working in visible region. Furthermore, a classical 
configuration  based  on  Rowland  circles  was  utilized  to  design  the  AWG  device. 
Prerequisite  waveguide  simulations  including  single  mode  condition  and  minimum 
bending  radius  were  performed  in  order  to  obtain  optimal  physical  parameters  for  a 
specific AWG design. Finally, the output performance simulation was conducted for an 8-
channel AWG device (  =680 nm,   =10 nm) that would be used for measurements in the 
following chapters.  
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3.  Chapter 3                                                    
Fabrication of AWG device and microfluidics 
Abstract 
This chapter investigates the fabrication issues during the process of the AWG devices and 
microfluidic  chips.  For  realisation  of  the  AWG  waveguide  features,  two  different 
lithographic  techniques,  namely,  photolithography  and  electron  beam  lithography  were 
compared  and  optimized.  In  the  photolithography  process  flow,  a  single-layer  lift-off 
method  based  on  an  additional  developer  soaking  step  was  employed,  leading  to  a 
simplified fabrication process with satisfactory yield of qualified AWG devices. For the 
electron beam lithography process, two sensitive resists including SU-8 and UVIII were 
investigated.  Subsequently,  the  reactive  ion  etching  process  was  studied  by  testing 
different etching mask materials and instrumental parameters in order to obtain the optimal 
conditions for AWG pattern definition. The AWG fabrication process was accomplished 
after  formation  of  the  over-cladding  and  protecting  layers.  Following  this,  a  final 
lithographic step and dry etching process were used to create a microfluidic cuvette to hold 
the target samples. In a parallel process, PDMS based microfluidic chips were made by 
moulding using a pre-fabricated silicon master. An oxygen plasma bonding method was 
used to bond the AWG device to the PDMS microfluidic chip, resulting in an integrated 
AWG-microfluidic system.      
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3.1 Overview of the process flow 
The main processing steps for preparing an integrated AWG sensor chip are summarized in 
Figure  3.1.  An  ultrasonic  solvent  clean  followed  by  washing  with  piranha  solution 
(     /     : 3:1) was used to remove organic residues and other contaminants from the 
FHD silica wafer. Two lithographic techniques that can be used to define AWG structures 
are  photolithography  and  electron  beam  lithography  (EBL).  In  each  case,  after  pattern 
definition, samples need to be processed to remove unwanted FHD glass, using reactive 
ion  etching (RIE) with  resist  or deposited metal  as  the  etching mask.  Subsequently,  a 
waveguide over-cladding layer of HSQ and a protecting layer of deposited PECVD silica 
are used to complete the AWG waveguide fabrication steps. At this point, a typical AWG 
device is ready to be tested after cleaving and mounting. 
 
In order to perform solution based spectrophotometric assays, a sample cuvette needs to be 
introduced into the AWG chip. To define such a sample cuvette, the same processes as that 
are used for AWG structure are employed. In addition, a silicon mould for microfluidic 
pattern definition  is  prepared using standard photolithography and  reactive ion  etching 
(RIE) processes. Soft lithography using poly(dimethylsiloxane) (PDMS) elastomer is then 
employed to make  the microfluidic channels used to deliver analytes to the sensing cuvette 
[202].  In  the  final  stage  of  construction,  the  PDMS  chip  with  suitable  channels  is 
irreversibly bonded with the cleaved AWG chip by exposing the mating surfaces to an 
oxygen plasma [203]. 62 
 
 
Figure  3.1  Schematic  of  the  process  steps  for  integrated  AWG  sensor  chip.  Either  photolithography  or 
electron beam lithography (EBL) can be used to define AWG structures. Process with Photolithography is 
more simple and accessible while E-beam lithography provides design with a high flexibility. 
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3.2 Fabrication issues and challenges  
Simulation results in Chapter 2 indicated that both the width and the height of waveguide 
should  be  below  2.2  µ m.  In  addition,  ideally,  to  reduce  AWG  loss  and  crosstalk,  the 
number of arrayed waveguides should be infinite and the gap between adjacent arrayed 
waveguides in the junction should be zero to ensure all the light is coupled into and out of 
the device. However, in practice, fabrication tolerances compromise the realisation of such 
a  theoretical  design.  Therefore,  optimisation  of  lithographic  techniques  including 
photolithography and electron beam lithography need to investigated. Considering the high 
density of small features of the AWG design, a thin layer of photoresist S1805 was used 
for  photolithography  and  a  single-layer  lift-off  method  was  proposed.  In  the  case  of 
electron  beam  lithography,  two  sensitive  resists  including  SU-8  and  UVIII  were 
investigated.  
 
Lithographic  techniques  are  used  to  transfer  the  pre-designed  pattern  into  the  resist, 
subsequently,  reactive  ion  etching  (RIE)  process  is  required  to  realise  all  the  design 
features in the ultimate waveguide material. The waveguide profiles after dry etch mainly 
determine the optical performance of the AWG device, thus different materials need to be 
tested as the etch mask and the instrumental parameters require to be investigated to obtain 
the optimized conditions.    
 
3.3 Optimisation of the AWG device fabrication 
3.3.1 Feature patterning via photolithography 
3.3.1.1 Consideration of diffraction limits of photolithography 
Fast processing and large scale production are important features of photolithography, as 
currently employed by industrial manufacturers. The photolithography tool in the James 
Watt Nanofabrication Centre (JWNC) [SUSS MicroTec Mask Aligner (MA6)] of Glasgow 
University is equipped with a mercury lamp and a 350 nm filter. By using a UV light 
source, all the features in the designed patterns can be transferred from a mask plate onto 
target material simultaneously. Taking into account the high density of arrayed waveguides 64 
 
in the design of Figure 2.7, a thin layer of 500 nm photo resist (S1805, Shipley) was 
employed to transfer the AWG structure from a pre-patterned mask plate to the FHD wafer. 
Note, due to the diffraction limit of light illumination and the optics of the MA6 mask 
aligner,  the  resolution  of  photolithography  is  restricted  to  ~1  µm  [204,  205].  For  this 
reason,  the arrayed waveguides  need to  be arranged with  a nonzero value for the gap 
between adjacent waveguides (Figure 3.2b) where they intersect with the free space slab 
regions as shown in Figure 2.2. If this gap is not incorporated into the design, the interface 
between slab region and arrayed waveguides will be messy and ambiguous resulting in 
degradation of AWG device reproducibility (see Figure 3.2a). After exposure, the resist 
pattern was developed using Microposit developer. 
 
Figure 3.2 Schematics and SEM images of joint area of 1
st slab region and arrayed waveguides. (a) without 
gap between arrayed waveguides; (b) 2 µ m gap between arrayed waveguides. 
 
3.3.1.2 Developer soaking and lift-off process for creating reliable 
dry etching mask 
Here, commonly, the photolithography steps above are followed by a metal deposition and 
lift-off process to create metallic interconnections or to form a metal mask for etching 
process. In this work, a lift-off process was applied to obtain a 75 nm NiCr mask for the 
subsequent FHD silica dry etching steps. 
 
To obtain the high resolution pattern definition required for the AWG designs, a lift-off 
resist (e.g. LOR) can be used as a sacrificial layer to define an undercut, making it easier 65 
 
for the resist and unwanted metal to be washed away. This undercut can be tailor-made by 
slightly increasing standard resist developing time. In addition to the use of a sacrificial 
lift-off resist, gentle sonication in an ultrasonic bath can also assist in obtaining a clear 
pattern, although much caution needs to be taken if the structure comprises dense and 
small features. However, as an alternative, a single-layer metal lift-off process could be 
employed, instead of using a sacrificial LOR resist; here an extra fabrication step was 
added in which the sample with spun resist was soaked in standard developer (Microposit 
developer concentrate:H2O 1:1 or Microposit MF-319) for 60 seconds before exposure. 
With  this  extra  process,  unwanted  metal  was  easily  lifted-off  by  immersing  in  50° C 
acetone for <15 minutes, without the assistance of an ultrasonic bath, see Figure 3.3b. 
Without the pre-soaking step in developer, it was not unusual to see samples with a metal 
residue in the small gaps at the end of the AWG structure, as shown in Figure 3.3a. It is 
believed that the developer soaking step before exposure modified the top surface of the 
photoresist by removing short-chain molecules and forming long-chain, high molecular 
weight  molecules  [206-208].  Furthermore,  this  would  also  possibly  increase 
hydrophobicity  of  the  near-surface  layer  imparted  by  alkaline  based  developer 
incorporation. This soak treatment reduces development rate of the surface layer, whilst the 
resist beneath develops at the normal rate, therefore resulting in an undercut profile after 
development.  Compared  to  the  multi-layer  techniques,  this  single-layer  method  is 
inexpensive  and  easier  to  control.  More  importantly,  the  additional  soaking  step  was 
experimentally  proved  to  have  simplified  the  fabrication  and  increased  the  yield  of 
qualified AWG devices.   
 
Figure 3.3 Microscopic images after lift-off (a) without developer soaking; (b) with 60 seconds developer 
soaking before UV exposure. 
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3.3.2 Optimisation of electron beam lithography process 
An alternative to photolithography is Electron beam lithography (EBL). Here, instead of 
light, a beam of electrons is used to write a pattern in the resist through which exposed or 
unexposed areas can be removed by a suitable developer. However, since the EBL tool 
writes all the features in a serial fashion, the process of EBL is time-consuming and the 
throughput is not high. However, electron beam lithography offers the advantage to beat 
the diffraction limit of light and realize features in the nanometer regime. Furthermore, it 
provides a great flexibility in the iteration of an AWG design since no pre-patterned mask 
plate is needed. 
 
Considering the potentially long writing times with e-beam lithography and relatively large 
area of the AWG device, two different resists each of which only required low exposure 
doses  were  investigated,  namely  SU-8  and  UVIII.  Note,  to  prevent  loss  of  pattern 
definition due to electron charging effects, the resist was covered with a 10nm layer of 
nichrome (NiCr) before exposure in the beam-writer. (The 10 µm thick non-conducting 
silica on the silicon wafer would otherwise create a build up of negative charge in the FHD 
wafer that adversely affects the positioning of the incident electron beam.) The NiCr layer 
was deposited by electron beam evaporation in a Plassys MEB 400S and removed after 
exposure by chrome etchant (a mixture of ceric ammonium nitrate and nitric acid). In the 
sections below, the merits and drawbacks of using either SU-8 or UVIII are described. 
 
3.3.2.1 Use of SU-8 as an electron beam resist 
SU-8 is a negative tone, chemically amplified resist which was originally developed by 
IBM Research Zurich Laboratory in 1996 [209]. When this resist is exposed to UV light or 
an electron beam, a low concentration of a strong acid is generated and acts as a catalyst 
for a cross-linking process. Subsequent baking of the polymer activates the cross-linking 
process and regenerates the acid catalyst. As a consequence, SU-8 is a very sensitive resist 
and the required dose with e-beam lithography is very low. 
 
In this work, we used the commercially available NANO™ SU-8-2002 formulation from 
MicroChem Corp. USA. The FHD wafer was cleaned in a solution of hot Piranha (75% 67 
 
H2SO4 : 25% H2O2) followed by an oxygen plasma (60W@5min) and dehydrated on a 
150 ° C hot plate for 5 min. The resist was dispensed statically, followed by a ramped 
spread cycle to 500 rpm (100 rpm/s), and then a 600 rpm/s ramp to reach 3000 rpm which 
was maintained for 60s (following recommendations by MicroChem Corp.). The resist 
thickness was about 2 µ m for SU-8-2002, as measured using proﬁling (Veeco Dektak). 
The substrate was soft baked at 65 ° C for 60 s, then at 95 ° C for 120 s prior to e-beam 
exposure. A hot plate post-exposure baking (PEB) protocol of 60 s at 65 ° C plus 60 s at 
95 ° C was used to initiate the cross-linking process. The samples were then developed 
using MicroChem SU-8 Developer for 60s, (Microposit 2-methoxy-1-methylethyl acetate 
(EC solvent) developer was obtained from Shipley European Ltd, UK.) followed by a 10 s 
immersion in isopropyl alcohol, and a rinse in de-ionized water. Exposures were carried 
out with Vistec VB6 UHR EWF electron beam lithography system which was operated at 
100 keV. When fracturing the pattern, the step size was set to 50 nm and the sample 
current  was  1  nA.  A  dose  of  2.5  µC/cm
2  was  chosen  to  write  the  AWG  structure, 
determined empirically by a dose test. 
 
Figure 3.4 AWG structure with SU-8 e-beam lithography after resist development and the applied dose was 
2.5 µ C/cm
2. 
 
Because SU-8 is a chemically amplified photo resist, it is extremely sensitive to the high 
energy electron irradiation. As shown in Figure 3.5 (left), the dose of 1.3 µC/cm
2 was too 
low so that arrayed waveguides became wavy and discontinuous. On the other hand, when 
a  higher  dose  was  applied,  SU-8  resist  between  arrayed  waveguides  was  partially 
polymerised and impossible to remove without affecting the AWG structure (see the area 
inside red dashed ellipse of Figure 3.5 b). Therefore, the high sensitivity of SU-8 didn‟t 
offer any advantage here but resulted in adverse barrier to the e-beam fabrication process 
because of the narrow tolerant range of dose.   68 
 
 
Figure 3.5 AWG structure with SU-8 e-beam lithography after resist development and the applied doses were 
(a) 1.3 µ C/cm
2 and (b) 3.3 µ C/cm
2. Wavy and discontinuous arrayed waveguides could be found in (a) 
because of lower dose used. Inversely, the right image (b) reveals higher dose effect which causes SU-8 resist 
between arrayed waveguides to be polymerised in the area inside the red dashed ellipse.   
 
It is worth pointing out the challenge was not only induced by the high sensitivity of SU-8. 
A fundamental limitation of EBL is that the spatial distribution of electrons at the resist 
interface is not strictly conﬁned within the diameter of the primary electron beam. Instead, 
the electrons scatter and expose resist molecules much further from the point of impact, 
leading to a loss in resolution and to the well known „proximity effect‟. This is especially 
important  when  writing  dense  patterns  such  as  arrayed  waveguides,  and  extremely 
sensitive e-beam resists such as SU-8 will make this effect more likely to occur. Taking 
into account chemically amplified property of SU-8, the post exposure baking can also 
trigger or worsen the proximity effect [210, 211], which causes the whole process very 
difficult to control. Figure 3.6 shows the AWG structure with proximity effect. The gaps 
between  arrayed  waveguides  were  not  clear  but  filled  with  polymerised  SU-8  residue. 
From this perspective, SU-8 is not a suitable resist for AWG structure definition. 69 
 
 
Figure 3.6 Proximity effect of AWG structure with SU-8 e-beam lithography after resist development. Inside 
red dashed area, the gaps between arrayed waveguides are not clear but filled with polymerised SU-8 residue. 
 
3.3.2.2 Use of UVIII as an electron beam resist 
UVIII is another chemically amplified resist but with positive tone. It contains a copolymer 
of hydroxystyrene and t-butylacrylate and has been designed to function with a high post 
exposure bake temperature in order to decrease the sensitivity of the resist to airborne 
contamination that can diffuse into the films,  and inhibit the formation of a photoacid 
generator that affects resist sensitivity [212].  
 
A primer (Hexamethyldisilizane (HMDS)) was applied to a clean FHD wafer which was 
dehydrated on a 150 ° C hot plate for 5 min. A 900 nm layer of UVIII-0.9 (SHIPLEY) was 
obtained by spinning the sample at 3000 rpm for 60 seconds, and then baking on a hotplate 
at 130 ° C for 1 minute. Dose tests were performed over the range 20-70 µC/cm
2 with 55 
µC/cm
2 producing the best results as shown in Figure 3.7. Then the sample was given a 
post exposure bake (PEB) at 135 ° C for 1 minute on a hot plate. Finally, the sample was 
developed for 60 seconds in Microposit CD-26 followed by a DI water rinse and nitrogen 
blow-dry. 70 
 
 
Figure  3.7  Microscopic  dark  field  image  of  AWG  structure  with  UVIII  e-beam  lithography  after  resist 
development and the applied dose is 55 µ C/cm
2. 
 
Compared with SU-8 resist, UVIII e-beam lithography process is much more stable and 
reproducible. As shown in Figure 3.8, the dose of 34.5 µC/cm
2 was not high enough to 
define  the  AWG  structure.  However,  the  dose  test  result  revealed  a  relatively  large 
effective  range  in  which  the  AWG  structures  didn‟t  show  any  observable  difference. 
Additionally, the post exposure bake (PEB) sensitivity is quite low (<5 nm/°C , from UVIII 
datasheet) and is less sensitive to baking times compared to SU-8.  
 
 
Figure  3.8  Microscopic  dark  field  image  of  AWG  structure  with  UVIII  e-beam  lithography  after  resist 
development.  (a)  under-exposed,  dose=34.5  µ C/cm
2  ;  (b)  dose=49  µ C/cm
2;  (c)  dose=62  µ C/cm
2.  No 
observable difference was found of AWG structures when doses of range 49 to 62 µ C/cm
2 were applied. 
 
Compared to SU-8, the improved pattern fidelity and increased yield compensate for the 
longer exposure times and thus UVIII was selected as the most appropriate e-beam resist to 
use for the AWG fabrication. 
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3.3.3 Dry etching process 
To transfer the AWG structure from sample surface to the FHD silica waveguide core, a 
reactive ion etching (RIE) process was utilised. Reactive ion etching (RIE) is a mixed 
process in which chemical etching is accompanied by ionic bombardment. On the one hand, 
the bombardment helps open areas for chemical reactions and undercutting is minimized 
since side-walls are not exposed. On the other hand, the chemical reaction can greatly 
increase the etching selectivity and rate.  
 
Figure 3.9 shows a schematic of the Oxford Instruments RIE80+ etching machine used in 
this work. Typically, an RIE machine consists of a low pressure chamber (5-500 mTorr) 
containing two electrodes, of which the lower one is connected to a strong radio frequency 
(RF) electromagnetic field and the top grounded electrode often actually comprises the rest 
of the entire chamber. The gases enter the process chamber via a „showerhead‟ inlet in the 
top electrode and exit via a vacuum pump. The sample is usually not directly on the lower 
electrode but on a quartz or graphite “coverplate” to avoid sputtering or re-deposition of 
electrode material. Plasma is initiated in the system by applying a strong radio frequency 
(RF) electromagnetic field which will induce a negative self-bias on lower electrode. The 
power of the applied field is a few hundred watts with a typical frequency of 13.56MHz.  
 
Figure 3.9 Typical configuration of a RIE system. (picture adapted from Oxford Instruments website) 
 
It has shown that many factors can impact on etching performances such as etching rate, 
sidewall anisotropy, surface roughness and chamber contamination [213].  To achieve an 
effective etching process for the AWG device, it is necessary to optimise the instrumental 72 
 
parameters, of which the choice of gas, gas flow and the power of RF are the critical ones. 
In  addition,  the  combination  of  these  instrumental  parameter  with  the  etch  masks 
developed in the lithographic processes were also optimised as detailed in the following 
sections. 
 
3.3.3.1 Instrumental parameters 
Proper  gases  need  to  be  employed  for  etching  of  different  materials.  Fluorine  based 
chemistries have shown to be suited for silicon dioxide dry etching since a gaseous product 
SiF4 is formed. Generally, gases such as sulphur hexafluoride (SF6), tetrafluoromethane 
(CF4)  and  trifluoromethane  (CHF3)  are  often  used  for  reactive  ion  etching  of  silicon 
dioxide. It appears that CFx (x<3) radicals chemisorb on the SiO2 and dissociate [214]. The 
radicals supply carbon to form CO, CO2, and COF2 gases from the oxygen in the film. 
They also supply fluorine to form SiF4 gas. Overall reactions such as the following occur 
[214]: 
4 2 3 2 3 2 2 4 3 SiF CO CO CF SiO      
4 2 2 2 2 2 SiF H CO CHF SiO      
The dissociation of the feed gas is determined by the RF power. A high intensity field 
would break the gas down to a greater degree so that the gas would have more kinetic 
energy  and  the  ion  bombardment  would  be  much  stronger.  The  chamber  pressure 
determines the level of interaction within the plasma. A high pressure would increase ion 
density, which possibly leading to an increase in etch rate. However, high pressure may 
also  increase  residence  time,  thus  encouraging  polymer  deposition.  The  gas  flow  rate 
allows the control of the feed gas into the chamber. If the flow rate is too low, insufficient 
material may be discharged. However, if applied flow rate is too high, the dwell time in the 
chamber may not be long enough for the gas to break down. In addition, the gas flow rate 
and chamber pressure are inter related.  
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3.3.3.2 Choice of a dry etch mask 
Using UVIII as a dry etch mask 
Apart from performing well as a fast process electron beam resist, UVIII has been shown 
to have good dry etch resistance [212]. In that work it was found to be similar to that of 
standard photoresists. Thus, an effective dry etch mask was made using a layer of 870 nm 
UVIII in the above EBL process and 30-second oxygen plasma ashing after development 
to remove any residual resist. A final hard bake of 150 °C  on a hot plate for 3 minutes was 
also performed before the dry etching to improve the resistance of the material.  
 
A  typical  silicon  dioxide  reactive  ion  etching  (RIE)  process  with  Oxford  Instruments 
RIE80+ machine employs a mixture gas of         with flow rates of 25 and 18 sccm 
respectively. The RF power was applied at 200 W and the chamber pressure was set at 30 
mTorr. At this condition, the etching rate of the FHD silica was about 35.5 nm/min and the 
etching mask selectivity (          ) was over 4. In the fabrication steps used to define 
the AWG and waveguide pattern, the FHD wafer needed to be etched down by 2 µm. This 
would take ~1 hour at the above etch rate, however, after the first 30 minute of an etch run 
the process needs to be interrupted for the chamber to be conditioned with an oxygen 
plasma clean. It is worth noting that after the etching process the UVIII mask was very 
difficult  to  remove,  possibly  because  the  etching  gas  has  further  crosslinked  and 
polymerized the UVIII resist. Thus, instead of using an RIE technique or a solvent, we 
used a piranha solution (H2SO4 : H2O2 =3:1) to remove the polymerized UVIII [215]. A 
Dektak surface profilometer was used to measure the feature thickness, before and after 
etching process. 
 
As shown in Figure 3.10, the process with CHF3/Ar RIE using UVIII mask resulted in a 
vertical profile. However, from the SEM image of Figure 3.11 it can be seen that the side 
wall roughness was still not perfect, possibly caused by the non-ideal side wall of the 
UVIII mask which transferred its profile to the waveguide layer underneath. However, it 
did show a good uniformity of the etching process covering the large AWG structure as 
seen in Figure 3.12, and this leads to the fabrication of AWG devices with reproducible 
properties.     74 
 
 
Figure 3.10 SEM image of FHD silica etching profile with CHF3/Ar RIE using UVIII mask. 
 
 
Figure 3.11 Illustration of the sidewall profile of CHF3/Ar plasma etching using UVIII mask. 
 
 
Figure 3.12 SEM image of the junction of AWG slab region and arrayed waveguides after dry etching with 
CHF3/Ar RIE using UVIII mask. 
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Using nichrome as a dry etch mask 
Whilst photoresist is the most commonly used dry-etch mask material, a relatively thick 
layer  of  resist  is  required  in  this  work  because  of  the  low  etching  selectivity.  A 
consequence of using a thick layer is that the thicker the resist mask layer, the greater the 
sidewall roughness and slope generated in the resist pattern during fabrication. Reducing 
the mask thickness is therefore essential to effectively reduce the mask-induced defects 
that are transferred into the profile of the FHD structure. Following on from previous work, 
this can be realised by using different metal films [216, 217]. Furthermore, by choosing a 
metal etching mask, a process can be developed that is compatible with photolithography 
using resist S1805 and thus more suited to commercially oriented fabrication procedures. 
(Note, a thin layer of S1805 resist (~500 nm) alone is not resistant enough to support the 
2µm FHD silica etching process [218]. Generally, the metal mask is selected based on the 
ease of deposition, the strength of adhesion on the substrate and the relative inertness to the 
reactive  ion  etching  process  chemistry.  This  means,  for  example,  that  the  metal  used 
should not react with the feed gas and form volatile fluorides. Nichrome (NiCr) is well 
known to have good adhesion to silicon dioxide and great inertness to different chemical 
gases [218]. Typical etching selectivities (SiO2/NiCr) is within the range of 30:1 to 100:1 
[219]. The problem of  performing  a RIE  with  a metal  mask is  that the metal  will be 
physically sputter etched by the high energy ions in plasma and the sputtered metal can 
deposit onto other areas of the sample surface resulting in „micro-masking‟ residues. This 
effect  leads  to  a  very  rough  surface  topography  [216].  The  occurrence  of  metal 
redeposition is affected by a series of factors including ion species, ion density, ion energy 
and chamber pressure. By optimizing these parameters, a micro-mask residue free surface 
can be obtained [219]. 
 
In Ruano‟s work  [216], the FHD silica etch depths  were between 12  µm  and 25 µm, 
considerably  greater  than  the  depth  required  here.  This  means  that  there  is  a  reduced 
likelihood of metal redeposition. Additionally, in the protocols used below, the etch runs 
were  stopped  periodically  (every  30  minutes)  to  allow  for  chamber  conditioning  as  a 
further precaution against the possibility of micro-masking effect.  
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In the NiCr mask etching processing used here, a 75 nm NiCr layer was deposited onto the 
FHD silica to develop and optimise the NiCr dry etch mask procedure. The RIE process 
was  performed  with  an  Oxford  Instruments  RIE80+  machine.  The  first  set  of  etching 
process parameters tried were: 25/18 sccm         ; 200 W RF power and 30 mTorr 
chamber pressure. The inert gas, Ar was added to the chamber as a diluent and a plasma 
stabilizer [214]. The etching rate of the FHD silica was again around 36 nm/min and the 
etching selectivity for NiCr was in excess of 35:1. Figure 3.13 displays the waveguide 
profile after the etching processing. A problem, clear from the SEM image, was that the 
sample surface looked a bit dirty with random spot-like residues that appear to have been 
caused by redeposition processes.   
 
Figure 3.13 Waveguide profile of CHF3/Ar plasma etching using NiCr mask. 
 
It was suggested in McLaughlin‟s PhD thesis that addition of oxygen to a CHF3 process 
can reduce the dirty nature of the etching [213]. This reduction is thought to be because the 
oxygen  oxidises  carbon  based  molecules  and  removes  polymer  depositions  within  the 
plasma. However, such a process also leads to a reduction in the level of the thin polymer 
film that can prevent waveguide sidewalls being laterally eroded. Hence, the advantages of 
using oxygen to  control  surface roughness must be  balanced with  the  disadvantage of 
lateral sidewall erosion. 
 
Bearing in mind the balance of CHF3 and O2 flow rates, a close to optimal dry etching 
process was found by using 50/5 sccm CHF3/O2, 30 mTorr chamber pressure and a RF 
power of 200 W. Waveguide profiles generated with these parameters has a good, vertical 
sidewall (Figure 3.14). The sidewall roughness indicated in Figure 3.15 was very small 77 
 
although a small amount of erosion of the upper sidewall still occurred. Importantly, the 
sample substrate surface roughness was improved significantly as shown in Figure 3.16, 
and this can be attributed to the addition of oxygen to the standard CHF3 etch process. It is 
worth noting that the etching rate of the FHD silica and etching selectivity for NiCr were 
almost  unaffected and stayed at a reasonable level (>35 nm/min and >30:1 respectively). 
 
Figure 3.14 Waveguide profile of CHF3/O2 plasma etching using NiCr mask. 
 
Figure 3.15 Waveguide sidewall of CHF3/O2 plasma etching using NiCr mask. 
 
Figure 3.16 Comparison of etching processes with CHF3/Ar and CHF3/O2. (a) Dirty surface after etch using 
CHF3/Ar;  (b)  The  addition  of  O2  to  the  standard  CHF3  etch  process  improved  the  surface  roughness 
significantly. 78 
 
 
3.4 Overview of AWG structure definition 
All the fabrication processes discussed in earlier sections are intended to perfectly transfer 
the  designed  structure  into  the  real  waveguide  material,  thereby  leading  to  a  practical 
device to be tested. In this work, SEM investigation was utilised to ensure the waveguide 
sidewall roughness and structure uniformity be kept at an acceptable level. Figure 3.17 
provides SEM pictures of different regions from a fabricated AWG device. All the features 
including  input/output  waveguides,  arrayed  waveguides  and  slab  junctions  were  well 
defined by lithography and dry etching process. As found from measurements made using 
devices  fabricated  early  on  in  this  work  using  what  are  notably  less  than  optimal 
fabrication procedures (e.g. Fig 3.2 and Fig 3.16a), the performance of different devices in 
terms of optical throughput and channel cross-talk was much more variable.  Whilst it 
cannot be determined whether or not the side-wall profiles are sufficiently smooth to give 
the  optimal  optical  transmission  characteristics,  what  has  been  found  is  that  devices 
prepared  with  the  characteristics  such  as  in  Fig  3.17  have  a  consistently  similar 
performance. 
 
 
Figure 3.17 Illustration of different regions from a fabricated AWG device. 79 
 
 
3.5 Formation of cladding layer 
A silica based cladding layer was formed on the top of the AWG core structure by HSQ 
coating and PECVD silica deposition. Hydrogen Silsesquioxane (HSQ) is an inorganic sol 
gel with superior gap-filling and self-planarization properties that can be used as low-index 
overcladding material in many photonic applications [201]. It consists of repeated units of 
HSiO3/2  which  convert  to  SiOx  after  thermal  curing.  It  therefore  has  similar  optical 
properties to SiO2 [220]. It is commercially available in solution as FOx
® flowable oxide 
from Dow Corning Inc. 
 
After definition of the AWG structure, an over-cladding layer was formed by spin coating 
Dow Corning Fox-25 on the surface. Multiple spins could be used to increase the HSQ 
thickness  although  the  high  intrinsic  tensile  stress  limits  the  maximum  value  of  the 
thickness to 1.2 µm [201]. To cure the sample, it was placed into a 180 °C  oven for a 60 
minute hard bake. 
 
The over-cladded sample needs further lithography and etching processes, to generate a 
cuvette for analyte sensing. Since the quality of the HSQ layer is important, and it is 
relatively  fragile,  a  protecting  layer  with  200  nm  PECVD  SiO2  was  deposited  on  the 
surface. Figure 3.18 provides the SEM image of waveguide cross section, in which the 
borders of different layers are marked with white dashed lines.  
 
Figure 3.18 SEM profile of waveguide cross section. 80 
 
 
3.6 Patterning of sample cuvette 
To employ the AWG device for on-chip bio-sensing, a cuvette is necessary to provide a 
physical site for sample loading and light-matter interactions. As shown in Figure 3.19, the 
most direct method is to fabricate a groove across the AWG input waveguide. The groove, 
or in other words, the sample cuvette can be obtained by etching process. 
 
 
Figure 3.19 Schematic of the AWG device with a sample cuvette 
 
Technically, the cuvette could be produced by different etching methods. However, wet 
etching such HF etching of SiO2 is usually isotropic, which means the sidewall of etched 
pattern will not be vertical. Although the non-vertical profile of the cuvette would not 
affect  the  sample  loading,  it  could  have  an  adverse  effect  in  optical  applications  as  a 
consequence of the light wavefront being deformed and the light coupling efficiency being 
significantly decreased. Although an index-matching oil could be used to compensate and 
rectify the light wavefront, this method would be impractical when an aqueous sample 
fluid is introduced to the sample cuvette. Therefore, vertical anisotropic plasma etching is 
required to realize the sample cuvette on the AWG chip. 
 
To  accomplish  this,  a  second  lithography  process  (either  photo  lithography  or  e-beam 
lithography) was  used to  define the pattern of  sample cuvette. To precisely locate the 
cuvette  pattern  in  the  right  place,  registration  (or  „alignment‟)  markers  need  to  be 81 
 
incorporated  into  the  AWG  mask  patterns.  Generally,  these  markers  are  small  metal 
crosses and squares, which are positioned round the centre of the intended pattern area, 
allowing  one  lithographic  layer  to  be  aligned  to  the  next.  Resist  lithography,  metal 
deposition and metal lift-off are commonly involved to realize these metal markers. To 
reduce process steps and simplify the fabrication, etch markers rather than metal markers 
were used in this work. The etch markers, which could be fabricated together with AWG 
structure during the first lithography and dry etching process, provide good image contrast 
with  sharp  topography.  The  alignment  process  between  cuvette  pattern  and  the  pre-
fabricated AWG structure was performed either by the e-beam software automatically, or 
by manual positioning when using the SUSS MicroTec Mask Aligner (MA6). 
 
The etching process of the cuvette was very similar to that of previous AWG structure 
except the thickness to be etched. In order to reach the under-cladding layer of the FHD 
wafer, 3 upper layers including waveguide core layer, over-cladding HSQ and PECVD 
silica film need to be etched through, a total etch depth of ~3 µm. Again, the Oxford 
Instruments RIE80+ machine was used to perform the dry etching process. The etching 
rate of FHD silica, as stated in previous dry etching chapter, was again ~35nm/min. This 
means the whole dry etching process of sample cuvette needs to consume three 30-minute 
etch runs. Considering the time for chamber conditioning between each etch run, over half 
day‟s continuous use of the RIE80+ machine was needed to complete the cuvette dry etch 
fabrication.   
 
Due to the lengthy time of the dry etch jobs, selection of the mask material needs to be 
considered carefully. If e-beam lithography is employed, a thicker UVIII resist (>750nm) 
should be prepared to protect the unexposed area. For photolithography, a standard process 
with AZ4562 resist (AZ Electronic Materials) could provide 6.2 µm mask layer which is 
resistant enough for the dry etch job. However, when using the thick resist layer alignment 
under microscope is difficult since image sharpness is sensitive to the focal distance. To 
overcome this problem, a thinner resist such as S1818 (Shipley) could be used and an extra 
layer of NiCr could be deposited on the sample surface before resist spinning. This would 
provide an enhanced bi-layer mask with NiCr and resist both contributing to masking in 
the following dry etching process. 
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Figure 3.20 illustrates different  stages  of the sample cuvette fabrication. As the AWG 
device  was  to  be  used  to  measure  laser  induced  fluorescence  from  the  analyte,  a 
perpendicular waveguide was designed for delivery of the excitation light (Figure 3.19 a). 
The original input waveguide in the AWG pattern (horizontal waveguide in Figure 3.19a) 
was divided into two by the formation of the sample cuvette. The left part was used to 
introduce a broad band light source for optical spectroscopic characterization of the AWG 
device while the right part was connected to the dispersive element of the AWG device 
which would analyze the collected light signals.  
 
To fabricate this cuvette, a bi-layer mask with S1818 resist and NiCr was used for the dry 
etching process. After the lengthy dry etching job, the sample surface looked dirty possibly 
due to non-uniform consumption of resist layer and poor chamber condition caused by 
large covering area of NiCr metal mask (Figure 3.20 b and c). However, as shown in 
Figure 3.20d, the sample cuvette was well defined after mask material removal. 
 
Figure 3.20 Illustration of sample cuvette fabrication. (a), after S1818 resist development. The right end of 
the horizontal waveguide is connected to the AWG device while the left part is used to introduce a broad 
band light source for AWG device characterization. The perpendicular waveguide is designed to deliver the 
excitation light for fluorescence  measurement and the sample cuvette of 20µ m× 20 µ m is located in the 
central junctions. (b), after the first 30 minute dry etch with bi-layer mask of S1818 and NiCr. (c), after 
whole process of dry etching. The sample surface became dirty possibly due to non-uniform consumption of 
resist layer and poor chamber condition caused by large covering area of NiCr metal mask. (d), after mask 
material removal. 
 
3.7 Integration with PDMS microfluidic chip 
To  realize  an  integrated  on-chip  biosensor,  a  functional  fluidic  component  for  sample 
loading and control is also required. Conventional liquid handling systems such as petri 83 
 
dishes  and  microplates  are  difficult  to  integrate  with  compact  planar  optical  systems. 
Fortunately,  a  microfluidic  technology  has  emerged  in  the  last  20  years  which  can 
manipulate the fluids in channels with dimension of micron scale [221]. Since the first 
demonstration of microfluidic device by Manz et al [108], this new field has experienced 
an explosive growth [222-224]. The components required for microanalytical systems can 
be fabricated with different materials, and polymer materials are often more favoured by 
researchers due to their inexpensive, flexible and easy to fabricate properties [225]. Among 
various polymer materials, polydimethylsiloxane (PDMS) is the most popular choice to 
make  microfluidic  devices  since  it  is  an  optically  transparent  (down  to  230  nm),  bio-
compatible, easy-to-make and easy-to-bond material [226-228]. 
 
A  further  advantage  of  PDMS  systems  is  that  rather  than  using  conventional 
photolithography every time, a PDMS microfluidic device can be fabricated with lower 
cost  and  shorter  time  by  using  replica  moulding,  a  fabrication  method  termed  soft 
lithography  [202,  229].  Following  these  works,  in  the  devices  described  below, 
polydimethylsiloxane  (PDMS)  elastomers  (or  silicone  rubbers)  have  been  used  as  the 
materials to make the microfluidic chip.  
 
3.7.1 Fabrication of a silicon mould 
The  PDMS  chip  was  replicated  from  a  mould  which  was  produced  by  using 
photolithography  and  dry  etching  process.  Figure  3.21  outlines  the  fabrication  steps 
required to make a silicon mould (or „master‟). The pattern was firstly defined in resist 
with  a  standard  photolithography  process  and  then  transferred  to  silicon  substrate  by 
reactive ion etching (RIE). After removing the resist residue, a silicon mould was ready for 
use. It is worth noting that a rigid resist (e.g SU-8) after development and hard bake can 
also be used as the master for PDMS replica moulding [230]. The obvious advantage is this 
simplified fabrication procedure that it does not require repetitive dry etching processes, 
however, the robustness and consistency of microfluidic channel dimensions  are not as 
good as what a silicon mould is used.   84 
 
 
Figure 3.21 Illustration of fabrication steps to make the silicon mould.  (a), photoresist was spun on the 
surface of silicon wafer; (b), photolithography step to expose the resist and finish the development; (c), 
Reactive ion etching (RIE) of silicon; (d), remove the resist residue and obtain the silicon mould. 
 
3.7.2 Preparation of a PDMS chip 
Once  the  silicon  mould  was  fabricated,  PDMS  chips  were  made  by  replica  moulding 
following the steps shown in Figure 3.22. First of all, the silicon mould was cleaned using 
acetone, isopropanol (IPA) and DI water in an ultrasonic bath followed by a blow-dry with 
nitrogen. The silicon mould was then placed in a desiccator under vacuum for 2 hours with 
a vial containing a few drops of Perfluorooctyltriethoxysilane (98%, from Sigma Aldrich). 
This leads to a coating of the fluorinated anti-sticking agent being formed on the silicon 
master, so preventing PDMS adhesion during the curing process and promoting smooth 
separation of the mould and PDMS after curing. After coating with the fluorosilane, a 10:1 
mixture of PDMS prepolymer and its curing agent (Sylgard 184, Dow Corning) was stirred 
thoroughly and then poured onto the silicon mould. The PDMS filled silicon mould was 
then placed in a desiccator which was evacuated to remove the bubbles inside the PDMS 
prepolymer before being put in a 70 °C  oven to cure. After curing for ~2 hours, a free 
standing PDMS chip with a microfluidic channel of 500 µm width and 100 µm height was 
obtained by peeling away from the silicon master. 85 
 
 
Figure 3.22 Schematic of PDMS replica moulding. (a), silicon mould was cleaned in an ultrasonic bath and 
the  surface  was  treated  with  fluorinated  silanes.  (b),  a  liquid  PDMS  prepolymer  (a  10:1  mixture  of 
prepolymer and its curing agent) was poured onto the silicon mould. (c), the PDMS was cured in an oven at 
70 ° C. Then the PDMS was peeled off to obtain a free standing microfluidic chip. 
 
3.7.3 Bonding of PDMS chip and AWG device 
Before bonding the PDMS structure to the AWG device, small through holes were drilled 
into  the  PDMS  using  a  tipless  needle  punch  to  produce  inlets  and  outlets  for  the 
microfluidic channels. After this, both the PDMS chip and the AWG device were cleaned 
with methanol in an ultrasonic bath followed by drying for 30 minute in an oven at 90 °C . 
Irreversible  bonding  between  PDMS  and  silica  based  AWG  device  was  achieved  by 
putting  both  the  microlfluidic  chip  and  the  AWG  device  into  an  oxygen  plasma,  in 
accordance  with  one  of  the  most  commonly  used  bonding  methods  in  microfluidic 
applications [227].  
 
The PDMS-SiO2 bonding process is believed to work as follows. Both silica and PDMS 
are Si-based materials since PDMS comprises repeating units of     2 3) (CH Si O . The 
oxygen plasma process generates radical groups on each surface that can go on to form a 
covalent  O Si O    bond between the two Si-based materials and this bond can withstand 
30-50  psi  of  air  pressure  and  is  practically  inseparable.  It  was  suggested  that  oxygen 
plasma  exposure  at  lower  RF  power  with  shorter  duration  could  lead  to  an  excellent 
irreversible bonding between PDMS and silica surfaces [203]. In this work, the applied 
oxygen plasma process parameters were: RF 20W and 20 seconds. 
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Typically, the two treated surfaces must be placed into contact within several minutes after 
the oxygen plasma process, otherwise, the bonding will fail because the surface chemistry 
changes and goes back to their initial state quite fast in air [226]. However, because the 
sample cuvette in the AWG device was generally tens of microns in dimension and was 
expected to be covered by the microfluidic channel as shown in Figure 3.23, the bonding 
process required a precise alignment which may take a period of time. Additionally, the 
two devices must still be able to move smoothly in all directions after the contact of the 
two surfaces.  Therefore, drops  of non-swelling solvents  such as  methanol  were placed 
between the treated surfaces to act as a lubricant during alignment and to prolong the 
working time [231]. After the bonding process, the device was left in air for a couple of 
hours to allow the evaporation of the solvent and formation of a strong bond between the 
two surfaces. 
 
Figure 3.23 3D illustration of AWG device bonded with PDMS microfluidic chip 
 
To make the assembled device into a complete system, inlet and outlet of the microfluidic 
channel were connected to polymer tubes (polytetrafluoroethylene „PTFE‟) through tip-
flattened syringe needles (BD Microlance). Figure 3.24 provides an image of the complete 
system including AWG device, bonded PDMS chip and necessary tubing. 87 
 
 
Figure 3.24 Real AWG device after bonding with PDMS chip. Inlet and outlet of the microfluidic channel 
were connected to polymer tubings through tip-flattened syringe needles. 
 
3.8 Summary 
In  this  chapter  a  brief  overview  of  the  fabrication  flow  of  the  AWG  device  and 
microfluidic chip was given. In case of photolithography, diffraction limit was considered 
to optimize the AWG design to increase the fabrication reproducibility and a sing-layer 
lift-off  technique  was  utilized  to  simplify  the  fabrication  process.  To  satisfy  with  the 
flexible AWG design iteration, electron beam lithographic technique was also investigated 
by  testing  two  sensitive  resists,  SU-8  and  UVIII.  Considering  process  stability  and 
reproducibility, UVIII was chosen to pattern the AWG features. With regard to the reactive 
ion  etching  process,  both  UVIII  resist  and  NiCr  layer  were  tested  as  the  etch  mask 
materials and acceptable etching profiles could be obtained in both cases. Specifically, the 
instrumental  parameters  of  dry  etch  using  75  nm  NiCr  layer  were  investigated  and 
CHF3/O2 was proven as a better gas mixture to obtain clean, satisfactory etching profiles. 
 
Formation  of  cladding  layer  and  patterning  of  sample  cuvette  were  also  described. 
Following this, a PDMS microfluidic chip, prepared by moulding from a pre-patterned 
silicon master, was bonded with the AWG device using oxygen plasma method. With 
proper tubing and sealing techniques, an integrated AWG-microfluidic system was ready 
for optical characterization and fluorescence measurements.    88 
 
4.  Chapter 4                                                            
Optical characterisation and fluorescence 
measurement 
Abstract 
This chapter describes the optical characterisation and fluorescence measurements using 
the integrated AWG-microfluidic system. Two different methods were used to validate the 
optical  performance  of  the  AWG  device,  one  using  a  white  light  source  and  a 
spectrophotometer and the other using a monochromatic light source and a CCD camera. 
Both the approaches have demonstrated light dispersing capabilities of the AWG devices, 
notably, the latter CCD-based method easily combined with the AWG-microfluidic system 
bioassay  experiments.  Evaluation  of  fluorescence  detection  was  performed  by 
measurements of (i) mixed quantum dots solutions, (ii) an organic fluorophore (Cy5) and 
(iii) the propidium iodide (PI)-DNA assay. Signals from the output channels could be used 
to re-create the complete fluorescence spectrum of an analyte. The work illustrated the 
unique advantages of the AWG-microfluidic platform for simultaneous and quantitative 
multiplex detection as well as its capability of detecting small spectroscopic shifts. 
 
 
 
 89 
 
4.1 Validation of the optical performance of the 
AWG device in the visible region 
4.1.1 Characterization using a white light source and a 
spectrophotometer 
Once the protecting layer of PECVD silica was deposited as described in Chapter 3, the 
AWG  device  was  ready  to  be  cleaved  and  used  in  optical  measurements.  For 
characterization of an AWG‟s transmission properties, the outline scheme shown in Figure 
4.1 was used. The experiment setup was established on an adapted microscope stage as 
shown in Figure 4.2. A white light source (Anritsu MG922A) ranging from 400 to 1600 
nm was utilised to acquire the transmission spectrum of the AWG device. As shown in 
Figure  4.3,  tapered  lensed  fibres  were  used  for  the  input  and  output  coupling.  The 
spectroscopic  characteristics  of  the  output  light  signals  from  the  AWG  device  were 
analysed  using  a  conventional  spectrometer  (TRIAX  320,  Jobin  Yvon)  with  typical 
acquisition times of 1 second. To aid  alignment,  the AWG sample was  viewed on an 
upright microscope fitted with a CCD camera (Andor iXon) and fibre positioners mounted 
on the sample stage. Optical images of the input and output channels, and the disposition 
of the lensed fibres were taken using this camera. 
 
Figure 4.1 Experiment diagram to characterise the AWG device with a white light source and a spectrometer. 
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Figure  4.2  Experimental  setup  for  characterising  the  AWG  device  with  a  white  light  source  and  a 
spectrophotometer. (a) Photo of the experiment platform. The white light source and spectrophotometer are 
fibre connected and not shown in this picture. (b) A close view of the fibre micropositioners and sample stage. 
(c) A close view of the AWG device and dispositioned fibres. 
 
 
Figure 4.3 Microscopic images of (a) input coupling and (b) output coupling with lensed fibres. (c) A picture 
of an 8 output channel AWG chip compared to one British penny. 
 
As shown in Figure 4.3c, the fabricated AWG device has a length scale of 1 cm, which can 
be  seen  compared  with  a  British  penny.  The  spectra  collected  from  the  AWG  output 
channels (Figure 4.4) show that the full width at half maximum (FWHM) of each output 
peak is  about  10 nm, which is  consistent  with simulations obtained using BeamPROP 
software  (Rsoft  Ltd)  (see  Chapter  2  AWG  simulation).  Due  to  the  high  coupling  loss 
between the lensed fibre and the AWG chip, quantitative results of the device‟s insertion 
loss  are  not  given  in  this  thesis.  Regarding  the  crosstalk,  the  practical  AWG  device 
experienced deteriorated performance compared to the simulation result. One major cause 
of crosstalk are random errors in the phase transfer of the arrayed waveguides, resulting 91 
 
from  random  or  uncontrollable  variations  in  the  waveguide  width,  layer  thickness  or 
composition. Another cause of crosstalk is the generation of higher order modes in the 
array at junctions between straight and bent waveguides or other irregularities. It should be 
noted that stray light propagating in the 8 µm underlayer of the AWG device could also 
contribute  towards  high  background  light  levels,  and  hence  crosstalk.  To  obtain  better 
crosstalk performance, arrayed waveguides that are specifically designed for low excitation 
of higher order modes, as well as improved lithographic and etching process need to be 
employed.   
 
 
Figure 4.4 Experimental transmission spectrum of the AWG device. Intensities scaled so that the maximum 
transmission equals 100 arbitrary units. Different colours indicate signals from each output channel. 
 
4.1.2 Characterisation of AWG-Microfluidic device with a 
monochromatic light source and a CCD camera 
As  an  alternative  to  characterising  the  AWG  device  using  a  white  light  source  and  a 
spectrophotometer, a monochromatic light source and a CCD detector can also be used 
(Figure 4.5). In brief, using a broad band light source as the input, the monochromator can 
provide a mechanically selectable narrow band of wavelength of light, which is coupled 
into the AWG device via a tapered lensed fibre. To obtain the light intensity distribution 
from all output channels resulting from injection of the narrow-band light, the outputs are 
imaged onto a CCD detector using a low magnification objective lens. Thus, by collecting 
CCD  images  for  a  selection  of  monochromatic  wavelengths,  the  spectroscopic 
performance of the AWG device can be analysed and evaluated. 92 
 
 
Figure 4.5 Experiment diagram to characterise the AWG device with a monochromatic light source and a 
CCD camera. 
 
A white light source was used as the input for the monochromator, which produced output 
light of narrow-band (FWHM ~2.2nm). Figure 4.6 shows a representative spectrum of the 
monochromator output with centre wavelength at 680 nm. To couple the narrow-band light 
into the AWG device, a lensed fibre was employed. The fibre obtained commercially, has 
two asymmetrical terminals: one end is a standard FC connector and the other is a single-
mode bare fibre with lens curvature at the tip. A conventional lens-to-fibre coupler was 
used to focus the monochromator output into the lensed fibre through the end with standard 
FC connector. The bare lensed fibre was fixed on an aluminium V-groove fibre holder of 
which the position could be adjusted accurately in 3 axes using a micro-positioner. 
 
Figure 4.6 Spectrum of monochromator output with centre wavelength at 680nm. 
 
In order to characterize the AWG device over a wavelength range from 650 nm to 720 nm, 
the  monochromator  output  needs  to  be  scanned  over  the  same  range.  Considering  the 
monochromator  output  and  CCD  sensitivity  are  not  uniform  over  such  a  range  of 
wavelengths due to the properties of the grating, input white light source and the detector 
material,  it  is  necessary  to  obtain  the  intensity  profile  for  the  region  by  imaging  the 
monochromator output directly onto the CCD and spectrophotometer. This data was then 
used  to  calibrate  the  AWG  device  performance.  For  example,  Figure  4.7  presents  the 
intensity profile of the monochromator output from 650 nm to 720 nm. 93 
 
 
Figure 4.7 Intensity profile of monochromator output from 650 nm to 720 nm. 
 
The  advantage  of  this  characterisation  method  is  that  ultimately,  the  AWG  device  is 
designed to work as a spectroscopic component and integrated with an array detector (e.g. 
CCD).  Therefore,  a  CCD-based  characterisation  method  is  compatible  with  the 
experimental configuration for fluorescence based bioassay measurements. Notably, the 
AWG device can be characterised in this way after integration with the PDMS microfluidic 
chip. As shown in Figure 4.8, the AWG-microfluidic system can be used to perform bio-
sensing  measurements  directly  after  the  AWG  device  characterisation,  without  any 
rearrangement of the experimental set up. 
 
Figure  4.8  Illustration  of  CCD-based  characterisation  method  for  the  AWG-microfluidic  system.  A 
monochromator was used to provide mechanically tuned light of narrow-band wavelength. A 45
◦ mirror and 
a × 4 objective lens were used to reflect AWG output signals onto a vertically mounted CCD camera. 
 
It can be seen from Figure 4.8 that the monolithic integrated AWG-microfluidic platform 
contains three units: 1) light source waveguides, 2) sampling region (Note: this can be part 
of a microfluidic network), and 3) an AWG device. The initial design of the sampling 94 
 
region consisted of a square shaped cuvette located at the junction of the light source 
waveguides and the AWG input waveguide. The characterisation waveguide (C-WG in 
Figure  4.4)  crosses  the  centre  of  the  sample  cuvette  and  extends  to  the  AWG  input 
waveguide in a straight line. This allowed characterisation of the AWG device and could 
also be used for absorbance analysis. The off-axis waveguide (E-WG) was used to provide 
the excitation light in a fluorescence measurement. It intercepts the sample cuvette at an 
angle of 45
◦ to the AWG input waveguide axis, to reduce the amount of excitation light 
entering the AWG, (Note: In a fluorescence measurement, the excitation light intensity is 
generally much higher than that of the emitted light. Similar to previous 90
◦ configuration 
shown in Figure 3.19, the 45
◦ scheme used here was also utilised to physically prevent 
most  of  the  excitation  light  entering  the  AWG  input.).  Lastly,  a  45
◦  mirror  and  a  × 4 
objective lens were used to reflect AWG output signals onto a vertically mounted CCD 
camera (Andor iXon). 
 
The characterisation results of the AWG-microfluidic system using the CCD-based method 
are given in Figure 4.9. On the left side are the acquired CCD images of output signals 
from 8 output channels of the AWG device. These CCD images show the distribution of 
power in the 8 output channels at different wavelengths. It is clear to see that the position 
of  the  brightest  spot  was  shifted  from  Ch1  to  Ch8  as  the  injected  narrow-band  light 
wavelength was tuned from 650 nm to 720 nm, which is as expected from original design 
of  the  AWG  device  and  the  spectrophotometer  based  characterisation  of  section  4.1. 
Corresponding to each of the CCD images, the right side part of Figure 4.9 displays plots 
of the light intensity profile measured along a horizontal line that connects the light spots 
of the output channels in the CCD images. It can be seen clearly from these intensity 
profile plots that for each of the monochromator settings, not all of the light comes out 
from the expected channel. Indeed, each of the output channels emits some light, although 
at differing intensities. In practice, however, since most of the monochromatic light does 
exit from the expected output channel, CCD images from „unknown‟ light source can be 
analyzed using pattern recognition methods by using images such as in Figure 4.9 as the 
basic set. Quantitative analysis of CCD images allows one to obtain a more accurate „result‟ 
by using calibrated data that includes cross-talk intensities.    
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Figure 4.9 Characterisation results of AWG-microfluidic system using the CCD-based method. On the left 
side: CCD images of output signals from 8 output channels corresponding to narrow-band light of different 
centre wavelengths. On the right side: plots of the intensity profile along a horizontal line that connects the 
light spots of the output channels in the CCD images.     
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4.2 Evaluation of fluorescence measurements 
4.2.1 Multiplexing fluorescence measurements with 
quantum dots 
As indicated in Chapter 1, Quantum dots are widely used as fluorescence probes due to 
their  narrow  emission  bandwidth  and  long-term  photostability  [142]  as  well  as  their 
suitability for surface functionalisation [232]. Importantly, several quantum dots can be 
excited using a single light source, making them good probes for simultaneous detection of 
multiple analytes. Due to the narrow bandwidth of a quantum dot‟s emission, emissions 
from  multiple  quantum  dots  are  well  suited  to  be  detected  simultaneously  from  the 
individually addressable output channels of the AWG device. 
To evaluate this proposal, two quantum dots, namely QD655 and QD705 were used. The 
emission from QD655 (655 nm) and QD705 (705 nm) falls into the wavelength range of 
AWG channels 1 and 6 respectively. As shown schematically in Figure 4.10, a solution 
made by mixing QD655 and QD705 and excited by a single light source could have their 
emission light collected and processed simultaneously by two separate output channels on 
the AWG device.  
 
 
Figure 4.10 Experiment diagram for quantum dot measurements. Two different quantum dots (QD655 and 
QD705) were excited by a single light source and their emission light were collected and processed by the 
AWG device. Emissions from the two different quantum dots separate and exit from their corresponding 
output channels. 
 
Figure 4.11 shows a more detailed layout of the quantum dots experiment in which the 
AWG device is mounted on a modified upright microscope stage. A 2 µm deep, 100 µm ×  
100 µm sample cuvette was fabricated across the AWG input waveguide, into which the 97 
 
quantum dot solution could be placed; this ensured efficient coupling of the fluorescent 
light  into  the  AWG.  A  filter  set  (Exciter:  330-380  nm,  bandpass;  Dichroic:  400  nm, 
longpass; Emitter: 420 nm, longpass.) was used to obtain the blue excitation light from the 
mercury lamp installed on the microscope, and a × 50 objective lens was used to focus this 
excitation light onto the cuvette area. Quantum dot QD655 and QD705 solutions were 
purchased from Invitrogen, and used as received. To minimise the amount of material used, 
2 µL of a quantum dot solution was dropped in the cuvette of the AWG device and then 
covered  with  a  thin  glass  cover  slip  to  prevent  water  evaporation.  For  the  purpose  of 
evaluating  the  AWG‟s  spectroscopic  performance  only,  the  spectra  from  each  output 
channel  on  the  AWG  device  were  characterised  by  fibre  coupling  individual  output 
waveguides to the entrance slit of a conventional spectrometer (TRIAX320), as described 
in section 4.1.  
 
 
Figure 4.11 Illustration of quantum dot experiment setup. The experiment was performed by mounting the 
AWG device on a modified upright microscope stage. There was a fabricated sample cuvette (100 µ m wide, 
100 µ m long and 2 µm deep) across the AWG input waveguide. The quantum dot solution filled in the 
sample cuvette was excited by a × 50 focused blue light source which was realised by allowing the mercury 
lamp light to pass through an appropriate filter set. Light from the AWG output channels were coupled into a 
conventional  spectrometer  (TRIAX320)  for  characterisation.  Inset  image  indicated  by  the  dashed  arrow: 
illustration of the sample cuvette.     
 
Results and discussion 
Emission spectra from three different solutions: (a) QD655 only, (b) QD705 only and (c) a 
mixture of QD655 and QD705 were measured from each of the output channels. Spectra 
measured off chip from the same solutions were also collected to use as references in order 
to verify the performance of the AWG. 98 
 
As shown in Figure 4.12a & b, the signal from QD655 was only detected in channel 1 
while that from  QD705 only appeared in channel 6. This indicates minimal cross talk 
between  the  channels.  Importantly,  the  single  peak  spectra  from  both  channels  are  in 
excellent agreement with their reference spectra obtained off chip (the black curves in 
Figure 4.15a & b). For a mixture of QD655 and QD705, signals from both channels 1 and 
6  were  detected  (Figure  4.12c).  However,  as  the  spectroscopic  measurement  of  these 
signals  showed,  the  light  emitted  from  these  channels  consisted  of  only  a  single  peak 
corresponding  to  the  individual  QD655  or  QD705  fluorophores  (channel  1  and  6 
respectively, Figure 4.12c); c.f. the low crosstalk seen in Figures 4.9a and 4.9f. Adding the 
spectroscopic outputs from these channels together gives an envelope that compares well 
with  the double peak spectrum  obtained from an off-chip,  bulk  solution,  measurement 
using a conventional spectrometer. This demonstrates the effective capability of the AWG 
device in the discrimination of wavelengths and opens up the possibility of assaying a 
sample containing multiple targets. 
 
 
Figure 4.12 Multiplexed measurement of quantum dots using the AWG device. Spectra of quantum dots in 
red and blue were obtained from the representative AWG output channel (1 and 6) while those in black were 
the corresponding references obtained via off chip measurement. Three solutions were used: (a) QD655 only, 
(b) QD705 only and (c) a mixture of QD655 and QD705.     
 
It should be noted that a blue ray laser diode could be utilised for the excitation light and it 
offers significant advantages over the bulky mercury lamp due to its compact size and 
potential capability for monolithic integration. The use of a blue ray laser diode will be 
described in Chapter 5.    
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Detection limit 
The  detection  limit  of  an  analytical  measurement  is  regarded  as  being  the  lowest 
concentration of the analyte that can be distinguished with reasonable confidence from a 
background,  which  defined  as  a  sample  solution  containing  zero  concentration  of  the 
analyte.  Generally,  the  detection  limit  is  estimated  from  the  mean  of  the  background 
measures,  the standard  deviation  of the background measures and 3  as  the confidence 
factor, which can be seen clearly from the equation below [233]: 
B B L s x x 3 ~    
B x ~  is  the  mean  of  the  background  measures,  B s  is  the  standard  deviation  of  the 
background measures, and  L x  is the smallest measure of response that can be detected. 
Therefore, the detection limit in terms of concentration is given by [233]: 
S
s
c
B
L
3
  
S  is  the  sensitivity  of  the  measuring  method  and  L c  is  the  detection  limit  in  terms  of 
concentration. 
 
It  should  be  noted  that  both  the  definition  and  the  estimation  of  detection  limit  are 
statistical matters related to the random errors which require a considerable number of 
experimental measurements in which both the same solutions would be measured many 
times,  and  each  solution  of  a  nominal  composition  would  be  made-up  many  times. 
However,  the  work  in  this  thesis  is  targeted  to  conceptually  prove  the  feasibility  and 
reliability of the AWG-microfluidic platform rather than search for the absolute detection 
limit for one individual assay, or set of measurements.  Consequently, whilst the error in 
the value of the optical signal for each measurement will be low (as a consequence of the 
large number of counts detected, or long integration times), it would be misleading to use 
this low error to estimate the limit of detection of a particular assay. 
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4.2.2 Cy5 spectroscopic fluorescence measurements 
4.2.2.1 Measurement with AWG and spectrometer  
As  described  in  the  introduction,  the  ability  to  measure  the  spectroscopic  envelope  of 
fluorescence emission greatly increases the number of areas in which fluorescence analysis 
can be used. Thus, to demonstrate the AWG‟s performance in this area, a Cy5 fluorescence 
measurement  was  performed  with  an  AWG-microfluidic  platform.  The  experimental 
configuration  used  either  a  coupled  spectrophotometer,  as  in  Figure  4.13  (for  initial 
validation experimetn), or a CCD (section 4.5). Various Cy5 solutions were delivered into 
the  microfluidic  channel  at  a  flow  rate  of  6.7  mm/s  and  the  fluorophores  passing  the 
cuvette  area  were  excited  by  632.8  nm  laser  light  coming  from  the  45  intercepted 
waveguide (E-WG). The light signals from each AWG output channel were fibre coupled 
into the conventional spectrometer for investigation of both wavelength and intensity.  
 
 
Figure  4.13  Illustration  of  Cy5  fluorescence  measurement  with  the  AWG-microfluidic  platform  and  a 
conventional spectrometer. Cy5 solution was flowing in the microfluidic channel and the fluorophore passing 
cuvette area was excited by 632.8 nm laser light coming from the 45 intercepted waveguide (E-WG). The 
optical  signals  from  each  AWG  output  channel  were  fibre  coupled  into  a  conventional  spectrometer 
(TRIAX320) for wavelength and intensity investigation. 
 
Preliminary results 
The spectrum from each output channel was shown in Figure 4.14. It is clear that, taken 
together, the peak intensities of the spectra collected from each of the 8 channels follow the 
envelope of the reference Cy5 emission spectrum. Low crosstalk was observed between 101 
 
spectra  from  each  output  channel,  demonstrating  again  good  fidelity  of  spectroscopic 
measurements by the AWG-microfluidic platform. 
 
Figure 4.14 Cy5 fluorescence measurement result with the AWG-microfluidic platform and a conventional 
spectrometer. The comparison between different wavelength peaks (colour lines) from the 8 output channels 
(indicated by the digit numbers) and the reference Cy5 emission spectrum (the black line) is shown. 
 
For use in a diagnostic assay, if different concentrations of Cy5 solution were tested, the 
output spectra should reflect corresponding changes in the fluorescence intensity. Thus, in 
this work, four different concentrations (1µ M, 10µM, 20µM and 85µM) of Cy5 solution, 
and  deionised  (DI)  water  were  measured  with  the  AWG-microfluidic  platform  in 
conjunction  with  a  conventional  spectrometer.  The  output  channel  3  was  selected  to 
demonstrate the quantitative study since it corresponds to the maximum wavelength (670 
nm) of Cy5 emission spectrum. As shown in Figure 4.15, the spectral intensity increased 
with the concentration. However, only a representative group of measurement results were 
recorded so that the detection limit could not be derived from the limited data. As shown 
later, in experiments in which the AWG output is collected by a CCD, measurements such 
as these provide the basis for constructing a calibration curve. 
 
Figure 4.15 (a) Spectroscopic signals from AWG output Channel 3 (670 nm) with different concentrations of 
Cy5 solution. (b) the relationship between Ch3 peak intensity and Cy5 solution concentration. Four different 
concentrations (1 µ M, 10 µ M, 20 µ M and 85 µ M) were tested comparing with deionized (DI) water. 102 
 
 
4.2.2.2 Measurement with AWG and CCD  
Following on from the Cy5-AWG characterisation experiments of section 4.4, with an 
understanding of and confidence in the output spectra from individual channels, a CCD 
camera  was  then  employed  to  detect  the  light  intensities  from  the  output  channels 
simultaneously. Figure 4.16a illustrates integration of the AWG device with microfluidics 
and CCD camera. A 45 mirror and a × 4 objective lens were used to reflect AWG output 
signals onto a vertically mounted CCD camera. A 2 µm deep sample cuvette with planar 
dimension of 50 µm by 50 µm was fabricated by dry etching as shown Figure 4.16b. 
 
      
Figure 4.16 Illustration of Cy5 fluorescence measurement with the AWG-microfluidic platform and a CCD 
detector. (a) Schematic illustration of integration of AWG device with microfluidics and CCD. A 45 mirror 
and a × 4 objective lens were used to reflect AWG output signals onto a vertically mounted CCD detector. (b) 
A close up view of the monolithic integrated AWG-PDMS microfluidic chip, where the sampling cuvette is 
located  in  the  middle  of  the  microfluidic  channel.  The  red  flare  starting  in  the  cuvette  area  and  going 
diagonally towards the  top left of the  microfluidic channel shows the path of light emanating  from the 
excitation waveguide. C-WG: white light characterisation waveguide. E-WG: excitation waveguide. I-AWG: 
AWG input waveguide. 
 
Figure 4.17 provides pictures of the experimental setup for Cy5 fluorescence measurement 
with the AWG-microfluidic platform and a CCD detector. As shown in the left half of 
Figure  4.17,  the  experimental  setup  was  built  around  an  upright  microscope  (Nikon 
Microphot SA) with a modified stage. The AWG-microfluidic platform was mounted on a 
sample  holder  which  was  positioned  in  the  centre  of  the  modified  microscope  stage. 
External light sources, including broad band white light and narrow band excitation laser, 
were  fibre  coupled  into  the  AWG  device.  Two  V-groove  fibre  holders  were  attached 
respectively to two different 3-axis micropositioners (Line Tool Company) which were 
fixed on the modified microscope stage. A CCD camera (Andor 885 iXon) was mounted 103 
 
vertically onto the microscope. A 45 mirror (made by depositing 75 nm NiCr on a silicon 
wafer) and a × 4 objective lens were used to reflect AWG output signals onto the CCD 
detector. Sample solutions were delivered into the microfluidic channel of the PDMS chip 
by using PTFE tubings, a plastic syringe and a pumping unit. Various flow rates could be 
obtained by adjusting the pump control. 
 
 
Figure 4.17 Pictures of real experiment setup for Cy5 fluorescence measurement. (a) Picture of the complete 
experiment  setup.  (b)  A  close  view  of  the  modified  microscope  stage.  (c)  A  close  view  of  the  AWG-
microfluidic platform. The whole experiment setup was using an upright Nikon microscope (Microphot SA) 
by  modifying  its  stage.  The  AWG-microfluidic  platform  was  mounted  on  a  sample  holder  which  was 
positioned in the centre of the modified microscope stage. External light sources, including broad band white 
light and narrow band excitation laser, were fibre coupled into the AWG device. Two V-groove fibre holders 
were attached respectively to two different 3-axis micropositioners (Line Tool Company) which were fixed 
on  the  modified  microscope  stage.  A  CCD  camera  (Andor  885  iXon)  was  mounted  vertically  onto  the 
microscope. A 45 mirror (made by depositing 75 nm NiCr on silicon wafer) and a × 4 objective lens were 
used  to  reflect  AWG  output  signals  onto  the  CCD  detector.  Sample  solutions  were  delivered  into  the 
microfluidic channel of the PDMS chip by using PTFE tubings, a plastic syringe and a pumping unit. Various 
flow rates could be obtained by adjust the pump control. 
 
Qualitative and quantitative results 
Figure 4.18 (i) shows a CCD image of the output from the 8 channels using a 1 M Cy5 
solution. The 8 bright spots correspond to the 8 output channels (Figure 4.18 (ii)). Plotting 
the intensities from the 8 spots versus their centre wavelengths (Figure 4.18 (iii)) clearly 
replicates  the  envelope  of  the  Cy5  emission  spectrum.  Thus,  the  AWG  device  in 
conjunction with an imaging camera can provide a facile way to achieve a spectroscopic 
measurement.  104 
 
 
 
Figure  4.18  Result  of  Cy5  fluorescence  measurement  with  the  AWG-microfluidic  platform  and  a  CCD 
detector. (i) CCD image of the output from Cy5 emission, channels from left to right are channel 1 to channel 
8. (ii) top-down bright field image of the output waveguides. (iii) The intensities of the CCD images from the 
output in comparison to a Cy5 emission spectrum. A 633 nm notch filter and a 650 nm long pass filter were 
used to remove all the excitation light from the signal. 
 
Importantly,  an  increase  of  Cy5  concentrations  resulted  in  a  proportional  increase  in 
intensity  on  the  CCD.  This  linear  relationship  is  illustrated  in  Figure  4.19  where  the 
intensity in the CCD image of an area corresponding to the output from a single example 
channel, channel 3, is integrated. Extensive efforts were not made to determine a limit of 
detection  for  Cy5  fluorescence;  however,  the  results  obtained  suggest  this  would  be 
significantly lower than the 100 nM measured (note the LOD would depend on the assay 
time and the excitation intensity). It should be noted that the linear relationship between 
the fluorescence intensity and concentration is only correct for very diluted Cy5 solutions 
(i.e. concentration < 2.0 µM in Figure 4.19). When the sample concentration increases, 
saturation  effect  starts  to  occur.  Overall,  the  spectral  resolution  and  linearity  of  the 
fluorescence-concentration plot demonstrate that the device is suitable for quantitative as 
well as qualitative (e.g. quantum dot) fluorescence measurements. These capabilities offer 
new avenues for assays that involve detecting both intensity and shape of spectra, such as a 
propidium iodide (PI)-DNA assay (see following section). 
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Figure 4.19 Graph of output channel 3 signal intensity with error bars and regression line for measuring 
different concentrations of Cy5 solution with AWG-microfluidic platform and CCD detector. Output channel 
3 was selected as the example channel since it corresponded to the maximum wavelength (670 nm) of Cy5 
emission spectrum. 3 or 4 measurements were performed for each concentration (0.1 µ M, 0.2 µ M, 0.5 µ M, 
1.0 µ M, 2.0 µ M, 5.0 µ M and 10 µ M). The error bars were made by using maximum, average and minimum 
values for each group of the measurement results and the deviations were within the range of ± 6%. 
 
4.2.3 Assay based on spectroscopic analysis 
4.2.3.1 Measurements with a conventional spectrometer 
As  described  in  the  introduction,  the  shift  in  wavelength  of  propidium  iodide  (PI) 
fluorescence when it intercalates into DNA makes it a candidate for investigating whether 
the AWG device can be used to measure wavelength shifts in fluorescence. However, as 
can be seen in Figure 4.20, the emission from  PI spans a large wavelength range. As 
discussed below, this imposes the complication in using the simple AWG device fabricated 
here. 
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Figure 4.20 Fluorescence spectra of PI solutions with and without DNA (obtained off chip). 
 
Propidium iodide (PI) and salmon sperm DNA were purchased from Sigma-Aldrich and 
made into aqueous solutions using deionised water (pH7, Millipore). 
The 15 µM PI solution was made by diluting the 1 mg/mL stock solution (1500 µM) with 
deionised water. The PI and DNA solutions were prepared with a fixed PI concentration 
(15 µM) and various DNA concentrations including 0, 0.5 µM, 1.0 µM, 2.5 µM, 5 µM, 10 
µM, 25 µM and 50 µM. All the sample solutions were left in room temperature for 3 hours 
before test. 
 
4.2.3.2 Using AWG device with a different diffraction order 
Similar to a conventional diffraction grating, an AWG device generally has more than one 
order which can be used for light dispersion. Figure 4.21 shows the transmission spectrum 
for  two  diffraction  orders  ( 7  m  and  8  m ).  The  disadvantage  of  this  periodical 
performance  when  measuring  broad  band  light  source  is  that  two  or  more  wavelength 
peaks will exit from the same output channel of an AWG device (e.g. in Figure 4.21a and 
Figure 4.21b, 570 nm and 650 nm wavelength peaks both coming out from Ch1). This 
degrades or even ruins the AWG device‟s capability for wavelength resolving, especially 
when  a  wavelength  insensitive  photon  detector  is  integrated.  This  problem  could  be 
completely tackled by an order-sorting filter or cascade of AWGs, however, fabrication of 
these was beyond the scope of the work in this thesis. For example, by using specific 
order-sorting filters (i.e. a bandpass filter or a combination of a long-pass and a low-pass 107 
 
filter.),  the  light  to  be  investigated  can  be  pre-filtered  and  restrained  to  an  effective 
wavelength range (i.e. FSR in Chapter 2) which the AWG device can then distinguish.  
 
Figure  4.21 Normalized transmission spectral response of the  AWG device  for two  different diffraction 
orders. (a)   8  m ; (b)  7  m . 
 
However, by understanding the periodical property of the AWG device, we can still use the 
AWG-microfluidic platform  to  investigate the  peak shift  and intensity enhancement of 
fluorescence spectra from PI and DNA solutions. By comparing the spectra of Figure 4.20 
and Figure 4.21, the peak wavelength (617 nm) of the fluorescence spectrum for a PI+50 
µM DNA solution occurs in channel 6 output spectrum while maximum for unbound PI 
emission (654 nm) is out of the transmission window for order  8  m . Therefore, by using 
the  AWG-microfluidic-CCD  platform  for  fluorescence  detection,  a  spectral  peak 
occurrence as well as intensity enhancement was expected if the CCD detection window 
was limited to below 650 nm. 
 
4.2.3.3 Measurement results with AWG and CCD 
Various PI-DNA solutions were measured using the AWG-microfluidic device, interfaced 
to a CCD camera. For the PI-DNA assay, a range of concentrations were delivered into the 
microfluidic chip at a flow rate of 6.7 mm/s.  Between measurements on two different 
solutions the channel was flushed with 500 µL deionised water. A solid state 532 nm laser 
was used for the PI-DNA assay. To remove the scattered and stray light from the excitation 
light source, a combination of 550 nm long-pass and 650 nm short-pass filters was utilised. 108 
 
Acquisition times on the CCD varied from 10 seconds to 5 minutes, depending on the 
strength of the fluorescence signal and the signal/readout noise ratio desired.  
As illustrated in Figure 4.22a, when PI is bound to DNA, the fluorescence intensities from 
the different  channels  recorded on the CCD increase.   It  is  also  observed that for the 
unbound PI solution the greatest intensity is on channel 8 (633 nm), corresponding to the 
low wavelength side of the 654 nm peak seen in Figure 4.20.  In contrast, when PI is bound 
to DNA, the greatest intensity in the CCD image is seen on channel 6 (614 nm) i.e. at the 
same wavelength range as the peak position of the corresponding PI-DNA spectrum in 
Figure 4.20. Thus the AWG response accurately reflects the shift in wavelength between 
the fluorescence spectra of PI and PI-DNA. 
 
    
Figure  4.22  PI-DNA  fluorescence  measurement  result  with  AWG-microfluidic-CCD  system.  (a)  The 
intensity profile of the 8 outputs taken from the CCD images from for the PI solutions with and without DNA. 
(b) fluorescence intensity versus DNA concentrations plots comparing off chip spectrometer measurement 
(data taken from Figure 4.20 at 570 nm) and on chip measurement with a CCD detector (data taken from 
channel 1). The images were acquired for 5 minutes. Error bars indicate +/- one standard deviation. 
 
In order to determine which channel has the greatest sensitivity for the detection of DNA 
bound to PI, the fluorescence intensity of bound PI was compared to that of unbound PI for 
each channel.  It was found that the relative increase in intensity is greater at 570 nm 
(channel 1), compared to 614 nm (channel 6, where the absolute intensity is greatest).  
Thus, in Figure 4.22b, the intensity from channel 1 is plotted against DNA concentration 
and compared with the corresponding intensities measured at 570 nm using a conventional 
spectrometer. Both plots are in excellent agreement, again validating the functionality of 
the AWG device and demonstrating the utility of being able to subtly adjust or select the 
particular wavelength range used in quantifying an assay so as to optimise a signal to 
background (e.g. blank) measurement. 109 
 
 
It is worth noting that such an imaging based approach measures intensity patterns of all 
the outputs simultaneously, and thus enables detailed analysis of individual channels. This 
can be advantageous for more demanding analysis, for example in FRET measurements 
and in quantitative ratiometric measurements, where variations at two or three wavelengths 
occur simultaneously. 
 
4.3 Summary 
In the first section of this chapter, the integrated AWG-microfluidic platform was optically 
characterised with two different methods. The first one was using a white light source and 
a conventional spectrophotometer while the latter employed a monochromatic light source 
and a CCD camera. With the white light source, the acquired spectra from all the output 
channels of the AWG device validated light dispersive capability of the AWG device. With 
the  monochromatic  light  source,  however,  the  CCD-based  characterisation  method  is 
compatible  with  the  ultimate  experimental  configuration  using  the  AWG-microfluidic 
system for the following fluorescence measurements.       
 
Different fluorescence measurements were performed to evaluate the AWG-microfluidic 
system.  Firstly, fluorescence from mixed quantum dot  solutions  was  detected with  the 
AWG device. The quantum dot fluorescence experiment results have demonstrated the 
effective capability of the AWG device in the discrimination of wavelengths and opened 
up  the  possibility  of  assaying  a  sample  containing  multiple  targets.  Then  an  organic 
fluorophore (Cy5) was measured with the AWG+CCD system in a microfluidic format and 
the  Cy5  fluorescence  spectrum  envelope  was  successfully  re-created  by  analyzing  the 
signals from the CCD camera. Furthermore, spectroscopic shifts were detected with the 
AWG device by measuring the propidium iodide (PI)-DNA assay. Quantitative as well as 
qualitative  experimental  results  have  conceptually  proved  the  capabilities  of  the  AWG 
platform for simultaneous, multiplex detection and spectroscopic measurements.    
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5.  Chapter 5                                                       
Localised spectroscopic measurements  
Abstract 
This  chapter describes  an adapted AWG design with  focusing properties  and localised 
spectroscopic  measurements  that  can  be  used  to  extend  the  applications  using  AWG-
microfluidic platform to other fields such as flow cytometry and single cell analysis. Lens 
curvatures were incorporated into the ends of the integrated waveguides (E-WG and I-
AWG)  and  the  controllable  focusing  properties  were  evaluated  by  fluorescence 
measurements.  Subsequently,  localised  quantum  dots  fluorescence  detection  with 
excitation from a blue ray laser diode was attempted. Following this, micro-bead based, 
localised  spectroscopic  measurements  were  performed  with  the  AWG+CCD  platform. 
These results demonstrate the potential capabilities of using the modified AWG device for 
continuous and multiplexed fluorescence detections that require high sensitivity and spatial 
resolution.    
 
5.1 Introduction 
As discussed in the introduction chapter, by devising methods to probe small volumes in 
an AWG-microfluidic device, applications in the fields of flow cytometry, cell sorting, 
single cell analysis, and pathogen/antibody detection are opened up. 
 
With  the  combination  of  planar  waveguide  technology  and  a  spectroscopic  capability, 
arrayed waveguide grating (AWG) devices provide a suitable platform for development of 
a miniaturised optical detection system for flow cytometry. As described in detail below, to 
exploit this potential, an AWG device with focusing facets on the excitation and input 
waveguides was designed and fabricated. With this device, localised detection of quantum 
dots and a micro bead-based fluorescence assay were performed to prove the concept. 
Although the final stages of complex microfluidic integration have not been completed as 111 
 
yet, elsewhere in this thesis details are given to show how a microchannel superstructure 
could  be  integrated  with  the  established  AWG  platform,  thereby  realising  a  fully 
functionalised micro flow cytometer.  
 
5.2 Results and Discussion 
5.2.1 Adapted AWG devices for localised detection 
5.2.1.1 AWG device with focusing waveguides 
As shown in Figure 5.1a, conventional fluorescence-activated flow cytometers generally 
employ a lens-aided optical detection system. The laser excitation beam is focused through 
a lens onto the component passing by the interrogation point. Then the induced scattering 
or fluorescence signals are collected by another lens and focused onto the photodetector 
via a selection of filter sets. The basic principle for an integrated optical detection system is 
not unlike that of conventional flow cytometry. With lens curvature at the end of integrated 
waveguide, a focusing excitation and a highly localised collection could be realized. This 
is illustrated in Figure 5.1b which shows the optical detection unit from an AWG device 
without (i) and with (ii) lens at the end of the integrated planar waveguides.  
 
It  is  commonly  believed  that,  lensing  is  highly  desirable,  especially  in  cases  where 
sensitivity is decreased due to the small size and volume of samples. Focusing light down 
to a small spot can increase fluorescence emission, and likewise collecting light from a 
highly localised area can greatly reduce unwanted signals from light scattered by other 
features/objects inside the sample cell. However, it is worth noting that the 2D lenses of 
current  design  shown  in  Figure  5.1b  only  focus  light  in  the  horizontal  plane.  Whilst 
implementation of 3D lenses is possible, the complexity of fabrication process will be 
increased significantly and has not been attempted in this work. 
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Figure 5.1 Schematic diagrams of optical detection system with conventional free-standing and integrated 
optics. (a) conventional optical detection system with the aid of lens. A laser excitation beam is focused by a 
lens onto the interrogation point and another lens is utilised to collect signals such as fluorescence onto the 
detector. A filter set needs to be employed if fluorescence detection is used. (b) optical detection system from 
the AWG design consisting of integrated waveguides with (i) flat end, or (ii) lens curvature. C-WG: white 
light  characterisation  waveguide;  E-WG:  excitation  waveguide;  I-AWG:  input  waveguide  of  the  AWG 
device. The lenses at the end of integrated waveguides could  enable a focusing excitation and localised 
collection while flat-end integrated waveguide would experience divergent light paths. 
 
5.2.1.2 Evaluation of the focusing waveguides  
Based on the previous AWG design, a 2D lens with radius of 4 µm was designed at the end 
of the three integrated waveguides which are intercepted by the sampling cuvette. The 
three identical  lenses  share the same focal  point which is  located in  the centre of the 
cuvette with radius of 25 µm. The design of the curvature and spacing apart of the end 
facets take into account the refractive indexes of the waveguides and the aqueous sample 
solution that would be used according to the formula,  
 
                
 
  , in which   is 
the  focal  length,   is  the  radius  of  the  lens  curvature,     and      are  the  refractive 
indexes  of  the  waveguide  material  and  water  respectively.  As  shown  in  Figure  5.2,  a 
PDMS microfluidic chip was bonded with the AWG device and the sampling cuvette was 
arranged in the middle of the microfluidic channel. 
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Figure 5.2 Schematic of microfluidic incorporation onto the AWG device with focusing waveguides. The 
sampling cuvette is located in the middle of the microfluidic channel. And the end faces are designed with 
lens curvature for the three integrated waveguides which are intercepted by the cuvette. C-WG: white light 
characterisation waveguide, E-WG: excitation waveguide. 
 
To  evaluate  focusing  capabilities  of  the  waveguides  incorporating  end  factet  lenses,  a 
fluorescent dye solution (10 µM Cy5) was delivered into the microfluidic channel at a flow 
rate of 6.7 mm/s. Laser light (632.8 nm) was introduced into the cuvette area through each 
of the three intercepting waveguides to illuminated region by each of the waveguide. The 
field view of the AWG input guide was visualised by injecting the laser light (632.8 nm) 
into the appropriate output waveguide (i.e. Ch8) so that the laser light traversed the slab 
regions of the AWG device and exited from the AWG input waveguide. With illumination 
of the laser light, the fluorescent dye molecules passing by the cuvette area would be 
excited and produce longer-wavelength emission signals. The focusing properties of the 
lens-aided waveguides were visually evaluated by acquiring fluorescence images of the 
cuvette area using an upright fluorescence microscope and a Cy5 filter cube.  
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Figure  5.3  Fluorescence  microscopic  images  of  the  optical  detection  system  with  focusing  integrated 
waveguides.  A  fluorescent  dye  solution  (Cy5)  was  delivered  into  the  microfluidic  channel  and  a  laser 
excitation light (632.8 nm laser) was introduced into different integrated waveguides: (a) C_WG; (b) E_WG; 
(c) AWG input  waveguide. By filtering the excitation light, the fluorescence  microscopic images of the 
cuvette area were acquired respectively and (d) is their composite image by using different colors for each 
light  path.  Differing  from  inherent  divergent  property  of  flat-end  integrated  waveguides,  the  lens-aided 
scheme offered focusing light paths which are consistent with the theoretical design. The arrows in figure (a) 
to (c) indicate the direction of laser excitation. In figure (d), the intersection area of the three light paths is 
highlighted with a pink dashed circle. 
 
Figure 5.3a-c shows the respective fluorescence images when the laser excitation light 
comes from each of the three individual intercepted waveguides. In these pictures, the 
focusing effect can be seen clearly. Figure 5.3d is a composite image of the initial three by 
using different colors for labelling each light path. The intersection of the three light paths 
reveals the practical capability of this device to incorporate focusing waveguides into the 
optical detection system.   
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For  comparison,  an  optical  detection  system  without  lensing  was  also  designed  and 
fabricated. With the same evaluation method, the resulting fluorescence images can be 
seen  in  Figure  5.4.  It  is  quite  clear  that  each  of  the  light  paths  associated  with  the 
waveguides field of view are inherently divergent. These comparative results illustrate the 
advantage of lens-aided focusing capability for localised collection.   
 
 
Figure  5.4  Fluorescence  images  of  the  optical  detection  system  with  flat-end  waveguides.  Compared  to 
Figure 5.3, flat end faces instead of lens curvature  were designed  for the  three intercepted  waveguides. 
Likewise, three fluorescence images were acquired under the same experimental condition. Using the method, 
the composite image of the initial three is shown in (d). Without lensing, the inherent divergent light paths 
were shown clearly. The arrows in figure (a) to (c) indicate the direction of laser excitation. In figure (d), the 
intersection area of the three light paths is highlighted with a pink dashed circle. 
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5.2.2 Localised fluorescence detection 
5.2.2.1 Detection of immobilised quantum dots 
By using lensed integrated waveguides, attempts at demonstrating the localised detection 
capabilities of the visible AWG device were made using quantum dots that have been 
immobilised  in  the  cuvette  region  (see  details  in  the  Experimental  section).  Before 
introducing the blue-violet laser light through the planar excitation waveguide (E-WG), the 
localised  quantum  dots  pattern  was  investigated  with  a  typical  upright  fluorescence 
microscopic configuration. A blue light, from a mercury lamp through a blue filter cube, 
was  focused  onto  the  sampling  cuvette  area  with  a  × 50  objective  lens.  Then  the 
fluorescence image of the cuvette area was obtained with combination of an emission filter 
and a CCD camera. Figure 5.5 shows the fluorescence image and the central localised 
quantum dots pattern inside the cuvette is clearly displayed. The unexpected bright features 
around the periphery of this image, outside the cuvette are thought to be caused by the non-
specific  bonded  quantum  dots.  However,  more  significant  is  the  bright  line  along  the 
curved lens end of the waveguide, which reveals a problematic accumulation of quantum 
dots there. 
 
Figure 5.5 Fluorescence image of the localised quantum dot pattern. The sampling cuvette area is illuminated 
by above excitation light which is from the mercury lamp of the fluorescence microscope. The fluorescence 
image reveals the localised quantum dot pattern. The unexpected bright image outside the cuvette comes 
from non-specific bonded quantum dots and there is an accumulation of quantum dots at the end of the three 
integrated waveguides. 
 
To exploit the potential of the AWG devices for portable applications, a small size blue-
violet laser diode (DL-4146-101S from Sanyo, 405 nm, 20 mw maximum power) was 
utilised for the excitation and its experimental setup is shown in Figure 5.6. The laser diode 117 
 
was mounted on a printed circuit board (PCB) which is wire connected with a laser driven 
circuit (bottom right inset image in Figure 5.6). A × 20 objective lens was employed to 
couple the laser light into a single mode optical fibre of which the other end is connected 
with the excitation waveguide (E-WG) of the AWG device.  
 
 
Figure 5.6 Experimental setup for blue-violet laser exciation. A blue-violet laser diode (DL-4146-101S from 
Sanyo, see top left inset image) is mounted onto a printed circuit board (PCB) which is connected with a 
driven circuit (bottom right inset image). The laser light is coupled by a × 20 objective lens into a bare single 
mode optical fibre.   
 
The fluorescent image of the quantum dots using side blue-violet laser excitation is shown 
in Figure 5.7. Due to the accumulation of quantum dots near the waveguide ends (Figure 
5.5), there was a bright fluorescence area at the end of the excitation waveguide (E-WG). 
The red dashed circle indicates the localised quantum dots pattern while the outside grey 
dashed circle represents the cuvette border. The fluorescence light path reveals that only 
the near edge of the circular quantum dots pattern was strongly excited by the light from 
the integrated E-WG waveguide. The centre of the pattern was much darker (c.f. Figure 
5.5). The probable reason for this effect is related to topographic or height differences 
between the quantum dots pattern and the excitation waveguide which is 2 µm higher than 
the cuvette area. From this perspective, it is clear that a solid support with a similar height 
profile  as  the  excitation  waveguide  would  be  desirable  in  order  to  obtain  effective 
illumination  from  the  planar  excitation  light.  This  can  be  realized  by  patterning 
functionalised beads of an appropriate size in the cuvette region, as described below.    
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Figure 5.7 Fluorescence image of the localised quantum dot pattern with side blue-violet laser excitation. The 
blue-violet laser excitation light is introduced into the cuvette through the planar excitation waveguide (E-
WG). The bright spot at the end of E-WG reveals an accumulation of quantum dots there. The red dashed 
circle indicates the localised quantum dots pattern while the outside grey dashed circle represents the cuvette 
border. Due to lower topography of the cuvette, only the nearby edge of inside quantum dots pattern is 
strongly illuminated by the excitation light. 
 
5.2.2.2 Localised Micro-beads based fluorescence assay 
To obtain effective illumination from the excitation light, 1 µm micro beads were used to 
provide a solid support for the fluorescent molecules so as to „lift‟ the fluorescent centres 
into the field of view of the excitation and AWG-input waveguides. Among the many 
types of fluorescent microbeads available, those chosen (Flash Red) were available in a 
form with pre-conjugated streptavidin. This allowed different bio-functionalised quantum 
dots to be conjugated layer by layer and a multiplexed spectral bio-sensing assay to be 
performed  with  the  AWG  device  and  a  CCD  detector.  Details  of  micro-beads 
immobilisation and the subsequent conjugation reactions are included in the Experimental 
Sections. 
 
5.2.2.2.1 Fluorescence image of adsorbed micro beads 
The  fluorescence  micro  beads  were  produced  by  the  manufacturer  using  an  internal 
inorganic based dye loading process, which offered good resistance to photobleaching. As 
shown in Figure 5.8a, a laser light source (633 nm HeNe laser or 532 nm solid laser) was 
introduced to excite the fluorescence beads in the sampling cuvette through the planar 
excitation waveguide (E-WG). The fluorescence signal was collected by an objective lens 
(× 50) above the sample and then detected by a CCD camera after passing through an 
emission filter. Figure 5.8b shows the fluorescence image of the sampling cuvette where 119 
 
the micro beads were excited the laser source. To estimate the light paths, the physical 
borders of the sampling cuvette and the three integrated waveguides were marked with 
grey dashed lines. Although the brightest spot was not found in the centre of the sampling 
cuvette, it is reasonable to believe that the fluorescence signal can be partially collected by 
the AWG input waveguide. 
 
Figure 5.8 Experimental schematic and fluorescence image of the adsorbed micro beads. (a) Experiment 
setup  for  fluorescence  measurement  of  the  adsorbed  micro  beads.  The  laser  excitation  was  introduced 
through  the  planar  excitation  waveguide  (E-WG).  The  fluorescence  signal  was  collected  by  the  above 
objective lens (× 50) and detected by a CCD camera after an emission filter. (b) the acquired fluorescence 
image of the adsorbed micro beads. The borders of the sampling cuvette and the three integrated waveguides 
were marked with grey dashed lines. 
 
5.2.2.2.2 Fluorescence spectral multiplexing assay 
As  shown  in  Figure  5.9,  the  spectral  multiplexing  fluorescence  measurement  could  be 
performed with the AWG platform. A laser light beam was fibre coupled into the planar 
excitation waveguide (E-WG). A 45°  mirror and a × 4 objective lens were used to reflect 
and project the AWG output signals to a vertically mounted CCD camera or a photon 
detector. In addition to verify the authenticity of the spectral signals collected from the 
different AWG output channels, the fluorescence signal from the sample was collected by 
an × 50 objective lens above the cuvette and focused onto a fibre that was connected to a 
conventional spectrometer (TRIAX320 from JOBIN YVON). The acquired fluorescence 
spectra  were  used  to  verify  the  results  from  the  CCD  camera.  The  combination  of 
spectrometer  and  CCD  camera  measurement  was  repeated  for  each  introduction  of 
different fluorophores (i.e. fluorescence micro beads or quantum dots). 
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Figure 5.9 Experimental schematic of micro beads-based multiplexing fluorescence assay. A laser light beam 
was fibre coupled into the planar excitation waveguide (E-WG). A 45°  mirror and a × 4 objective lens were 
used to reflect AWG output signals onto a vertically mounted CCD camera or a photon detector. Prior to 
measurement with the CCD camera, fluorescence signal from the sampling cuvette was collected by an above 
× 50 objective lens and then fibre connected to a conventional spectrometer (inside the blue dashed area). The 
acquired fluorescence spectra were used to verify the CCD detection results. 
 
The fluorescence spectral multiplexing measurement results were shown in Figure 5.10. 
The graphs on the left show the fluorescence spectrum with the TRIAX spectrophotometer 
and  those  on  the  right  hand  side  correspond  to  quantification  of  the  CCD  images  of 
selected output channels (the corresponding CCD images are shown above the histograms 
of maximum light intensity). Specific AWG output channels, Ch1, Ch4 and Ch5 are shown 
since the spectral peaks of the three employed fluorophores (i.e. 682 nm for Flash Red 
fluorescence micro beads, 605 nm biotin conjugated quantum dots and 655 nm streptavidin 
conjugated  quantum  dots)  were  supposed  to  exit  from  these  channels  respectively.  It 
should be noted that signals from other output channels were non-zero as well because of 
the relatively broad fluorescence spectra. Based on transmission spectral characteristics of 
the AWG device, however, the above three output channels were chosen to indicate each 
of the three fluorophores used in this work.    
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Figure  5.10  Fluorescence  spectra  and  corresponding  AWG+CCD  detection  results  of  the  spectral 
multiplexing assay. (a) Flash red fluorescence micro beads. (b) After adding biotin conjugated quantum dots 
(605 nm). (c) After adding streptavidin conjugated quantum dots (655 nm).  On the left are the pre-acquired 
fluorescence  spectra  while  the  right  provides  the  CCD  images  of  specific  output  channels  and  their 
histograms of light intensity maximum. 
 
Figure 5.10a shows that after adsorption of the Flash Red fluorescence micro beads, the 
peak of the fluorescence spectrum was at 682 nm. It should be noted that the asymmetrical 
shape of the emission spectrum was caused by use of a 650 nm long pass filter in the light 
path to totally eliminate the 633 nm excitation signal. On the right of Figure 5.10a, the 
CCD image of Ch1, Ch4 and Ch5 is displayed and Ch4 was found to have the brightest 
spot as expected. Due to the broad spectrum of the flash red fluorescence emission, light 
spots were also found from other two channels although these were not as bright as Ch4; 
the quantitative measurement of their light intensity maximum is shown in the bar chart.  
 
When the biotin conjugated quantum dots (605 nm) were added, another peak (i.e. 605 nm) 
was observed in the fluorescence spectrum, Figure 5.10b. As expected, now the highest 
level of light intensity was associated with Ch5 of the CCD image. The high wavelength 
spectral tail in Figure 5.10b reveals that the CCD image was a combination of fluorescence 122 
 
emission that from both the quantum dots and the Flash Red fluorescence. In the same way, 
adding of streptavidin quantum dots (655 nm) unsurprisingly caused the brightest spot to 
move to Ch1 (see Figure 5.10c).  
 
Finally, to demonstrate that the step-by-step immobilisation process was the consequence 
of streptavidin-biotin binding, the sampling cuvette was washed with a biotin solution for 4 
to  5 times.  Following this,  all the spectral  peaks  came down in  the intensity,  and the 
fluorescence signal was too weak to be detected either TRIAX spectrophotometer or CCD 
camera.  This  shows  that  most  of  the  emission  signals  detected  in  the  previous 
measurements were a consequence of binding events. Thus these results have demonstrated 
a series of steps that could be introduced in a typical fluorescence spectral multiplexing 
assay.  Importantly, it conceptually proved the potential capabilities of using the AWG 
device  for  multiplexed fluorescence  detections.  It  should  be  pointed  out  however,  that 
additional studies are needed to quantitatively evaluate the relationship between the pre-
acquired fluorescence spectra and the CCD detection results. A control experiment should 
be conducted to ensure each step is performed effectively. Still, the preliminary qualitative 
results could provide promising opportunities to apply the AWG spectroscopic sensor for 
point-of-care multiplexing biosensing. 
 
 
5.3 Experimental section 
5.3.1 Immobilisation of quantum dots in the sample 
cuvette 
5.3.1.1 Materials 
(3-Aminopropyl)trimethoxysilane (C6H17NO3Si , FW=179.29) was purchased from Sigma-
Aldrich  and  Biotin  (Long  arm)  NHS-water  soluble  (NHSws,  cat#  SP-1210)  was  from 
Vector  Laboratories.  Streptavidin  conjugated  quantum  dots  (655  nm,  2µM)  were  from 
Invitrogen  (Life  Technologies  Corporation).  0.1M  phosphate  buffered  saline  (PBS) 
(pH=7.4) was used as washing medium between each process step. 123 
 
5.3.1.2 Patterning and immobilisation 
The process flow diagram to create an immobilised quantum dot pattern is presented in 
Figure 5.11. Briefly, the top surface of the FHD silica based AWG device was first cleaned 
with organic solvent and piranha solution. The sample was then coated with aminosilane. 
A photolithography step was used to define a circular pattern, located at the centre of the 
sampling cuvette. Outside the pattern area, quantum dot immobilisation would be blocked 
by undeveloped photoresist. Next, a drop of NHS-Biotin solution was dispensed onto the 
pattern area (Figure 5.11c) and a chemical link was formed by reaction of amine and NHS 
group (Figure 5.11d). Subsequently, the undeveloped photoresist was removed by washing 
with  DMSO.  Streptavidin  conjugated  quantum  dots  immobilisation  was  performed  by 
adding 2 µL QD655 solution onto the cuvette area and leaving for 30-minute incubation. 
Following the incubation, the sample was rinsed with PBS to remove the non-specific 
bonded quantum dots.   
 
 
Figure 5.11 Process scheme of localising quantum dots in the centre of the sampling cuvette. (a) The surface 
of FHD silica based AWG device is cleaned with organic solvent and piranha solution. (b) The front surface 
is coated with aminosilane. (c) Photolithography is used to define the localised pattern outside which the 
surface is blocked by the undeveloped photoresist. (d) The exposed amine-reactive layer is linked with NHS-
Biotin.  (e)  The  undeveloped  photoresist  is  removed  by  washing  with  DMSO.  (f)  Immobilisation  of  the 
streptavidin conjugated quantum dots through specific avidin-biotin binding.      
 
The individual process steps corresponding to Figure 5.11a-f are described below. 
 (a) Cleaning of sample surface 124 
 
The sample surface was firstly cleaned with organic solvent such as acetone and methanol. 
Subsequently,  the  sample  was  treated  for  30  minutes  in  boiling  piranha  solution  (3:1 
concentrated H2SO4:H2O2). Then the sample was rinsed with ultrapure water and blow 
dried with a nitrogen gun. 
(b) Aminosaline coating 
The cleaned AWG sample was immersed in a solution of 5 vol% aminosaline in ethanol. 
The  petri  dish  with  the  sample  was  put  in  a  desiccators  and  left  for  1  hour  at  room 
temperature. The sample was then rinsed with ethanol to remove unreacted silane and blow 
dried with a nitrogen gun. 
(c) Pattern definition with photolithography 
The aminosilane coated sample was patterned by photolithography. Shipley photoresist 
S1805 was spun at 4000 rpm for 30 second on the surface, resulting in a 0.5 µm film. Then 
the  sample  was  prebaked  90℃  on  hotplate  for  3  minutes.  After  exposure  under  UV 
illumination (7.2 mW/cm
2) for 3 seconds, the sample was developed for 75 seconds with 
standard Microposit developer. The designed pattern was a round disk with 30µm diameter 
in the centre of the sampling cuvette. To completely clean the resist residue in the exposed 
area, the sample was sent for 30-second oxygen plasma (@100W) before any chemical 
surface modification.  
(d) NHS-Biotin linking 
The water soluble NHS-Biotin was prepared in a solution with concentration of about 25 
mg/mL. It should be noted that this reagent is very moisture-sensitive and only the required 
amount of solid powder should be weighed out. To avoid moisture condensation onto the 
product, the reagent vial must be equilibrated to room temperature before opening. The 
prepared NHS-Biotin water solution was added on the sampling cuvette area of the AWG 
device and incubated for 1 hour at room temperature. Following the incubation, phosphate 
buffered  saline  (PBS)  solution  was  used  to  wash  the  sample  surface,  thereby  remove 
excess biotin reagent and byproducts. 
(e) Photoresist removal 
After  the  step  of  NHS-Biotin  linking,  the  undeveloped  photoresist  was  removed  by 
washing  with  an  organic  solvent  named  Dimethyl  sulfoxide  (DMSO).  Generally,  10-
minute immersion in DMSO should be enough to dissolve all the photoresist and gentle 125 
 
sonication could be used occasionally to help the cleaning. Then the sample was rinsed 
with isopropanol alcohol (IPA) and blow dried with a nitrogen gun. 
(f) Streptavidin conjugated quantum dots immobilisation 
The  streptavidin  conjugated  quantum  dots  (655  nm)  were  available  in  solution  with  a 
concentration of 2 µM. A pipette was used to dispense about 2 µL quantum dots solution 
onto  the cuvette area for incubation. After 1 hour incubation, the sample was  washed 
exhaustively with the PBS solution to remove non-specific bonded quantum dots on the 
surface. 
 
5.3.2 Micro-beads immobilisation and bioconjugation 
reactions 
5.3.2.1 Materials 
Cysteamine hydrochloride (cat# 30078) was from Sigma-Aldrich and Biotin (Long arm) 
NHS-water  soluble  (NHSws,  cat#  SP-1210)  was  from  Vector  Laboratories,  Inc.                   
N-hydroxysuccinimide  (NHS,  cat#  24500)  and  1-ethyl-3-[3-dimethylaminopropyl] 
carbodiimide hydrochloride (EDC, cat# 22981) were from Pierce Biotechnology (Thermo 
Scientific).  Streptavidin  coated  microspheres  with  internal  fluorophores  (Flash  Red, 
Excitation 660 nm, Emission 690 nm, diameter 0.97 µm) was from Bangs Laboratories, 
Inc.  Biotin conjugated quantum dot (605 nm, 2 µM) and Streptavidin conjugated quantum 
dots (655 nm, 2 µ M) were purchased from Invitrogen (Life Technologies Corporation). 
PBS buffer (100 mM, pH=8.5) and MES buffer (30 mM, pH=6.0) were prepared as the 
medium for washing or dilution purposes during the process. 
 
5.3.2.2 Methods 
The process flow diagram is presented in Figure 5.12. Following fabrication of the AWG 
chip, a metal deposition and a photolithography step were used to define a gold pattern in 
the centre of the sampling cuvette. After an Au wet etch process, a gold disk with diameter 
of 40µm was obtained. A thiol functionalization procedure was utilized to selectively bind 126 
 
recognition agents to the gold pattern for subsequent spectral multiplexing assay (Figure 
5.12e).  
 
 
Figure 5.12 Process flow diagram of micro beads-based fluorescence assay. (a) The surface of FHD silica 
based AWG device is cleaned with organic solvent and piranha solution. (b) Deposition of gold layer. (c) 
Pattern definition with photolithography. (d) Gold wet etch and photoresist removal. (e) Aminothiol binding 
on the gold surface. (f) NHS-Biotin linking. (g)  Adsorption of  streptavidin conjugated  micro beads. (h) 
Immobilisation of biotin conjugated quantum dots (605 nm). (i) Immobilisation of streptavidin conjugated 
quantum dots (655 nm). 
 
Before  surface  functionalisation  of  the  gold  pattern,  the  AWG  chip  was  cleaned  with 
organic  solvent  and  piranha  solution.  NH2-  terminated  aminothiol  (5  mM  Cysteamine 
hydrochloride in DI water) was used to create a self-assembled monolayer (SAM) on the 
gold  disk  overnight  (Figure  5.12e).  NHS-ester  activation  was  done  by  adding  2-3  mg 
Biotin (long arm) NHS to 100 µL EDC/NHS solution (a mixture of EDC/NHS/MES buffer, 
EDC: 5 mM; NHS: 6 mM; MES buffer: 30 mM, pH=6.0) and reacting for 15 minutes at 
room temperature. Then the buffer pH was increased to about 7.7 by adding 100 µL PBS 
buffer  (100  mM,  pH=8.5).  Immediately,  the  solution  was  added  onto  surface  of  the 127 
 
aminothiol  modified  gold  disk  and  allowed  reaction  to  proceed  for  2  hours  at  room 
temperature (Figure 5.12f).  
 
It is worth noting that streptavidin coated fluorescence beads need to be washed 2 or 3 
times with a 10×  volume of wash buffer through a centrifugation-resuspension process. 10 
µL bead solution was used each time and a concentration of 0.1% solids was achieved by 
suspending the final pellet in wash buffer. Then a drop of the bead solution was placed 
onto the gold disk, allowing the streptavidin-biotin affinity interactions to occur over 30 
minutes before washing. This step can be performed more than once in order to increase 
the density of immobilized fluorescence beads on the gold disk. It should, however, be 
noted that the number of non-specific bonded fluorescence beads increases with successive 
applications of solution as well. After immobilisation of streptavidin coated fluorescence 
beads, 2 µL solution of the biotin conjugated quantum dots (605 nm) was dispensed onto 
the gold disk followed by washing with buffer after 30 minutes. Likewise, the streptavidin 
conjugated quantum dots (655 nm) was added in order to perform a multiplexed Flash Red 
(682 nm), Qdot605 and Qdot655 spectral measurement. 
 
Detailed surface functionalisation procedures (see Figure 5.12) 
(a) Cleaning of sample surface  
The sample surface was treated with acetone and methanol respectively. This was followed 
by  treatment  with  a  piranha  solution  (a  mixture  of  concentrated  sulphuric  acid  and 
hydrogen peroxide) for 30 minutes. Then the sample was rinsed with Deionised water and 
blow dried with a nitrogen gun. 
(b) Depostion of gold layer 
A layer of 20 nm gold was deposited on the top surface of the AWG device by using an 
electron beam evaporator in the clean room. To improve the adhesion between the gold 
layer and the FHD silica surface, 10 nm nichrome (NiCr) was first evaporated onto the 
surface.   
(c) Pattern definition with photolithography 
The  gold  coated  sample  was  then patterned with photolithography.  Firstly, the sample 
surface was spin-coated with a positive photoresist (S1805 from Shipley). Conventional 128 
 
photolithography was used to expose the sample through a bright-field photomask with a D 
= 40 µm disk. After the development, a size-identical photoresist disk was obtained on the 
gold  layer.  The  developed  sample  was  then  treated  with  a  30-second  oxygen  plasma 
(@100 W) to completely remove any resist residue. Finally, the sample was hard-baked 
120℃ on hotplate for 5 minutes. 
(d) Gold wet etch and photoresist removal 
With the hard-baked photoresist as the mask layer, the sample was immersed in the gold 
etchant solution (a mixture of potassium iodide (KI) and iodine (I2) solution). 10 seconds 
was enough to remove the gold layer without any masking. Subsequently, the sample was 
rinsed  with  water  and  blown  dried  before  treating  with  nichrome  etchant  solution  (a 
mixture of nitric acid and ceric ammonium nitrate) for about 10 seconds. Then the sample 
was rinsed, dried and immersed in acetone solution to remove the photoresist, leaving a 
clear gold disk pattern in the centre of the sampling cuvette which is shown in Figure 5.13. 
 
 
Figure 5.13 Gold disk pattern (D=40µ m) in the centre of the sampling cuvette 
(e) Aminothiol binding 
The AWG device with gold disk pattern was immersed in a solution of NH2- terminated 
aminothiol (5mM Cysteamine hydrochloride in deionised water) overnight to allow the 
reaction between the gold and –HS group. Then the sample was exhaustively rinsed with 
PBS buffer to remove the excess reactive chemicals on the surface. 
(f) NHS-Biotin linking 
After aminothiol binding, the sample was ready to form a NHS-Biotin linking which could 
provide reactive biotin groups for the following step. A water soluble biotin (long arm) 129 
 
NHS reagent was used to link with the amine group (-NH2) from previous step. The NHS 
group will hydrolyze rapidly in water solution, therefore a mixture of EDC and NHS was 
added to regenerate the amine-reactive NHS ester. The activation reaction with EDC and 
NHS is most efficient at pH 4.5-7.2 [234, 235], so the reactions were performed in a MES 
buffer  (30  mM,  pH=6.0).  Following  this,  reaction  of  NHS-activated  molecules  with 
primary amines is most efficient at pH 7-8, therefore a PBS buffer (100 mM, pH=8.5) was 
added to increase pH value of the solution. Specifically, the NHS-ester activation was 
performed  in  MES  buffer  for  15  minutes  at  room  temperature,  then  a  pre-calculated 
volume of the PBS buffer was added into the solution which was immediately dispensed 
onto the aminothiol modified gold disk. After 2 hour incubation at room temperature, the 
sample was rinsed with the PBS buffer. 
(g) Micro beads adsorption 
Prior to the adsorption, a preliminary 2-3×  wash should be performed to remove various 
additives  including  EDTA,  anti-microbial,  and  surfactant.  10  µL  of  bead  solution  was 
placed in appropriate centrifuge tube followed by an addition of 1M PBS buffer. Then the 
tube was centrifuged at 10000 rpm for 15 minutes to give a clear supernatant which was 
then removed and discarded. The micro beads were resuspended in PBS buffer and the 
above steps repeated 2 or 3 times. Finally, a micro bead solution with a concentration of 
0.1% solids (1 mg/mL) was obtained for subsequent use.  
 
The prepared bead solution above was added onto the pre-patterned gold disk. The bead 
adsorption step was very important because excessive non-specific binding effect would 
adversely affect the validity and accuracy of the fluorescence assay. For this purpose, two 
other samples with gold pattern and identical surface chemistry were tested using different 
times for the incubation. After the incubation, the bead solution was pipetted off from the 
sample surface. Exhaustive rinsing with PBS buffer was used to remove the non-specific 
bonded  beads.  Figure  5.14  shows  the  comparative  result  with  different  lengths  of 
incubation  time  for  the  beads  adsorption.  The  non-specific  bonded  beads  effect  was 
obviously seen after the 60-minute incubation (5.14 b) while 30 minutes offered a more 
satisfactory result (5.14 a). Hence, a 30-minute incubation was used for the real AWG 
sample to  allow the streptavidin-biotin  affinity  interactions  and prevent excessive non-
specific binding. 
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Figure 5.14 Sample test results of bead adsorption after different lengths of time. (a) 30 minutes. (b) 60 
minutes. 
(h) Immobilisation of biotin conjugated quantum dots 
After micro beads adsorption, a fluorescence measurement could be performed with the 
AWG device and a CCD camera. For a spectral multiplexing assay, quantum dots (605 nm) 
with  biotin  conjugate were immobilised by binding with  the streptavidin  coated micro 
beads. 2 µL quantum dots solution was dispensed onto the gold disk. After 30 minute 
incubation, the sample  was  washed with  PBS  buffer to  remove excessive non-specific 
bonded quantum dots.  
(i) Immobilisation of streptavidin conjugated quantum dots 
With the immobilised quantum dots with biotin conjugate, a spectral multiplexing assay 
could be performed with the AWG device and a CCD camera. Similar to step (h), another 
layer of quantum dots with streptavidin conjugate were further bonded by the biotin-avidin 
affinity.  
 
5.5 Summary 
In this chapter, a modified AWG design with focusing properties was described. Firstly, 
the designed focusing properties of the lens-aided waveguides were visually evaluated by 
acquiring  fluorescence  images  of  the  cuvette  area  using  an  upright  fluorescence 
microscope. Then specific quantum dots were immobilized in the centre of the cuvette for 
localised fluorescence detection with a blue ray laser diode. Unfortunately, the directly 
immobilized quantum dots were not well excited by the laser light from the integrated E-
WG because they were too far below the height of the E-WG waveguide to be illuminated. 
Therefore,  streptavidin  functionalized  micro  beads  of  an  appropriate  size  were 
immobilized in advance to provide a solid support for quantum dots to be investigated. In 
addition to the emission from the micro beads, fluorescence from the other two different 131 
 
quantum dots was detected. The step by step binding was realised by specific avidin-biotin 
affinity  and  each step  was  evaluated with  the  AWG+CCD platform as well as  with  a 
conventional spectrometer. The acquired spectrum from a conventional spectrometer for 
each step proved the intensity changes of the signals from the CCD camera. Overall, the 
preliminary results have demonstrated potential capabilities of using the adapted AWG 
device for localised multiplexing fluorescence detection.  
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6.  Chapter 6                                                     
Absorption spectroscopic measurements 
Abstract 
In this study, the AWG-microfluidic device was investigated in the context of absorption 
spectroscopy measurements.  As a model system, the pH dependence of the absorption 
spectra of bromophenol blue were measured to illustrate how an AWG device could be 
used  as  a  colorimetric  pH  sensor.  The  results  obtained  demonstrate  that  the  AWG-
microfluidic device could yield a similar absorption detection performance to that of a 
commercially available spectrophotometer. 
 
6.1 Introduction 
As  shown  in  Figure  6.1,  bromophenol  blue  is  an  acid-base  indicator  with  the  color 
changing from  yellow to blue when the pH increases.  0.01 M  citric acid  and 0.02 M 
Na2HPO4  were  used  to  prepare  the  buffer  solutions  with  different  pH  values.  The 
bromophenol blue (B3269 from  SIGMA) was  dissolved in  the buffer  solution  and the 
concentration  was  1  mg/mL.  The  pH  of  the  mixed  solutions  were  finely  adjusted  to 
specific values by adding tiny volumes of a strong acid such as hydrochloric acid and using 
a pH meter (Consort C835) for real time monitoring.    
 
Figure 6.1 Bromophenol blue solutions with different pH. The color changes from yellow to blue when the 
pH increases. 
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6.2 Results and discussion 
6.2.1 Absorbance measurements with conventional 
spectrophotometer 
For verification purposes, the absorbance of bromophenol blue solutions with different pH 
was  tested  on  a  calibrated  Hitachi  U-2000  spectrophotometer  using  1  mm  pathlength 
cuvettes.  A  double  beam  system  is  implemented  in  this  spectrophotometer  and 
corresponding  pH  buffer  solutions  without  bromophenol  blue  were  placed  into  the 
reference  channel  to  provide  the  background  measurements.  The  absorption  spectra  of 
various  bromophenol  blue  at  different  pH  are  shown  in  Figure  6.2.  When  the  pH  of 
bromophenol  blue  solution  increased,  the  absorption  peak  in  red  region  (~600  nm) 
increased in intensity while the blue peak (~420 nm) decreased. The measured spectra 
explain the color change from yellow to blue with an increase in the pH.    
 
 
Figure 6.2 Absorption spectra of various bromophenol blue at different pH. 
 
6.2.2 Absorbance measurements with AWG-microfluidic 
device and CCD 
Bromophenol  blue  solutions  from  the  same  batch  were  also  tested  with  the  AWG-
microfluidic  device  and  a  CCD  camera.  Compared  to  fluorescence  measurements, 
absorption  detection  does  not  require  the  perpendicular  waveguide  designed  for 134 
 
fluorescence excitation. Instead, the characterization waveguide (C-WG) can be used for 
direct absorption measurement. 
 
Figure 6.3 provides a schematic for absorption measurement with the AWG-microfluidic 
device and a CCD camera. A PDMS microfluidic chip with a microfluidic channel (10 mm 
long ×  500 µm wide ×  100 µm high) was plasma bonded with the AWG device. A square 
sampling cuvette (50 µm wide ×  2 µm deep) is located in the middle of the microfluidic 
channel. To perform the absorption spectroscopy measurement, a broad band light source 
was fibre coupled into the characterization waveguide (C-WG) and passed through the 
sample solution in the filled cuvette. The transmitted light was collected by the AWG input 
waveguide and sent to the AWG device for wavelength separation. A 45°  mirror and a × 4 
objective lens were used to reflect the AWG output signals into the vertically mounted 
CCD camera.  
 
 
Figure 6.3 Schematic of absorption measurement with AWG-microfluidic device and CCD camera. A PDMS 
microfluidic chip was bonded with the AWG device and the square sampling cuvette (50 µm wide and 2 µm 
deep) is located in the middle of the microfludic channel. A broad band light source was fibre coupled into 
characterization waveguide (C-WG) and travelled through the sample solution in the cuvette. The transmitted 
light is then collected by the AWG device for wavelength separation. A 45°  mirror and a × 4 objective lens 
were used to reflect AWG output signals onto a vertically mounted CCD camera.  Due to the relatively 
narrow band periodical property of AWG transmission spectrum in this prototype device, a combination of a 
long-pass filter (550LP) and a short-pass filter (650SP) was used to restrain the wavelength range to be 
investigated. 
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6.2.2.1 Measurement results 
The  spectral  results  of  the  absorption  measurement  are  displayed  in  Figure  6.4a. 
Bromophenol blue solutions with five different  pH values were tested with the AWG-
microfluidic device and CCD camera. To provide reference signals, pure buffer solutions 
with the same pH but without adding bromophenol blue were also measured. Each type of 
bromophenol blue solution was tested for at least three times. The absorption spectra from 
570 nm to 625 nm are calculated by extracting the data from the CCD imaging results. For 
comparative  analysis,  Figure  6.4b  shows  the  conventionally  collected  absorbance  data 
from Figure 6.2, processed to generate the absorption spectra for a 50 µm light path. In 
terms of absorbance magnitude and spectral envelope, it can be seen clearly that the on-
chip spectroscopic device yields a similar absorption detection performance to that of a 
commercially available spectrophotometer, but with an integrated micro-cuvette sample 
platform. It should be noted that the measurement curve at longer wavelengths for pH 5.5 
Bromophenol blue solution didn‟t come down to converge with other curves compared to 
the result from a conventional spectrophotometer. One possible reason for this error might 
be bad crosstalk performance of these output channels caused by the stray light during the 
signal acquiring process. The relatively large variations (i.e. large error bars) between each 
test  were  caused  by  unsteady  fiber  coupling  of  the  light  source  and  signal  collecting 
fluctuations of the external CCD camera. It is believed that more stable and reliable results 
can be obtained if all the function units including light source and signal detection are 
solidly integrated.  
 
Figure 6.4 Absorption spectra of various bromophenol blue at different pH taken with (a) AWG-microfluidic 
device and (b) Hitachi U-2000 spectrophotometer. Error bars indicate +/- one standard deviation. 
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6.2.2.2 Light coupling issues induced by different waveguide  
end-facet profiles 
An  ordinary  flat-end  profile  could  be  incorporated  into  the two  integrated  waveguides 
facing each other [i.e. characterisation waveguide (C-WG) and AWG input waveguide], 
therefore  performing  direct  absorbance  measurements.  Under  this  condition,  the  light 
coming out from the C-WG is divergent, thus the AWG input waveguide can only receive 
a portion of transmitted light signals which have gone through the investigated sample. The 
longer the light pathlength, the lower the light coupling efficiency will be. To decrease the 
diffraction power loss, either the light path needs to be reshaped or the signal collecting 
waveguide needs to enlarge its detection area. 
 
In chapter 5, a lens profile was incorporated into the end of the integrated waveguides and 
the focusing properties could increase spatial resolution as well as reduce the background 
noise.  However,  these  focusing  waveguides  imposed  complications  on  absorbance 
measurements since the light coupling efficiency was sensitive to refractive index changes 
of investigated samples. It is worth noting the lens profiles described in chapter 5 were 
designed  based  on  refractive  index  contrast  of  FHD  silica  (n=1.478)  and  pure  water 
(n=1.33),  however,  different  concentrations  of  bromophenol-buffer  solution  would 
unavoidably pose refractive index offsets and variations, affecting the focusing properties 
and thus reducing the light coupling efficiency. Absorbance measurements were performed 
using an AWG device with the focusing waveguides. Preliminary results showed that a 
more diluted pH buffer would help relieve adverse influences from the refractive index 
fluctuations.  
 
Rather than using waveguides with focusing properties, a collimating system is considered 
more  beneficial  and  practical  to  reduce  the  diffraction  power  loss,  therefore  acquiring 
reproducible and reliable measurement results. The Collimating system can be realised 
based  on  a  parabola-shaped  design  [172]  or  with  a  compound  microlens  [28].  In 
comparison to conventional configuration, the effective light path length can be increased 
remarkably  with  the  collimating  system.  More  importantly,  the  collimator  integrated 
detection cell could significantly increase the detection sensitivity and reduce stray light 137 
 
noise. However, there was insufficient time to experimentally investigate this strategy in 
this thesis.  
 
6.3. Experimental section 
6.3.1 AWG-microfluidic device and experimental setup 
As shown in Figure 6.5, the AWG device was bonded with a PDMS microfluidic chip to 
obtain a monolithic platform for absorption measurement. The yellow dashed lines indicate 
the walls of the microfluidic channel which passes through the sampling cuvette. Figure 
6.5 (b) shows a microscopic image of the sampling cuvette located in the middle of the 
microfluidic channel. The bromophenol blue solution was delivered into the microfluidic 
channel through the inlet connected with a tubing which was driven by a syringe pumping 
system.  
 
 
Figure  6.5  AWG-microfluidic  device  and  the  sampling  cuvette.  (a)  AWG  device  bonded  with  a  PDMS 
microlfuidic chip. The microfluidic channel is indicated with yellow dashed lines. (b) microscope image of 
the sampling cuvette in the middle of the microfluidic channel. 
 
Further images of the experiment setup for absorption measurement are presented in Figure 
6.6. As with the fluorescence measurement of Chapter 4, the experiment setup was built on 
a modified microscope stage. A 3-axis micro-positioner was used to adjust the position of a 
V-groove holder on which a lensed fibre was utilized to couple the broad band light source 
into the characterization waveguide (C-WG) of the AWG device. The AWG-microfluidic 138 
 
device  was  placed  on  a  sample  holder  which  was  fixed  in  the  centre  of  the  modified 
microscope  stage.  Figure  6.6  (b)  and  (c)  show  the  home-made  mirror  fabricated  by 
depositing 75 nm NiCr on a small strip of silicon wafer; this mirror could be rotated as 
well as translated in two axes in order to place it in the correct position for reflecting the 
AWG output signals into the microscope‟s objective lens and CCD camera. The long-pass 
filter  (550LP)  and  a  short-pass  filter  (650SP)  were  inserted  into  the  camera  tube, 
underneath the CCD camera.  
 
 
Figure  6.6  Experiment  setup  for  the  absorption  measurement  with  AWG-microfluidic  device  and  CCD 
camera. (a) Full view of the experiment setup. (b) A closer view of sample position stage and the mirror 
positioner. (c) The home made mirror.   
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6.4 Summary  
On-chip visible absorbance detection of fluidic samples (bromophenol blue) was carried 
out  using  the  AWG-microfluidic  device  and  in  house  built  experimental  setup.  With 
appropriate information processing, such an integrated system yielded accurate absorbance 
measurement results. Although the evaluation of the chip carried out was not sufficient to 
determine  the  detection  limit  and  the  linear  range,  it  has  demonstrated  the  successful 
integration  of  the  individual  components  and  proved  the  capabilities  of  on-chip 
spectroscopic device for absorption measurement. 
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7.  Chapter 7                                                  
Conclusions and future work 
7.1 Conclusions 
This thesis has demonstrated a monolithic integrated Arrayed Waveguide Grating (AWG) 
microspectrometer-microfluidic platform for biological applications. Planar optoelectronic 
technologies for telecommunications were transferred and utilised to design AWG devices 
that  operated  in  the  visible  wavelength  region.  Micromachining  fabrication  processes 
including lithography and reactive ion etching (RIE) were employed to define the AWG 
structure based on a FHD silica wafer. A polymer microfluidic chip, manufactured with 
replica moulding process, was bonded with the AWG device for fluidic sample control and 
delivery, ending up with an integrated AWG-microfluidic platform. Fluorescence detection 
as well as absorbance measurements were performed using this compact platform together 
with  an  external  light  source  and  CCD  camera.  Both  the  fluorescence  spectroscopy 
measurements  and  multiplexing  fluorescence  assays  have  conceptually  proved  the 
capabilities  of  the  AWG-microfluidic  platform  for  a  wide  range  of  applications  in 
biological sensing. 
 
As reviewed in  section 2.2, prior to  commencing the work reported in  this  thesis, the 
efforts  towards  making  visible  AWG  devices  were  far  from  enough  to  explore  their 
potential applications for performing a range of chemical and biological assays. Thus, the 
research  conducted  in  this  thesis  was  targeted  to  contribute  to  investigations  of  these 
promising AWG devices in the visible wavelength range. Based on FHD silica material, an 
AWG device was designed and fabricated, operating with a centre wavelength of 680 nm, 
wavelength spacing of 10 nm and 8 output channels. The small dimension of this AWG 
device  (~1cm  long)  makes  it  a  good  technological  candidate  to  realise  a  micro-
spectrometer. To develop new applications, microfluidic technology was combined with 
the planar waveguide platform of the AWG. Fluorescence detections involving intensity or 
spectral changes were conducted by using the AWG-microfluidic platform. Furthermore, 
waveguides with focusing properties were incorporated into the AWG design and localised, 141 
 
multiplexing fluorescence detections were performed, opening up potential applications in 
the field of cell sorting and single cell analysis. 
 
The ultimate goal of this work was to develop an integrated optical biosensor. Therefore, 
the  thesis  began  with  an  introductory  description  of  the  components  that  comprise  a 
portable  optical  sensor:  light  source,  optical  transducer,  optical  signal  processing  and 
signal  detector.  Emphasis  in  this  work  has  been  placed  on  developing  a  sub-unit  for 
complex optical signal processing (i.e. a spectrophotometer) since the other three sub-units 
have been well-developed for applications in other areas. Miniaturization of spectroscopic 
optical component in particular was considered to be a critical step towards the goal for 
realizing a comprehensive, integrated optical biosensor. Different possible techniques were 
briefly discussed and  reviewed, and an arrayed waveguide  grating  (AWG) device  was 
selected for investigation due to its compact size, highly integrated capability, and design 
versatility. 
 
7.1.1 Design and fabrication of AWG-microfluidic device 
Having  specified  as  a  target,  biological  measurements  in  aqueous  environment,  AWG 
devices  working  in  the  visible  wavelength  range  were  designed  by  adapting  the 
conventional near-infrared AWG technology. Fortunately, a software utility based on the 
Beam Propagation Method (BPM) was available for the AWG design. A visible AWG 
device based around a central wavelength of  c=680 nm, with 8 output channels and 10 nm 
inter channel resolution was successfully designed and simulated to predict the device‟s 
performance.  Considering  access  to  high  quality  waveguide  material  made  from  FHD 
silica and local expertise, the AWG device was fabricated from a system based on a 2 µ m 
FHD core layer and 8 µm silica under-cladding. 
 
To fabricate the AWG device, lithography and reactive ion etching (RIE) processes were 
utilised to define all the features in the AWG structure. In the course of fabrication process, 
a number of practical issues were encountered including those associated with different 
lithography techniques, metal lift-off methods, and dry etch processing. Photolithography 
provided a fast method to transfer the AWG pattern from the photo mask onto the FHD 142 
 
silica wafer due to its parallel UV radiation. Due to the high density of narrow features in 
the  AWG  structure,  a  thin  film  (500  nm)  photoresist  (S1805)  was  used  for  the 
photolithography. To transfer the AWG pattern into the FHD silica, an RIE process was 
employed to remove unwanted materials and obtain the desired waveguide height (2 µm). 
However, because the thin film photoresist was not resistant enough to support the etching 
of 2 µm silica, a metal mask of 75 nm NiCr was utilised for the etching process. An 
innovative lift-off process, involving 1 minute soaking of the resist coated sample in the 
standard  developer  before  exposure,  was  employed  to  obtain  a  clear  and  clean  metal 
pattern.  
 
Whilst  photolithography  proved  to  be  extremely  suitable  to  obtain  high  fabrication 
throughputs and short processing times, it lacks flexibility when design iterations need to 
be  made  (since  it  relies  on  pre-patterned  mask  plates.)  As  an  alternative,  e-beam 
lithography offers a mask-free approach for transferring the pattern onto the wafer. Taking 
into account relatively large pattern area of AWG structure, two fast (sensitive) electron 
beam resists namely, SU-8 and UVIII, were investigated. Dose tests were conducted for 
both materials and although that for SU-8 was lower, it was found to be less suitable for 
the fine structures in the AWG devices due to the narrowness of doses that gave good 
exposures and the extreme sensitivity of the curing process to temperature after electron 
beam writing. This resulted in a non-reproducible process. Compared to SU-8, although a 
slightly higher dose was required, the improved pattern fidelity and increased yield made 
UVIII the favoured choice for AWG device fabrication. Moreover, UVIII was  already 
known to have good dry etch resistance, therefore no additional etch mask layers was 
required. 
 
Since the waveguide sidewall profile and surface roughness have a great impact on the 
optimal  performance  of  the  AWG  device,  the  reactive  ion  etching  (RIE)  process  that 
defined the waveguides was carefully investigated. The parameters such as gas selection, 
gas flow rate, RF power and chamber pressure, were carefully varied to obtain optimised 
conditions for the FHD silica dry etching. In particular, surface profiles were compared for 
samples etched when a metal mask layer and different process gases were used. The results 
obtained  suggested  that  CHF3/O2  was  more  suitable  than  CHF3/Ar  to  achieve  a  high 
quality waveguide sidewall profile and a clean substrate surface. 143 
 
 
To create an over cladding layer on the FHD core waveguides, a flowable oxide (HSQ) 
was spun on the FHD wafer. This was followed by deposition of an additional 200 nm 
PECVD SiO2 protecting layer. This step completed the fabrication of a basic AWG device. 
However, to employ the AWG device for on-chip bio-sensing, a sample cuvette needs to 
be incorporated to provide a physical site for sample loading. Thus, further lithographic 
steps and RIE processes were employed. Finally, a PDMS chip with microfluidic channels 
was prepared by replica moulding process (this is a well-known and inexpensive, flexible 
and easy-to-fabricate method). The AWG device and the PDMS chip were plasma bonded 
together, leading to  a monolithic integrated platform for biological  measurements.  The 
AWG device could collect and process the light signals while the PDMS chip could be 
used for fluidic sample delivery. 
 
7.1.2 Optical characterisation of AWG system 
Two methods have been applied to evaluate the AWG-microfluidic system. In one method, 
a broad band light source and a conventional spectrometer were utilised to test the device. 
The spectrum of the light from each of the output channels comprised a series of narrow 
bandwidth peaks (~10 nm FWHM) separated by a free spectral region of ~100 nm. This 
indicated proper operation of the AWG device and was consistent with the simulation 
results. In the second method, a monochromatic light source and a CCD camera were used 
for the device validation. Here, the number of photons, in a wavelength range defined by 
the monochromator, that came out of the output waveguides were „counted‟ by the CCD 
chip. This latter testing scheme was favoured since it shared the same configuration with 
that employed for the following biological measurements.  
 
7.1.3 Use of AWG-microfluidic device for simultaneous, 
multiplex fluorescence measurements 
To  demonstrate  the  effective  capability  of  the  AWG  device  in  the  discrimination  of 
wavelengths in an assay context, a solution comprising two different quantum dots namely, 
QD655  and  QD705,  was  tested.  The  quantum  dots  solution  was  placed  in  the 144 
 
micromachined  sample  cuvette,  and  illuminated  by  a  blue  light  (~400  nm).  The 
fluorescence emission was collected by the AWG device and the output light signals were 
analyzed  by  a  conventional  spectrometer.  The  results  obtained  demonstrated  that  the 
wavelength peaks form the two quantum dots (655 nm and 705 nm) were found from two 
unique  output  channels  (Ch1  and  Ch6)  respectively.  Solutions  including  one  sort  of 
quantum dot as well as their mixture were all tested, leading to a convincing result for the 
AWG  device  validation  and  also  opening  up  the  possibility  of  assaying  a  sample 
containing multiple targets. 
 
7.1.4 Quantitative fluorescence spectroscopic 
measurements with an AWG device 
The suitability of the AWG-microfluidic platform for performing an accurate, quantitative, 
spectroscopic  fluorescence  measurement  was  evaluated  by  collecting  the  emission 
spectrum of Cy5 fluorophore. In addition to the co-axial characterization waveguide (C-
WG), an off-axis excitation waveguide (E-WG) was incorporated into the design for these 
devices. This E-WG intercepts the sample cuvette at an angle of 45°  to the AWG input 
waveguide axis to minimise the amount of excitation light entering the AWG structure. To 
validate  this  configuration,  various  concentrations  of  Cy5  were  delivered  into  the 
microfluidic channel at a flow rate of 6.7 mm/s. Firstly, a conventional spectrometer was 
again employed to detect the light signals and different light spectra were acquired one by 
one for each output channel. Then a CCD camera was mounted to detect all of the output 
signals simultaneously. It was found that plotting the intensities of the 8 light spots from 
the CCD images versus their centre wavelengths clearly replicated the envelope of the Cy5 
emission spectrum. Thus, the AWG-microfluidic platform in conjunction with an imaging 
camera  provided  a  facile  way  to  achieve  a  spectroscopic  measurement.  Moreover,  the 
obtained  results  from  various  concentrations  revealed  the  potential  capability  for 
quantitative fluorescence measurements. 
 
The Cy5 fluorescence spectroscopic measurement opened up possibilities for assays that 
involve  detecting  both  intensity  and  shape  of  spectra  by  using  the  AWG-microfluidic 
platform. Therefore, a propidium iodide (PI)-DNA assay was conducted. Propidium iodide 
(PI) is a fluorescence dye and intercalating agent, commonly used for quantitative analysis 145 
 
of  DNA.  Adding  PI  to  DNA  contained  solution,  the  PI  fluorescence  intensity  is 
significantly  enhanced  and  its  emission  peak  exhibits  a  blue-shift.  For  the  assay 
measurement, 15 µM PI solutions with a range of DNA concentrations and without DNA 
were tested with the AWG-microfluidic platform. The fluorescence intensity enhancement 
was clearly found from the obtained results. Unfortunately, the peak of the unbound PI 
fluorescence is not located within the range of the AWG output. However, the peak of the 
DNA-bound  PI  fluorescence  (614  nm)  could  be  found  from  output  channel  6.  When 
compared to the way that the CCD counts for unbound PI fluorescence monotonically 
increased  with  channels  number,  the  peak  in  the  CCD  count-channel  number  plot  for 
DNA-bound PI emission suggested that a peak blue-shift in PI fluorescence had occurred. 
 
7.1.5 Shaping the beam profile in the AWG device cuvette 
for voxel-like measurements 
When considering the capability for multiplexed assay, an AWG device that could possibly 
be applicable for flow cytometry was proposed. Thus, a lens design was incorporated at the 
ends  of the integrated  waveguides  (C-WG, E-WG and  I-AWG) that  intersect  with  the 
sample cuvette. This meant that the size of the optical interrogation area could, in theory, 
be reduced to the focal point of the system. After fabricating waveguides with focusing 
profiles,  evaluation  was  performed  by  fluorescence  detection.  For  comparison,  parallel 
measurements using AWG devices without lens design were also tested, confirming the 
focusing functionality of the lens cuvature. As a test, fluorescence source, quantum dots 
were directly immobilised in the centre of the sample cuvette. Unfortunately, the emission 
detection was not successful because the layer of immobilised quantum dots were too low 
(close to the botton surface of the micro-machined cuvette) to be illuminated by the light 
from the excitation waveguide (E-WG). To resolve the problem, 1 µm silica beads were 
used to provide a solid support that positioned the quantum dots above the base of the 
cuvette  and  in  the  E-WG  optical  path.  In  addition,  this  voxel-like  configuration  was 
explored using commercially available fluorescence silica beads source, to which other 
fluorophores  could  be  subsequently  bonded.  In  this  work,  a  thiol  functionalization 
procedure was employed to immobilise the fluorescence micro beads in the centre of the 
sample  cuvette  where  a  gold  disk  pattern  had  been  pre-defined.  These  streptavidin 
conjugated fluorescence beads had an emission peak at 682 nm leading to the brightest 146 
 
spot  appearing  from  Ch4,  as  expected.  After  bead  immobilisation,  biotin  conjugate 
quantum dots (QD605) were added to the cuvette and bound to the immobilised silica 
spheres through biotin-avidin affinity. The peak of the composite fluorescence emission 
then shifted to 605 nm and Ch5 was found to be the most intense light spot. Likewise, 
when a second set of quantum dots (QD655) with streptavidin conjugate were adsorbed 
onto the 605 nm biotin quantum dots, Ch1 became the brightest channel. It should be noted 
that spectroscopic measurements with a conventional spectrometer were performed after 
adsorption of each fluorophore, used to verify the AWG-CCD based results. The obtained 
results  successfully  demonstrated  the  potential  capabilities  to  perform  multiplexed 
fluorescence assays with the lens-design aided AWG device. In the future, instead of using 
micro silica beads, specific biological cells could be localised at the focus of the AWG 
input waveguide and subjected various fluorescence labelling protocols.  This  detection 
format  could  also  be  expanded  using  hydrodynamic  or  dielectrophoretic  focusing,  to 
multiplexed flow cytometry in a compact format. 
 
7.1.6 Absorbance measurements with an AWG device 
Although possibly less exciting; conventional absorbance measurements were tested with 
the AWG-microfluidic platform. The absorption spectra of bromophenol blue solutions 
with  different  pH  were  acquired  by  using  both  a  conventional  spectrophotometer  and 
AWG-microlfluidic  system.  It  was  found  from  the  obtained  result  that  the  on-chip 
spectroscopic device could offer similar absorption detection performance to commercially 
available spectrophotometer. 
 
7.2 Future work 
7.2.1 AWG device loss characterization and reduction 
The obtained results in this work successfully demonstrated the capability of the AWG-
microfluidic platform for spectroscopic biological measurements; however, the ultimate 
capabilities/detection  limits  could  not  be  determined  without  carefully  performing  the 
AWG device loss characterization. One important reason why the system loss evaluation 
was not conducted is that the current AWG devices were operating with relatively high 147 
 
losses where the light sources were coupled into the chip; hence this needs to be further 
developed  to  obtain  optimised  conditions  before  a  full  loss  characterisation  study  is 
warranted. 
 
For an AWG device, the main intrinsic loss contribution comes from (1) propagation in the 
waveguides,  and  (2)  coupling  between  free  slab  regions  and  arrayed  waveguides.  The 
wavelength  range  used,  physical  size  of  the  waveguides,  bending  radius,  sidewall 
roughness  and  cladding  uniformity,  all  contribute  to  the  induced  propagation  loss. 
Generally, the wavelength range to be investigated is decided by the target application, like 
680 nm used for the visible AWG devices in this work. As described in Chapter 2, the 
height and width of the high index contrast ( =1.5%) arrayed waveguides were designed 
with 2 µm according to the single mode operation mechanism [i.e. height (width) < 2.2 
µm]. For future work, the size of the waveguides can be increased slightly, leading to a 
better light coupling while still being able to retain single mode propagation attributed to 
mode perturbation by the bending  curvatures.  As discussed in Chapter 3, the sidewall 
roughness was mainly determined by the dry etching process and an acceptable result has 
been  achieved  using  current  optimised  parameters.  Although  the  HSQ  material  shows 
superior properties in gap-filling and self-planarization, some drawbacks also exist due to 
its simple coating method of spinning followed by hard baking. In this work, the spun HSQ 
underwent  1  hour  baking  in  a  180° C  oven  and  microcracks  as  shown  in  Figure  7.1 
occasionally appeared due to high intrinsic tensile stress of the material. Moreover, higher 
temperature is  possible to  change the  refractive index of HSQ, and this  may  result in 
material reliability issues. Two possible approaches could be employed to overcome this 
problem. The first is to introduce a more optimized curing process for the HSQ [201] and 
the other is to find an alternative material for the over-cladding. (Note: although PECVD 
SiO2 and SiN were available in the university clean room, the deposition tools were not 
equipped with the facilities for control of the refractive indexes.)      148 
 
 
Figure 7.1 Microscope image showing the microcracks of HSQ after the hard baking 
 
The important loss contribution that comes from the mode transition between the free slab 
regions  and  arrayed  waveguides  could  be  eliminated  if  the  gaps  between  the  arrayed 
waveguides near the free slab region can be made infinitely sharp. However, this can not 
be achieved in  practice due to  the finite resolution  of the lithography and the  etching 
process as shown in Chapter 3 Figure 3.2. Therefore, other practical approaches need to be 
considered.  Adiabatic  transition  between  the  array  and  the  slab  region  is  desirable  to 
reduce the junction loss. Different mode converters have already been proposed, including 
segmented waveguides [236], vertical tapered structures [237-239], and Y-branches [240]. 
For the same purpose, UV-written tapers [241] and interference fringes [242] were also 
proposed  to  reduce  the  transition  loss.  However,  it  should  be  noted  that  all  these 
approaches require additional complexity for either design or fabrication process.  
 
7.2.2 Increasing light collecting efficiency of AWG input 
waveguide 
In addition to the AWG device loss, the signal collecting efficiency of the input waveguide 
also plays an important role in determining the limit of detection. The current AWG device 
has already reached the maximum of its potential capability since the collecting waveguide 
was located with effectively zero distance from the signal source [243]. However, some 
innovative approaches are still greatly desirable to allow the AWG device to collect more 
light signals from sample being investigated. Although not directly applicable for on-chip 
configuration, some recent work provided useful clues for assisting to find some practical 149 
 
solutions in the future. N.Ismail et al proposed an AWG sensor by collecting sample light 
based on integrated waveguide array [244-246]. Although the collecting efficiency could 
be increased by more than 1 order of magnitude compared to a standard AWG device, the 
capabilities for spectroscopic measurements need to be further proved. Another interesting 
work tried to increase light collecting efficiency by using photonic lanterns which could 
covert multimode light to single-mode propagation with low loss [247-249]. Unfortunately, 
this method relied on a photonic crystal fibre technique which is currently off-chip. Above 
all, the use of AWG devices for ambient/diffused light detection is always troublesome 
because of power considerations. The small device size is a result of the fact that only the 
fundamental mode is allowed. Therefore, more creative research needs to be conducted to 
tackle this challenge. For inspiration, the problem could possibly be attacked from another 
perspective, shaping the light signal from the sample according to the input waveguide.      
 
7.2.3 Polymer AWG device 
As  discussed  in  Chapter  3,  polymer  microfluidic  chips  are  widely  used  for  chemical 
analysis  and  biological  sensing  due  to  its  unique  polymer  characteristic  such  as 
biocompatibility,  low  cost,  and  rapid  prototyping  capability  by  soft  lithography.  If  a 
polymer based AWG device can be made, its easy integration with microfluidics will lead 
to monolithic lab-on-chip for spectroscopic measurements. A simple four-channel PDMS 
AWG device has been demonstrated for operation in the visible light wavelength range 
[250]. It is believed that more interesting work in this regard can be performed in the future.    
 
7.2.4 Applications 
7.2.4.1 On-chip Raman spectroscopy measurements 
Raman spectroscopy is a label-free technique to identify specific molecules or structures 
and  most  well-established  laboratories  have  been  equipped  with  Raman  instruments. 
However, a low-cost, and compact apparatus for Raman spectroscopy is desirable for field 
applications. An AWG device has been recently applied to Raman spectroscopy based on 
an off-chip configuration [251]. In the future, an on-chip approach with AWG device for 
Raman spectroscopy should be worthy of investigation. 150 
 
 
7.2.4.2 Flow cell cytometry 
Implementing the AWG-microfluidic platform in more sophisticated biological application 
is expected for the future work. As described in Chapter 5, the AWG-microfluidic platform 
has demonstrated its capabilities for multiplexing and localised fluorescence assay, and this 
could be employed for cell analysis with micro flow cytometry. Progress made toward this 
goal throughout the course of the PhD research period is shown by immobilising a single 
cell in the centre of the sample cuvette (see Figure 7.2). Further measurements on this 
system should be performed in the future. 
 
Figure 7.2 3T3 cell immobilisation in the centre of the sample cuvette using different AWG devices: (a) 
conventional  design;  (b)  with  focusing  waveguides.  C-WG:  waveguide  for  characterization;  E-WG: 
excitation waveguide; I-AWG: input of the AWG device. 
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